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Abstract 
The field of science and technology has come a long way since the famous 70’s science  
fiction series “The Six Million Dollar Man,” where a disabled pilot was transformed into  
a bionic superhero after receiving artificial implants. What was indeed once a science 
fiction has now turned into a science fact with the development of various electronic 
devices interfacing the human neurons in the brain, retina, and limbs. One such 
advancement was the development of retinal implants.  
Over the past two decades, the field of retinal prosthetics has made significant 
advancement in restoring functional vision in patients blinded by diseases such as 
Retinitis pigmentosa (RP) and Age-related macular degeneration (AMD). RP and AMD 
are the two leading cause of degenerative blindness. While there is still no definitive 
cure for either of these diseases, various treatment strategies are currently being 
explored. Of the various options, the most successful one has been the retinal implants.  
Retinal implants are small microelectrode or photodiode arrays, which are implanted in 
the eye of a patient, to stimulate the degenerating retina electrically. They are broadly 
classified into three types depending on the placement  ̶ epiretinal (close proximity to 
retinal ganglion cells, RGCs) , subretinal (close proximity to bipolar cells, BP) and 
suprachoroidal (close proximity to choroid). While the ongoing human trials have shown 
promising results, there remains a considerable variability among patients concerning 
the quality of visual percepts which limits the working potential of these implants. One 
such limitation often reported by the implanted patients is “ fading” of visual percepts. 
Fading refers to the limited ability to elicit temporally stable visual percepts. While, 
this is not a primary concern for epiretinal implants , it is often observed in subretinal 
and suprachoroidal implants which use the remaining retinal network to control the 
temporal spiking pattern of the ganglion cells. The neural correlate of fading is often 
referred to as “electrical desensitization”, which is the reduction of ganglion cell 
responses to repetitive electrical stimulation .  
While much is known about the temporal component of desensitization ( time constant, 
τ), the spatial aspects (space constant, λ) has not been well characterized. Further, how 
both these aspects interact to generate spiking responses, remains poorly understood. 
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These crucial questions formed the critical components of my thesis. To address these 
questions, we stimulated the retinal network electrically, with voltage and current 
pulses and recorded the corresponding spiking activity using the microelectrode arrays 
(MEAs). While addressing the primary question of my thesis, we were able to address 
few idiosyncrasies which has currently stymied the field of retinal prosthetics. 
 At a conceptual level, we have developed an experimental and analysis framework by 
which one can identify the single stimulus that will activate the most ganglion cells  
(Chapter 2, Part 1). This stimulus is optimal for ‘blind’ experiments where the specific 
response properties of each cell are unknown. Furthermore, we attempted to 
understand the correspondence between the electrical response patterns and visual 
response types (Chapter 2, Part2). In Chapter 3, we sought to understand better how 
the visual responses parameters change during ongoing electrical stimulation. We 
demonstrated that apart from the adaptation occurring due to visual stimulation and 
invitro experimental conditions, the electrical stimulation alters the RGC visual 
responses, suggesting the requirement for stimulation-induced changes to be 
incorporated in the designing of stimulation paradigms for the implant. Finally 
addressing the primary question (Chapter 4) of my thesis with which we started, we 
were able to demonstrate, that the electrical desensitization requires the interaction of 
both time and distance and is not a global phenomenon of the retina. In the final chapter 
(Chapter 5) we summarize the results of the thesis, discuss the key outcomes and its 
relevance to the prosthetic field and other vision restoration strategies and the potential 
future directions of this research.  
Therefore, in future, to improve the efficacy of retinal prostheses and patient outcomes, 
it is crucial to have an in-depth understanding of the responsiveness of the retinal 
circuitry to electrical stimulation.  
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Chapter 1  
1.1 General introduction 
Man uses the various sensory modalities to understand and interpret the world around 
him. These sensory modalities are hearing, touch, taste, smell, and vision. Of these five 
senses, vision is by far the most dominant sensory modality used by humans to perceive 
the surroundings and can compensate for the loss of any other senses. For example, if a 
person has lost the sense of touch, he can use his vision to know if the object is harmful 
or not, before touching it. Similarly, if a person has lost his sense of taste, he can still 
function by interpreting the stimulus using his eyes. However, the reverse is not true. 
A person cannot smell a perfectly sunny day nor can he hear a beautiful scenery. No 
other sense can replicate or compensate for the loss of vision. Any form of visual 
impairment results in difficulty to perform simple day to day tasks. Currently, the 
leading causes of incurable blindness in developed countries are the retinal 
degenerative diseases retinitis pigmentosa (RP) and age-related macular degeneration 
(AMD). While there is no definitive cure for these diseases, several approaches are being 
undertaken worldwide to restore partial vision, of which the most promising approach 
is the visual prosthesis, often referred to as bionic eye in layman’s term. This chapter of 
the thesis provides a general background of the nervous system, retina as a model 
system for encoding visual information and how electrical stimulation of the neuronal 
tissue can provide useful visual perception.  
 
 
 
 
 
 
 
1.1.1 Overview and dynamics of the nervous system 
Animals rely on their nervous system to communicate and transmit signals between different 
parts of the body. The nervous system at the cellular level is a complex collection of nerves 
and special type of cells called neurons. 
The neurons also known as nerve cells are excitable cells which transmit information via 
electrical and chemical signals. Typically, the neuron is composed of a cell body or soma, one 
or more dendrites, a single axon and one or more axon terminals. The dendrites primarily 
receive signals from other neurons. Further, the soma transmits these input signals to a thin 
and long cable -the axon which relays the processed signal one or more axon terminals. These 
axon terminals otherwise known as presynaptic terminals relay the information to other 
neurons in the nervous system by forming synapses (both chemical and electrical).  
In an animal body, nearly all the cell membranes are electrically polarized, i.e., there exists 
a voltage difference between the intracellular and extracellular medium of the cell. This 
voltage difference is known as the membrane potential. The cell membrane is a lipid bilayer 
with large protein molecules embedded in it. These large protein molecules are ion pumps, 
and special type of ion channels called voltage-gated ion channels and ligand-gated channels. 
In resting or steady state when these channels are closed the cell has a potential of -70mV. 
However, with the arrival of a neural signal, these channels rapidly open causing influx and 
efflux of various ionic species of sodium, potassium, and calcium. This, in turn, affects the 
membrane potential to rise rapidly and fall in a short time interval. At the cellular level, the 
dynamics of the ion channels is controlled by ligands known as neurotransmitters. The 
excitatory neurotransmitters increase the cell membrane potential, in other words, 
depolarizes the cell membrane with respect to the extracellular medium and inhibitory 
neurotransmitters decrease the membrane potential or hyperpolarize the membrane 
potential. This rapid rise and fall in membrane potential are known as an action potential, 
also known as a spike. Alan Lloyd Hodgkin and Andrew Huxley were the first to explain the 
ionic mechanisms underlying these rapid changes in the membrane voltage of neurons 
(Hodgkin & Huxley, 1952). Unlike graded potential which depends on the intensity of the 
stimulus, the action potential is an “all-or-none” event which requires the membrane 
potential to exceed a certain threshold and is independent of the stimulus intensity. The 
action potential is initiated at the axon hillock and propagates along the axon. On reaching 
the axon terminals the action potential effects the release of neurotransmitters thereby 
passing on information to the adjacent neurons in the neural network.  
In signal transduction, an external signal (light) results in fluctuations of membrane 
potential by opening and closing different ion channels. These changes in voltages result in 
depolarization of the axon hillock which initiates an action potential. However, not all the 
neurons convert their external signals into action potentials. Instead, they may convert the 
signal to graded potentials by modulating the release of a neurotransmitter, which may 
stimulate downstream neuron(s) into firing an action potential. One such classic example is 
the retina. In the retina, the photoreceptors on receiving light signal cause a graded potential 
(by releasing glutamate) in downstream neurons like bipolar cells and horizontal cells which 
in turn generates an action potential in the ganglion cells and some displaced amacrine cells 
which then propagates information to the brain via the optic nerve. 
1.1.2 From light to perception- “What the eye tells the brain1.” 
 1.1.2.1 The human eye 
The visual system is a complex yet remarkable piece of evolution, which demonstrates the 
architectural wonder of the entire anatomy of the species. The first point of entry of light 
signals is the eye. The functionality of an eye is in similar lines to a camera (Figure 1.1A). 
Just as a camera requires a lens and a film to produce an image of the outer world, the eyes 
function as a natural camera to capture and refract light enabling us to perceive our worldly 
surroundings. The light first enters the eye via a thin membrane in front of the eyeball known 
as the cornea. The cornea performs a dual purpose role of protecting the eye and refracting 
the light as it enters the eye. Further, the iris and the lens in the eye work like the aperture 
and objective of the camera respectively, limiting the amount of light entering the eye. Apart 
from controlling the amount of light entering the eye, the lens also serves an additional 
purpose. Unlike the camera lens which is fixed in shape, the lens of the eye can change its 
shape and size. The lens is attached to the ciliary muscles. These muscles can relax and 
contract thereby changing the shape of the lens. Therefore, by carefully adjusting the lens 
shape, the ciliary muscles assist in producing a fine-tuned image to the back of the eyeball. 
The image is projected onto the retina, lining the back of the eyeball, which is equivalent to 
1 “What the frog’s eye tells the frog’s brain”- Lettvin  et al. (1959) 
  
the film of a camera. The retina captures the image by registering tiny photons of light and 
converting them to electrical signals to be interpreted by higher-order parts of the brain  
(Figure1.1B). 
 
Fig 1.1: Schematic of human eye and similarity with the camera. A) functional similarity 
between the camera and the eye. Just as the film of the camera captures the image and is developed to 
generate a processed image, the retina acts as a film and captures the outside world image and sends 
the processed signal to the brain for further interpretation. B) The light signal enters the eye via the 
cornea and iris and is focused onto the retina by the lens. (Image in A is a “copyleft” image from -The 
brain from top to bottom site written and maintained by Bruno Dubuc. The image in B from American 
Optometric Association, Copyright Peter Junaidy, Image ID-24992479) 
 
1.1.2.2 Organization of the retina and visual perception  
Although the visual pathway begins at the surface of the cornea, the retina is where the first 
step of visual information processing occurs leading to visual perception.  
Since the 19th Century, the retina has been extensively studied both anatomically and 
functionally. One of the pioneers who tried elucidating the structural organization of the 
retina was Santiago Ramon y Cajal in 1900 using the Golgi staining method (Piccolino 1988). 
One of the main reason retina was an exemplary model for investigation was due to its 
development from the central nervous system. Because of this, it shares structural and 
functional similarities to the brain, making it a suitable model to investigate various cortical 
aspects like blood-brain barrier, laminar organization, immune response to injury and so on 
(London  et al., 2013).  
The retina is a thin, transparent tissue which lines the back of the eyeball. It is highly 
organized and is structured in distinct layers with over 50 different types of cells (Figure 1.2). 
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These cells can be divided into five main cell types: photoreceptors, bipolar cells, horizontal 
cells, amacrine cells and ganglion cells (Masland 2001). As the mammalian retina is inverted, 
with the photoreceptors layer entirely at the back of the eye and ganglion cell layer facing 
the vitreous humor, the incident light propagates through all the retinal neurons before it is 
transduced into neural signals.  
The tiny photons of light, upon hitting the retina, are detected by the photoreceptors (PR)- 
rods (in peripheral vision) and cones (in central vision) which form the outer segment (OS) 
and inner segment (IS). The retinal pigment epithelium (RPE) provides nutrition to the 
photoreceptors and helps to recycle the OS of the photoreceptors. The nucleus of the PR forms 
the outer nuclear layer (ONL) and the nuclei of bipolar cells (Bi), horizontal cells (H) and 
amacrine cells (A) form the inner nuclear layer (INL). Dividing these nuclear layers are the 
two synaptic layers where synaptic connection occurs, i.e. the outer plexiform layer (OPL) 
and the inner plexiform layer (IPL). The OPL is where the photoreceptors synapse onto the 
dendrites of the bipolar cells. At this synapse, there is lateral integration and feedback to the 
PR from the broad dendrites of horizontal cells (Thoreson et al. 2008). The IPL consists of 
synapses from multiple, parallel bipolar cell 
axons on to the ganglion cells(G) which form the 
ganglion cell layer (GC). Furthermore, there are 
synapses from amacrine cells which mediate 
lateral interactions and modulate the functional 
input to the GCL (Rodieck 1998). The ganglion 
cell generates action potentials which relay the 
visual information to the brain via its axons (Ax) 
which constitute the optic nerve (Dacey 2004). 
  
Fig 1.2: Laminar organization of the 
mammalian retina: The incident light (in yellow 
arrow) is transduced at the photoreceptors. The 
transduced signal is processed by the various neurons 
of the retinal layers. The preprocessed visual signal is 
digitized and sent to the brain via axons of the 
ganglion cell (red arrow) which form the optic nerve. 
See texts for an explanation of initials. (https://commons.wikimedia.org/wiki/File:Retina.jpg, 
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Adapted from Peter Hartmann, Wikipedia image, Retina Layers, 2007, GNU Free Documentation 
License ) 
 
Each eye carries a different perspective of the visual field, thus sending different information 
via its optic nerve. In the optic chiasm, some axons undergo decussation, i.e. cross over to 
provide information of the opposite visual field while some axons do not cross, and together 
these axons proceed via the optic tract and project to the lateral geniculate nucleus (LGN) in 
the thalamus (Dacey  et al., 2003). The visual information is then relayed further to the 
primary visual cortex, V1 in the occipital lobe via projections know as optic radiations. This 
pathway of visual information is also known as the geniculostriate pathway and is 
primarily responsible for conscious visual perception (Figure 1.3). The V1 further relays 
information to other parts of the brain responsible for complex visual processing (Koch 2004).  
 
Fig1.3: Schematic 
representation of visual 
pathway for conscious 
visual perception: The 
information from each eye is 
relayed to the lateral 
geniculate nucleus (LGN) 
where the signals are 
correlated in space and 
time. Further, these signals 
are relayed to the visual 
cortex, V1 which performs 
higher order processing of 
the visual signals. 
(Image source- 
antranik.org, Function of 
the optic nerve. http://antranik.org/peripheral-nervous-system-cranial-nerves/). 
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1.1.3 Blindness and the effects on the visual system 
 1.1.3.1 Epidemiology of blindness 
According to the World health organization (WHO), a worldwide estimation of visually 
impaired people is around 285 million. Of these visually impaired people, 39 million people 
are blind while the remaining 246 million people suffer from low-vision impairment( Lorach  
et al., 2013; Mariotti S., 2012) Of the 39 million people suffering from blindness, cataract 
accounts for 51% of it (Figure 1.4). Although, there are effective treatments for cataracts, due 
to the sizeable socio-economic barrier in the underdeveloped countries the access to treatment 
is very limited. The remaining causes of blindness are glaucoma and diabetic retinopathy 
accounting for a total of 9% and additional 9% is accounted for diseases with retinal 
degenerations such age-related macular degeneration (AMD) and retinitis pigmentosa (RP).  
 
 
Fig 1.4: Global causes of blindness: The 
pie chart represents the various diseases 
accounting for the 39 million people suffering 
from blindness. Retinal degeneration 
diseases like AMD and RP account for 9% of 
the blindness cases. Data provided by WHO. 
(Image source- Lorach  et al. 2013, reprinted 
with permission) 
 
1.1.3.2 Retinal degenerations -AMD and RP 
The leading cause of incurable blindness in developed nations today is a broad category of 
inherited retinal degenerations [Goetz 2016]. Two of the primary diseases in this category 
are retinitis pigmentosa (RP) and few forms of age-related macular degeneration (AMD). 
Around four million people suffer from these blinding diseases, with estimated worldwide 
prevalence rates of 1 in 4000 each for AMD and RP (Hamel, 2006; Hartong  et al., 2006; 
Resnikoff  et al., 2004; Mariotti S. 2012). In these diseases, retinal photoreceptors cease to 
transform incident light into neural signals eventually leading to blindness. However, the 
cellular layering of inner retinal neurons is still preserved with moderate physiological and 
morphological changes until very late stages in the degeneration process (Gargini  et al., 
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2007; Jones  et al., 2016; Mazzoni  et al., 2008). This remaining inner retinal circuitry makes 
them prime target candidates for retinal prosthetics. 
 
Age-Related Macular Degeneration (AMD) 
Age-related macular degeneration (AMD) is a medical condition which affects older patients 
typically after the age of 60. AMD primarily affects the central area of the visual field called 
the macula, leaving the peripheral vision relatively intact (Figure 1.5B). The macula 
predominantly contains cones which assist in high visual acuity. Therefore, people suffering 
from AMD have difficulties with tasks which require high visual acuity such as reading, facial 
recognition, and color vision. However, with the use of peripheral vision, they can navigate 
without the use of mobility aids. With the progression of AMD, there is an accumulation of 
cellular debris, called drusen, in the macula, between the retinal pigment epithelium (RPE) 
and the choroid which grows over a given time. AMD can be broadly classified into Dry and 
Wet AMD. Dry AMD accounts for most of the AMD cases. In dry AMD, the central visual 
field begins to atrophy with thinning and depigmentation of RPE. This condition is knowns 
as Geographic Atrophy and results in scotoma (Ambati & Fowler 2012).  
In the wet form of AMD, the vision loss occurs due to neovascularization of the choroid 
through the Bruch’s membrane into the retina. Currently, there exists treatment for wet 
AMD, in which the anti-angiogenic drugs like ranibizumab, can block the signaling pathway 
of the Vascular Endothelial Growth Factor (VGEF) and thereby prevent the formation of the 
choroidal neovascularization (Brown  et al., 2006). The dry form of AMD which accounts for 
the majority of AMD cases has no available treatment options. However, recently a retinal 
prosthetic group from California  ̶ Second Sight, implanted Argus (II) epiretinal system in a 
clinical trial of five patients with advanced dry AMD. Although, theoretically the prosthetic 
vision could take advantage of the slow progression of disease after the loss of central vision, 
it is yet to be demonstrated that the prosthetic system could significantly increase the quality 
of vision. 
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Fig 1.5: Illustration of visual field loss during retinal degeneration: A) Original scene as seen 
by people with normal vision. B) The same scene seen by an AMD patient with loss of central vision. C) 
The same scene seen by patients with late stage RP with complete loss of peripheral vision - tunnel 
vision. (Image source- NEI, NIH public image can be reused) 
 
Retinitis pigmentosa  
Retinitis pigmentosa is an inherited degenerative disease which is characterized by 
progressive loss of photoreceptors. Unlike, AMD manifestation of RP is independent of age 
and can be diagnosed anywhere from childhood to late adulthood. One of the peculiarities of 
RP is that, as many as 50 genetic mutations can cause the RP phenotype, thereby limiting 
the treatment options (Wang  et al., 2005). RP primarily begins with the death of rod 
photoreceptors in the periphery followed by the loss of cone photoreceptors. With disease 
progression, the patients initially suffer from tunnel vision (Figure 1.5C) and nyctalopia-
commonly known as night blindness. Later, vision loss progresses to the central visual field 
with the loss of cone photoreceptors ultimately leading to complete blindness.  
 
1.1.4 Current approaches to sight restoration 
The intact inner retinal circuitry provides a therapeutic window for multiple strategies for 
vision restoration in patients suffering from retinal degenerative diseases. These approaches 
range from electronic visual prostheses to various biological approaches like gene therapy, 
stem cells, neuroprotection, and optogenetics.  
1.1.4.1 Biological Approaches 
Neuroprotection:  
It has been demonstrated in preclinical studies that electrical stimulation using 
corneal electrodes like DTL (Dawson Trick Litzkow) can slow the progression of retinal 
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degeneration. These electrodes, when stimulated at high frequencies for a relatively extended 
period, release endogenous growth factors like ciliary neurotrophic factor (CNTF) and brain-
derived neurotrophic factor (BDNF) (Tao  et al., 2016). These growth factors have been shown 
to slow down photoreceptor loss and promote their cellular function. In studies from RP 
patients, such corneal electrostimulation once a week has shown a significant increase in the 
size of the visual field (Schatz  et al., 2011). Although these devices have received regulatory 
approval, further studies are required to gauge the success of this method. 
 
Gene therapy: 
Gene therapy is a technique of transferring a therapeutic gene in place of a mutated gene, 
responsible for encoding a specific type of protein using viral or non-viral vectors (Bennett 
2013). This process of gene therapy is also known as gene augmentation. In syndromic and 
non-syndromic RP like Leber’s congenital amaurosis (LCA) and Usher syndrome 
respectively, gene therapy techniques have been shown to deliver genes encoding proteins 
like RPE65 that are mutated in retinal degeneration into the subretinal space of the eye 
(Bennett  et al., 2016). The primary goal is to restore the normal functioning of the protein, 
thereby slowing or halting the process of degeneration. After successful preclinical studies in 
a dog model of LCA (Acland  et al., 2005). Gene therapy has shown promising results in 
patients with LCA2 mutation (Grob  et al., 2016). Although with the phenomenal success 
achieved with LCA patients, gene therapy can trigger an unwanted immune reaction, 
infection from virus injections and in some cases cause tumors, therefore subjecting it to 
intense regulatory scrutiny (Maguire  et al., 2008). 
 
Stem cell therapy 
Stem cell therapy aims at differentiating embryonic stem cells (ESCs) into new 
photoreceptors cells when introduced into the subretinal space (Schwartz  et al., 2015). These 
differentiated cells have been shown to restore some light sensitivity in blind mice and in 
some mice, have shown an increased visual acuity. Furthermore, these transplanted 
photoreceptors have demonstrated the possibility of treating scotomas (MacLaren  et al., 
2006).  
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Optogenetics  
Optogenetics is a technique in a which light-sensitive ion channel of the opsin family is 
delivered to the neurons like bipolar cells (Lagali  et al., 2008), ganglion cells (Nirenberg & 
Pandarinath 2012) and in some cases surviving photoreceptor somas (Busskamp  et al., 2010) 
by gene therapy. Further, these light-sensitive ions are activated by an external light source, 
resulting in the switching on of the neuron.  
Although there exists convincing proof of principle for this technique, the amount of light 
required to activate these probed neurons is very high and can result in cytotoxicity of 
remaining neurons. Since this technology relies on irreversible genetic modification ̶ in 
similar lines to gene therapy, it is subject to intense regulatory scrutiny.  
While optogenetics, gene therapy, and stem cells hold promising treatment for restoring 
vision in blind patients in the future, the systems currently being used in clinics, rely on 
extracellular electrical stimulation of the visual system to produce visual percepts. The 
following section briefly describes the various visual prostheses presently being developed, 
with a primary focus on three retinal implant designs which are currently in clinical trials. 
1.1.4.2 Electronic visual prostheses 
Visual prostheses aim at restoring vision in blind patients by attempting to recreate healthy 
light-driven neural activity in the remaining portions of the visual system. In 1755, Charles 
Le Roy was the first to apply electrical stimulation to produce visual sensations (phosphenes) 
in the eye of a blind man (LeRoy 1755). From that point onwards, various strategies of 
electrical stimulation have been investigated to restore visual perception. The visual system 
can be electrically stimulated at different locations in the visual pathway (Figure 1.6). The 
first point in the visual system, the retina can be stimulated when most of the inner retinal 
circuitry is preserved to transfer relevant information to the brain via optic nerve (Ayton  et 
al., 2014; da Cruz  et al., 2013b; Zrenner  et al., 2011). The second stimulation location is the 
optic nerve which is a bundle of dense nerve fibers (Brelén  et al., 2005; Delbeke  et al., 2003; 
Veraart  et al., 2003, 1998). And finally, it is possible to directly stimulate the higher order 
machinery such as the lateral geniculate nucleus (LGN) (Bourkiza  et al., 2013; Pezaris and 
Eskandar, 2009; Pezaris and Reid, 2007) and the visual cortex (Dobelle, 1994; Dobelle  et al., 
1974; Fernández  et al., 2002; Maynard  et al., 1997; Srivastava  et al., 2009). These locations 
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are preferable when there is significant trauma to the retina or the optic nerve. To allow for 
a degree of focus, the following section will only elaborate the various locations of the retinal 
implant, its advantages and disadvantages and the critical commercial players undergoing 
clinical trials. 
 
 Fig 1.6: Schematic representation of 
electrical stimulation targets in the visual 
pathway: Small array of electrodes can be 
implanted in the retina to stimulate the 
remaining retinal circuitry (RGCs) to elicit 
visual percepts (phosphenes). The dense axons of 
the RGCs which form the optic nerve can be 
stimulated using “cuff “electrodes and in some 
cases penetrating electrodes. The LGN can be 
stimulated using deep brain stimulation 
electrodes or “tufts” of microelectrodes. Lastly, 
the visual cortex can be stimulated using 
surface electrode or penetrating microelectrodes 
as shown. (Image adapted from (Lewis  et al., 
2015) with reprint permission)  
 
Retinal Implants 
 The first ever retinal prosthesis for the blind was proposed by Tassicker in 1956. It consisted 
of a light-sensitive photodiode cell placed in between the choroid and the retina to treat 
patients with large central scotomas (Tassicker, 1956).Within the retina, multiple electrode 
configurations have been investigated and can be broadly classified into three categories 
depending on where in the patient’s eye they are implanted ̶ epiretinal, subretinal and 
suprachoroidal. 
Epiretinal 
The epiretinal approach targets the retinal ganglion cells (RGCs) primarily. In the epiretinal 
implant, the electrode array is placed in between the vitreous humor and the retina, 
primarily on top of the axons of the RGCs (Figure 1.7). In such devices, typically the glasses-
mounted camera collects light signals and passes them to a microchip either within the 
glasses or carried by the user. Further, the processed signal from the microchip is transmitted 
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to the array which in turn stimulates the RGCs (Dagnelie  et al., 2006; Humayun  et al., 2012, 
2003).  
Due to its proximity to the vitreous, the heat dissipation due to electrical stimulation is 
relatively better in comparison to subretinal implants (Fernandes  et al., 2012). Another 
advantage of epiretinal implants is that the signals are pre-processed before they reach the 
implant. This allows optimization of the signal’s quality, which may lead to improved visual 
perception. However, the above point can act as a disadvantage as this increases the demand 
for sophisticated algorithms for image processing which requires complete knowledge of the 
retinal code which is not yet well understood. Further, due to the proximity to the axons, 
electrically stimulating the array, could potentially distort the retinotopy of the visual 
percepts (Behrend  et al., 2011; Eckhorn  et al., 2006). 
Subretinal 
The subretinal approach to retinal prosthetics targets the retinal network, primarily the 
inner nuclear layer of the retina (surviving bipolar cells). In subretinal implants, the array 
of electrodes is inserted in the subretinal space, where the photoreceptors are lost (Figure 
1.7). While the epiretinal implants aim at reintroducing the natural visual code into the 
RGCs, subretinal implants instead deliver input to non-spiking inner retinal neurons and 
rely on the conversion of these signal into spiking of the ganglion cells via synaptic 
transmission of the retinal neural network. The current subretinal prostheses use hundreds 
to thousands of microphotodiodes attached to microelectrodes. When light enters the retinas, 
these photodiodes are stimulated, resulting in an electrical pulse which excites the retinal 
cells (Loudin  et al., 2007; Zrenner, 2013, 2012; Zrenner  et al., 2011). Most of the subretinal 
implants do not require the external electrical source to generate electrical pulses. However, 
the incident light on the photodiodes being insufficient for stimulation, external handheld 
power supply (Zrenner  et al., 2011) or an intense light source (Adekunle  et al., 2015; 
Mathieson  et al., 2012) is an additional requirement for these implants.  
There are multiple advantages of this approach. First, the good contact between the 
electrodes and the bipolar cells facilitates long-term implant stability (Palanker  et al., 2004). 
Second, as the electrode to neuron distance is much better controlled for subretinal implants, 
they tend to have lower thresholds and reduced current spread which in turn allows for a 
greater spatial resolution. Third, as they rely on the inner retinal neurons to transfer neural 
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signals to the ganglion cells, they could preferentially activate the ON and OFF pathways. 
Considering that the ON and OFF bipolar cells have different stratification depth in the inner 
plexiform layer (IPL) (Gerhardt  et al., 2010) and different calcium channel subtypes 
(Freeman  et al., 2011a), variable parameters like electrode diameter, stimulation frequency 
and duration could be employed for selective activation. The main disadvantage of this 
approach is that as the retina degenerates, it undergoes significant reorganization and since 
these implants rely on the remaining retinal network to relay visual information, it will be 
necessary to account for such remodeling (Marc  et al. 2003) which is extremely challenging. 
Suprachoroidal 
In the suprachoroidal approach, the implant is placed between the choroid and the sclera 
(Figure 1.7). One of the major advantages of this approach in comparison to epi- or subretinal 
prostheses (Fujikado  et al., 2011; Sakaguchi  et al., 2004; Shivdasani  et al., 2014), is that 
with this location the surgical placement is less technically challenging and does not pose 
any major risk to the retina. Further, the percepts from such implants also have shown to be 
retinotopically aligned. However, due to the 
considerable distance between stimulating 
electrodes and the retinal neurons (250-400µm 
away), the spatial resolution could be potentially 
compromised. Further, the large distance, could 
increase the stimulation threshold which might 
pose problems for long-term safety (Nayagam  et 
al., 2014; Shivdasani  et al., 2014). 
Fig 1.7: Schematic representation of location of 
different retinal implants: (A) Epiretinal (B) 
Subretinal (C) Suprachoroidal. In epiretinal implants, 
an external camera sends a signal to the array placed 
on the nerve fibers of the RGCs. In subretinal implant, 
the photodiodes are positioned in the subretinal space, 
where photoreceptors are lost. They are stimulated with 
incident light which transfers signal to the electrode for 
stimulating the retinal neurons. The suprachoroidal 
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implant is placed in between the sclera and choroid. (Image source-Zrenner E. 2013, reprint with 
permission) 
 
Implants undergoing clinical trails 
The Argus II epiretinal implant system  
 
The Argus II, was developed by Second Sight 
Medical Products (Sylmar, California, USA) and 
is currently the most advanced among the 
various epiretinal prosthetic system available to 
blind patients with retinitis pigmentosa (RP) 
and age-related macular degeneration (AMD). 
Argus II received European approval (CE mark) 
in 2011 for commercial use in Europe. It is the 
only prosthetic device which is currently 
approved for commercial use by the FDA 
(received in the year 2013). 
 It consists of a camera mounted spectacle frame 
which captures the external visual scenes and 
sends it to the video processing unit (VPU) for 
image processing. The processed image is sent 
to a radio frequency (RF) antenna that 
transmits the processed data wirelessly to an 
intraocular implant coil ̶ which has a receiving 
antenna (Figure 1.8). The delivered signals 
are decoded and processed inside the implant 
or capsule, before being distributed over the 60 
stimulating electrodes by means of an 
intraocular cable (Humayun  et al., 2012). The 
stimulating electrodes are positioned above 
the nerve fibers of the retinal ganglion cells by 
means of a tack, and directly activate the 
ganglion cells to elicits phosphene in patients.  
Fig 1.8: Argus II epiretinal implant: A) 
External image of the Argus II implant 
consisting of a camera mounted on a spectacle 
frame, a RF coil and a video processing unit 
(VPU) with rechargeable battery (B) 
Implanted portion includes 60 electrodes, an 
electronic case or capsule for receiver 
electronics and implant coil to receive the 
processing signal. (Image source-Humayun et 
al 2012, reprint with permission) 
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Clinical outcome -The Argus II has now been implanted in over 100 patients worldwide, with 
a best reported visual acuity of only 20/1260 (Ahuja  et al., 2011; da Cruz  et al., 2013a; 
Humayun  et al., 2012; Yue  et al., 2015). As stated above, the presence of nerve fiber layer 
(axons of the RGCs) distorts the retinotopy of the visual percepts due to axonal stimulation, 
in turn affecting the visual acuity and the thresholds (Ahuja  et al., 2013). Additionally, in 
the Argus II system, the visual information sent to the implant is unrelated to the eye 
position. Therefore, unlike subretinal implants, which use their natural eye movements to 
scan a visual scene, epiretinal implant patients rely on head movements to scan and refresh 
images. 
 
The Alpha IMS Implant 
In parallel to Second Sight, the subretinal implant, Alpha-IMS system (Rothermel  et al., 
2009) was initiated in Germany by Retina Implant AG (Reutlingen, Germany). The Alpha 
IMS was originally developed by a consortium at the Universities of Tübingen and Stuttgart. 
The stimulation electrodes of the subretinal implant are placed in the subretinal space, where 
the entire photoreceptor layer is lost and are in proximity to the bipolar cells of the inner 
retina (Zrenner  et al., 2011). The implant contains a 3.0 X 3.0 mm2 CMOS-chip with 1500, 
72 X 72 μm2 stimulating pixels. Each pixel is made up of a 30 X 15 μm2 photodiode and a 
titanium nitride electrode (50 x 50 μm2). The return electrode is common to all the electrodes 
in the implant and is located far from the stimulating electrodes. The electronic circuits in 
the chip are powered by a subdermal receiver place behind the ear. This receiver receives 
power and control signals wirelessly via a transmitter antenna which is held in place via a 
subdermal magnet. The power and control signals are generated by a handheld box which is 
carried by the patients. The signals from the subdermal receiver box is sent via a subdermal 
cable leading to the eyeball, ending in a thin subretinal foil carrying the implant chip (Figure 
1.9). The signal (image) is analyzed, amplified and is forwarded to the bipolar cells of the 
inner retina. From there, the neuronal network of retinal ganglion cells processes the signal 
normally and forwards it to the visual cortex for interpretation. 
Clinical outcome- The Alpha-IMS chip received CE mark in 2013 for commercial use in 
Europe and is currently under review for FDA approval. Clinical trials of the implant have 
demonstrated to date the best visual acuity of 50/550 in a single patient. The rest of the 
patients have visual acuities worse than 20/1000 which is currently the best among all the 
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existing prosthetic devices. The patients with this system could identify, discriminate, and 
localize objects and some could also read large fonts (Stingl  et al., 2015, 2013a, 2013b, 2013c; 
Stingl and Zrenner, 2013; Wilke  et al., 2016; Zrenner  et al., 2011). Currently, the next 
generation implant Alpha AMS is being implanted in the patients. The device is CE certified 
and has improvements in hardware from the previous Alpha IMS implant (Stingl et al. 2017). 
Fig 1.9: Alpha IMS subretinal 
implant: The upper panel shows the 
entire implanted electronic component 
starting from the chip in the eye to the 
subdermal electronics placed behind 
the ear. The middle panel is a 
magnified image of the implant chip 
containing 1500 light-sensitive 
photodiodes, amplifiers, and electrodes 
that are placed in the region of the 
retina where photoreceptors have been 
lost. The lower left panel shows the 
relative placement of the electronic 
implant seen under an X-ray. The lower 
right panel shows the patient holding 
the handheld device which controls the 
power and signal which is transmitted 
via an antenna to the receiver 
wirelessly. (Image source-Zrenner E 
2013, reprint with permission) 
 
Bionic Vision Australia and the suprachoroidal approach 
The suprachoroidal implant is spearheaded by Bionic Vision Australia. It consists of an intra-
ocular array of 33 platinum stimulating electrodes (30 X 600 µm and 3 X 400 µm) and three 
return electrodes. Of these 33 electrodes, 20 electrodes could be stimulated individually and 
remaining 13 electrodes in the outer ring could be used for hexagonal stimulation (Abramian  
et al., 2011).  
Clinical outcome - to date this device has been implanted in three patients (Ayton  et al., 2014; 
Leung  et al., 2015). All three patients reported perceiving phosphenes, and the electrodes 
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remained functional over the 12-months trial. However, the visual acuity ranged from 
20/4,000 to 20/20,000 which was well in the region of ultra-low vision. 
 
1.1.5 Understanding responsiveness of RGCs to electrical 
stimulation  
To develop effective modes of electrical stimulation, it is necessary to have an in-depth 
understanding of the responses of the RGCs to the existing electrical stimulation strategies. 
Currently, two types of stimulation principles are possible with the retinal implant (both 
epiretinal and subretinal)- direct and indirect activation of the ganglion cells.  
 
Direct activation of RGCs. 
When the electrical stimulus acts directly on the ganglion cell, without stimulating the 
retinal network, such activation is known as direction activation of RGC. Typically, direct 
activation elicits a single action potential for a single electrical pulse, i.e., one spike per pulse 
(Ralph J Jensen  et al., 2005; Jepson  et al., 2013; Sekirnjak  et al., 2006). It is common for an 
epiretinal implant to elicit direct RGC spike, however it was surprising to see that the RGC 
spikes could be evoked subretinally (Tsai  et al., 2012), given that, the distance between the 
stimulating electrode and the RGCs was around 300 µm, which is equivalent to the entire 
retinal thickness (Grover  et al., 2010). These direct responses can be characterized by various 
parameters. Below, few of them have been described: 
1. Threshold- The region of the ganglion cell which is most sensitive to direct 
activation is the initial segment of the axon (Sekirnjak  et al., 2006). It has been shown 
that the threshold for stimulating spike in this region (axon initial segment, AIS) is 
the lowest (Fried  et al., 2009, 2006; Jepson  et al., 2013). Considering, that the direct 
RGC spikes arise from this segment, the threshold (stimulus amplitude) to activate 
the RGCs will be low (Jeng  et al., 2011). Furthermore, these spikes have a higher 
sensitivity to shorter stimulus duration (i.e., chronaxie 0.1-0.4 ms,(Jensen  et al., 2003; 
Ralph J Jensen  et al., 2005; Sekirnjak  et al., 2006). It has been shown from other 
studies that the chronaxies for the axons are comparatively shorter than soma 
(Tehovnik  et al., 2006), suggesting that this short integration time found in RGC is 
likely the result of spikes being initiated at the AIS and not the soma.  
P a g e  | 36 
 
 
2. Polarity- When stimulated epiretinally, the thresholds for direct activation are 
lower for a cathodic pulse and higher for anodic, whereas it is vice-versa for subretinal 
stimulation. This could be due to the higher concentration of Na channels (“sodium 
band” over the region of RGCs near the axonal initial segment (Boinagrov  et al., 2014; 
Fried  et al., 2009; Jeng  et al., 2011; Ralph J Jensen  et al., 2005) 
3. Latency- In response to electrical stimulation the direct RGC spikes have a shorter 
latency (< 2ms, Sekirnjak, et al 2006). 
4. Temporal resolution- One of the most significant advantages of direct activation 
is that the elicited spikes can follow very high frequencies (50-500Hz). (Fried  et al., 
2006; Sekirnjak  et al., 2006)and in some cases few kilohertz (Cai  et al., 2013; Freeman  
et al., 2010; Twyford  et al., 2014)Thus, direct RGC spikes can achieve a very high 
temporal resolution. 
5. Spatial resolution-The activation of the passing axons of the RGCs increases the 
threshold in comparison to the threshold of axon initial segment (Freeman  et al. 
2010). Further, the passing axons also distort spatial resolution which is often 
reported by patients with epiretinal implant (Humayan  et al. 2003, 2012).  
 
Indirect activation of RGCs. 
Indirect activation of ganglion cells otherwise known as network-mediated activation arises 
through activation of neurons presynaptic to the ganglion cell. On electrical stimulation, 
these presynaptic neurons modulate their levels of synaptic release (neurotransmitter) which 
elicits spiking in the RGC. Unlike direct activation, where a single spike is elicited in 
response to a single pulse, the response to indirect activation of RGC consists of bursts of 
spikes (Fried  et al. 2006). The above parameters used for characterizing the direct RGC 
spikes can also be used to describe the responses from indirect activation of the RGC. 
1.Threshold- The strength-duration relationship of the indirect responses yields a 
significantly longer chronaxie (10-15 ms) in comparison to the direct RGC response 
(0.1-0.4 ms) (Jensen  et al., 2005). This implies that to elicit network mediated RGC 
spikes; the stimulus pulse should be longer (1 – 4 ms) (Im & Fried 2016; Im & Fried 
2015) to lower the threshold for stimulation (stimulus amplitude).  
2. Polarity- When stimulated subretinally, the thresholds are lower for anodic pulse 
than cathodic. Whereas for epiretinal stimulation, the thresholds for network 
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mediated stimulation are lower for cathodic pulse than anodic. One probable reason 
for such preference could be due to the higher density of ion channels in the bipolar 
cell axons (activated during depolarization) (Boinagrov  et al., 2014; Lorach  et al., 
2015).  
3. Latency- In response to electrical stimulation, indirect responses have a latency 
ranging from 5ms - 50ms, arising from the inner nuclear layer. In some cases, the 
indirect RGC spikes could result from photoreceptors stimulation, which has a longer 
latency (>50ms) (Boinagrov  et al. 2014, Mandel  et al., 2013). 
4. Temporal resolution- Unlike direct RGC spikes which can follow high-frequency 
stimulation, the responses from indirect activation of RGC tend to desensitize 
(Freeman and Fried, 2011; Jensen and Rizzo, 2007; Ryu   et al., 2009a; Yue  et al., 
2016). This limited temporal resolution has been reported in patients, where under 
continuous stimulation of the implant the visual percept tends to fade.  
5. Spatial resolution- Due to the stimulation of the bipolar cells (primary target of 
the indirect activation), the spatial resolution of these indirect RGC spikes are 
comparatively better than the direct RGC spikes. As the bipolar cells serve as a 
vertical antenna with no lateral projecting axons, the spatial resolution is more 
confined (Freeman  et al., 2011b).  
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1.1.6 Scope of the thesis 
The primary goals of the thesis were to gain a better understanding of the electrical 
responsiveness of the RGCs (in healthy and degenerating retinas) to epiretinal network 
stimulation and to explore the spatial-temporal interaction of electrical desensitization in 
mouse RGCs (primarily the healthy retina ̶ used as a standard). For the study, an in vitro 
preparation of a living patch of the mouse retina, was used as a model and placed on a dense 
array of electrodes with ganglion cell side facing the electrodes. This configuration allowed 
us to inject various pattern of voltage and current pulses and simultaneously measure the 
responses from hundreds of RGCs.  
Working towards understanding the electrical responsiveness of RGCs, the first aim of this 
thesis was to establish the optimal stimuli that can activate a majority of RGCs in both 
healthy and degenerating retinas. The optimal stimuli are determined, taking into account 
the variability of RGCs (morphology and heterogeneity of responses), which is often 
undermined while developing suitable stimulation paradigms. The second part of this study 
was to establish the electrical response types and correspond these response types to their 
visual response types, to identify hallmarks for pathway-specific stimulation. 
The second aim of understanding the RGC responsiveness to electrical stimulation was to 
examine the adaptation of visual responses (again in healthy and degenerating retinas) to 
ongoing electrical stimulation and to identify the stimulation-induced changes. These 
stimulation-induced changes if present is crucial and needs to be taken into account while 
designing the stimulation paradigms. 
To realize the final goal of electrical desensitization, we examined the RGC responses to 
electrical stimulation (by delivering current pulses) at different frequencies ( ranging from 
low to high frequency) in healthy mouse retinas. Additionally, to inspect the spatiotemporal 
interaction we injected current pulses with varying interpulse intervals across multiple 
electrodes. Knowledge of such interaction would help in designing arrays (especially dense 
electrodes arrays), which would ameliorate fading of visual percepts to a large extent without 
compromising a lot on the spatial resolution.  
P a g e  | 39 
 
 
 
 1.2 Technical aspects of the thesis 
To have an in-depth understanding of the various biological questions addressed in this 
thesis, it is crucial to comprehend the various technical aspects used to answer these 
questions efficiently. This segment gives an overview of the various technical complexities of 
high-throughput data, and the various measures are taken to address them efficiently. In 
other words, one could treat this section as a troubleshooting guide to achieve good large-
scale data from the retina. 
 I- Large-scale data collection using microelectrode array (MEA):  
Over the past two decades, with the development of MEA, it has become possible to 
understand the various information processing at the level of the neural circuit. MEA 
consists of few tens to hundreds of electrodes which allow recording of neural activity 
from several neurons (like retinal ganglion cells, RGCs) in parallel (Meister  et al., 1994). 
One of the advantages MEA has over other high-throughput data collection techniques 
like calcium imaging is that it can record neural activity which is in the order of several 
Hertz (kilo- Hertz to MegaHertz) which often get filtered during the process of calcium 
imaging. Currently, many groups use MEA to study the activity of RGCs to complex visual 
and electrical stimulation(Eickenscheidt  et al., 2012; Eickenscheidt and Zeck, 2014; 
Gerwig  et al., 2012; Goo  et al., 2011a). In this thesis, I have used planar MEAs (Titanium 
nitride (TiN) electrodes, circular shape, diameters: 30μm on a glass substrate in an 8X8 
square-type grid layout (MCS, Reutlingen, Germany) which record mouse RGC spikes 
from 59 electrodes simultaneously. Further specifications of the MEA system is described 
in detail in Publication 1.  
During the process of data collection, various factors were needed to be considered to get 
reliable RGC responses to both visual and electrical stimulation. They were as follows: 
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Retinal dissection & mounting of the retina on MEA: To obtain good neural 
activity from the RGCs, it was extremely crucial that the process of retinal dissection was 
done efficiently within a short time interval and with the least damage to the retina. Care 
was taken to gently remove all the vitreous to facilitate a better contact to the planar 
electrode array (Figure 1.10). Furthermore, during the process of dissection fresh 
carbogenated (95% O2 and 5% CO2) artificial cerebrospinal fluid (ACSF) was regularly 
provided to maintain the vitality of the retina. During the mounting process, two miniature 
paintbrushes were used to orient and flatten the retina on the MEA reducing the risk of 
damaging the retina and the electrodes of the MEA. In some cases, forceps could also be used 
instead of brushes for mounting the retina. Therefore, a good retinal preparation and 
mounting forms the basis for obtaining high-throughput RGC responses. 
 
Figure 1.10: Retina preparation and mounting. The figure depicts the invitro acute retina 
preparation and mounting over planar MEA for recording. In A) the eyeball was enucleated, and 
the cornea, ora serrata, lens and vitreous body were removed, the retina was detached from the 
pigment epithelium, and the optic nerve was cut at the base of the retina. B) mounting of the 
retina over  MEA. C) shows the mounted retina over a Planar MEA (8x8 array) seen from an 
inverted microscope. (Figure: (a &b)-courtesy of Prof. Dr. Elke Guenther, NMI, Reutlingen). 
 
1. Selection of the retina area for stimulation: 
From previous work (Dhande and Huberman, 2014; Dräger and Olsen, 1981; Jeon  et 
al., 1998) it has been shown that the ganglion cell densities across various species 
vary as a function of retinal eccentricity. In mouse retina, the RGC exhibit a modest 
four-fold decrease in density from the central (near the optic disk) to the periphery. 
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For my experiments, I use retinal halves instead of the whole retina. This decision 
was solely based on sampling more data from the RGCs with minimal usage of 
animals. The retinal halves were cut along the naso-temporal axis into dorsal and 
ventral halves. For most of my recording, I used mid-periphery area of the retina for 
recording the RGC responses to visual as well as electrical stimulation. Therefore, I 
estimated that the area in contact with the electrodes had ganglion cell densities of 
approximately 1000-3000 cells/mm2. Furthermore, the selection of an electrode to 
deliver electrical stimulation to the retina was based on the on proximity to electrodes 
with robust spontaneous neural signals and visual responses to ensure a maximum 
number of recorded neurons (Publication 1).  
2. Stability of RGC responses: 
Over long duration invitro experiments with MEA, it is observed that the 
physiological health of the retina deteriorates. Such deterioration could significantly 
change the characteristic responses of the RGCs to visual and electrical stimulation. 
These changes in the retina could stem from factors like change in temperature and 
pH. Therefore, to ensure the responses of the RGC were stable during the entire 
course of the experiment the temperature of the heating plate below the MEA (with 
the mounted retina) was maintained at 33oC. Further, the bottle containing ACSF 
was maintained at a similar temperature to the heating plate to prevent any form 
of instability in responses due to temperature variations.  
The pH of the ACSF solution was also maintained with constant carbogenation (95% 
O2 and 5% CO2). Controlling these factors ensured a continuous supply of nutrient 
and oxygen thereby enabling stable RGC responses during the entire duration of the 
recording. For my studies, in this thesis, only cells which had stable responsiveness 
during the entire duration of the  experiment (2-3 hours) and showed no signs of 
rundown, were included for further analysis. The stability criteria were indeed 
crucial for isolating good RGC responses and will be further discussed below in the 
Processing of Large-Scale Data section.  
3. Signal to Noise Ratio: 
While recording responses with planar MEA one of the rate-limiting step is obtaining 
a good signal to noise ratio from the RGCs. It is observed that the signals from the 
RGCs are masked due to fragile vitreous humor attached to the retina and dead cells 
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resulting from the process of retinal dissection, thereby resulting in a weak signal to 
noise ratio. Therefore, for overcoming this issue, it was essential to make a tight 
contact between the retina and electrodes to prevent any leaky current resulting in 
poor RGC signals. Once the retina was mounted, with the RGC down on the electrodes 
it was essential to adhere the retina securely on the electrodes during the entire 
course of the experiment. My preliminary standardization experiments with closely 
spaced nylon mesh grids to secure the retina on the electrode yielded a weak signal to 
noise ratio. Therefore, I used a dialysis membrane mounted on a custom Teflon ring 
to press the retina on the MEA (Figure1.11). Due to the relatively high flow rate (4-
6ml/min) of ACSF during the experiment the dialysis membrane not only ensured a 
better contact of the retina to the electrodes but also due to its semi-permeability 
helped in maintaining the retinal vitality. Furthermore, the risk of damaging the 
retina was minimal with the membrane in comparison to the nylon mesh grid. Cases 
where there is noise due to electrical lines (50/60Hz oscillations) or due to the 
perfusion system an additional grounding (preferably with spring clips) could provide 
a better solution. 
Figure 1.11: Signal to Noise 
Ratio. A) Raw voltage traces 
showing weak signal to noise 
ratio obtained from RGCs with 
retina pressed on a planar 
MEA (30μm electrode 
diameter, 200μm inter-
electrode distance) with the 
nylon mesh platinum grid. B) 
Raw traces showing good 
signal to noise ratio obtained 
from the RGCs with the retina 
pressed on the same planar 
MEA with dialysis membrane mounted on a Teflon ring. Post optimization with dialysis 
membrane mounted Teflon Ring enabled a good contact of the retina with the MEA electrodes 
yielding an excellent signal to noise ratio. The red circles encircle RGC activity. 
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II-Processing the large-scale data: 
 Identification of RGC responses 
One of the difficult tasks of collecting such high-throughput data is the requirement for 
developing a stable and semi-automated process for identifying the RGC responses. Before 
analyzing and characterizing these responses, it is extremely crucial to identify each ganglion 
cell response reliably. The output of a ganglion cell is a spike (action potential). Each 
electrode of a MEA can record responses from multiple ganglion cells simultaneously. 
Therefore, it is necessary to develop a robust method which could isolate individual ganglion 
cell responses (often referred as a ‘unit’) from a single electrode. This method is often referred 
to as Spike Sorting. 
In my thesis, I helped establish a robust semi-automated process of isolating individual RGC 
response. Further, I developed a protocol for manually validating these responses based on 
different parameters to classify them as ‘good’ isolated RGC cell response which was included 
in further analysis or ‘bad’ unit which was excluded from the analysis. This process of 
classification was termed as Manual Cell Validation.  
Semi-Automated Data Processing: 
 The semi-automated data processing primarily involved two steps. 
1. Filtering and Detection- The stored raw data were processed using a commercial spike 
sorting software (Offline Sorter, Plexon Inc, Texas, USA). To process the raw data, the 
voltage traces (refer to Figure 1.11) were first filtered with a 12-pole Bessel low pass filter 
with a cut-off frequency of 51 Hz. The Bessel filter was selected due to its uniform phase 
response as a function of frequency and its negligible property to overshoot and ring. For 
fine-tuning the filtering ability, a higher pole of 12 was selected. A cut-off frequency of 
51Hz was chosen to exclude low-frequency local field potentials (LFPs) and electrical line 
noise. Following this, the action potential events (spikes) whose filtered amplitude was 
greater than four standard deviations from the mean were detected. 
 
2. Sorting- The filtered and detected events (spikes) were sorted into clusters with an 
automated spike sorting algorithm – T-Distribution Expectation Maximization. This 
sorting algorithm could assign noise events as well as spikes from up to 5 cells recorded 
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on each electrode to their own separate ‘units’ (Jalligampala  et al. 2017, Sekhar  et al. 
2016). The rationale for choosing this algorithm was that it provides flexible degrees of 
freedoms and due to wider tails, could efficiently handle outliers. 
 
Manual Cell Validation or Data inclusion criteria: 
As a quality control for the automated sorted units, each electrode channel ‘units’ were 
manually inspected and modified as and when necessary. This was so done to minimize Type 
I and Type II errors, i.e. rejecting a true spiking event (false positive) as a noise/artifact and 
retaining an artifact/noise or spike from a different cell as a true spiking event, respectively. 
For a unit (spike train) to be included in the analysis the following criteria need to be met: 
1. The presence of a lock-out or absolute refractory period of 0.8 -1ms (Figure 1.12 #1, 
#2) in the interspike interval (ISI) distribution and auto correlogram, indicating spike 
train is from a single cell and not lumped from multiple cells  
2. The absence of a peak in cross-correlogram with other cells. The presence of the peak 
is an indication of the splitting of the single cell into multiple cells, thereby addressing 
Type II error (Figure 1.12 #2).  
3. A biphasic waveform whose shape is typical of a classic extracellular action potential 
(Figure 1.12 #2). 
4. Stability of the RGC responses (in terms of spike shape and spiking frequency across 
all stimuli) over the entire course of an experiment (Figure 1.12 #2).  
5. Each of these parameters was rated from 1 to 5 (1 being worst and 5 being best), and 
a weighted average (ISI lock out weighted at par with the average of cross-
correlogram, stability, and waveform) was calculated (Figure 1.12 #3). Apart from 
objective classification, there was an additional subjective criterion (as per the 
person’s gestalt impression, independent of the objective ranking) of “keep 0/1” where 
0 is rejecting the unit and 1 keeping the unit. Most of the times the subjective and 
objective criterion were coordinated. 
6. These evaluated scores distribution was plotted as histograms (good unit and bad 
unit) using a custom script written in MATLAB. Looking at the histogram 
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distributions, one could decide the threshold for the cells to be included in further 
analysis. 
7. Following the process of cell validation, the cells to be analyzed tend to have a well-
isolated cluster in their principal component (PCA) space.
Figure 1.12: Cell Validation protocol. 1) The presence of a refractory period (0.8-1ms) in 
the ISI distribution. 2) A well-isolated waveform (in brown), lockout in auto correlogram (unit 
a with unit a), no peaks in cross-correlogram and stability of responses as gauged by the spike 
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shape, count and frequency during the entire course of the experiment.3) Rating the above 
parameters from 1 to 5 (1-worst 5-best) to obtain a weighted average. Independent of these 
rankings, the gestalt impression was also given.  
Following the cell validation, the time stamps of these spiking units were collected with the 
Neuroxplorer software (Plexon, TX, USA) and exported to MATLAB for further complex 
analysis. 
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Chapter 2 
Publication 1- Optimal voltage stimulation parameters for wild-
type and rd10 mouse retinal ganglion cells. 
2.1 Synopsis and framework of the study: 
Many studies have investigated electrical responsiveness and electrical desensitization in 
response to current stimulation, however, only a handful have examined this effect via 
voltage stimulation of the retinal network (Goo  et al., 2011b; Stett  et al., 2007, 2000). 
Therefore, as a preliminary step to understand the aspects of electrical desensitization via 
voltage stimulation, we designed an initial set of paired-pulse stimuli established from earlier 
studies to probe desensitization. Unexpectedly, this attempt to verify previous results of 
others was unsuccessful and revealed significantly more complexity in determining single 
cell response thresholds. Furthermore, earlier studies from both our group and others were 
inconclusive regarding the appropriate voltage-duration combination for a square-wave 
voltage pulse to generate reliable responses from most ganglion cells. Therefore we set aside 
our attempt to validate desensitization (via voltage stimulation) and embarked upon a 
stimulus standardization study in order to identify an optimal stimulus that would elicit 
responses in a maximal number of RGCs.  
Considering results from earlier stimulus standardization studies, one would expect that 
responsivity must plateau after a saturation point has been reached (Ryu  et al., 2009, Goo 
et al. 2011, Stett  et al. 2000). However, we realized that many cells in our study demonstrated 
decreased responses at higher voltages. This would suggest that some RGCs are 
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nonmonotonic - having stimulus-response functions that do not monotonically increase. 
However, realizing that such reduced responses could also result from neural fatigue or 
recording instabilities and our choice of a sequential block paradigm (going from low to higher 
voltages sequentially), we randomized the voltage presentation order. It was seen that 
although stimulus randomization ameliorated fatigue, it unmasked both electrical 
adaptation and nonmonotonicity. Given the reality of nonmonotonicity, it became apparent 
that a stimulus that is just above the threshold for one neuron may be suppressed for a 
different neuron. This conclusion, combined with the weak influence of duration on firing 
rate finally led us to design an experiment to explore the full range of voltage-duration using 
sequential blocks of increasing voltage within which pulse durations were randomized.  
To identify a small set of stimuli capable of driving a majority of neurons within their 
dynamic range, we generated a set of stimuli that sampled the entire duration-voltage space 
ranging from below threshold to just below safe charge injection limits (to exclude the  
possibility of electrolysis and electrode degradation).  
Our primary goal with the present chapter was to systematically investigate the effects of 
multiple waveform parameters on network-mediated responses of the RGC population. 
Although many groups (Boinagrov  et al., 2014; Hadjinicolaou  et al., 2014) have studied the 
effects of electrical waveform parameters on stimulation efficacy for RGCs, the influence of 
these parameters at the population level remains unclear. Furthermore, while investigating 
the influence of such parameters, we found that the variability of the RGC population (due 
to different morphological cell classes and heterogeneity of electrical response patterns) has 
not been well accounted for and in most cases has been excluded from the study (Ryu  et al., 
2010, 2009b). Such exclusions introduce selection bias, which could oversimplify the diversity 
of the RGC population. Therefore, considering such variability, we have developed a novel 
conceptual framework for identifying the optimal stimulus parameters that will activate a 
majority of the RGCs across a multiparametric space. Furthermore, in this chapter, we have 
attempted to clarify some of the conventional conceptual notions of electrical thresholds in 
the current field of retinal prostheses. 
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Supplementary Figures: 
 
S1. Table of cell counts for electrically 
responsive retinal ganglion cell 
response types at 200-283µm distance 
from stimulation electrode. Columns 
represent polarity types. Polarity 
categorization was calculated by separately 
summing all cathodic responses (C) and all 
anodic responses (A) using the normalized 
response surface. From these responses, a 
polarity index (PI) was calculated (A-
C)/(A+C). Cathodic cells responded 
predominately to negative voltage pulses (-1 
<= PI < -0.5), whereas anodic cells 
responded predominately to positive voltage 
pulses (0.5 < PI <= 1). Cells that strong 
responses to both polarities were termed 
cathodic-anodic (-0.5 <= PI <= 0.5). To 
quantify the degree to which responses 
continued to increase with increasing 
voltage a monotonicity index (MI) was 
calculated. The MI was calculated 
separately for each constant-duration, 
voltage response curve and then averaged across the nine durations. For each curve, the peak response 
was identified, and the integral of responses above this peak was calculated. The MI was the ratio of 
this integral to an assumption of pure saturation in which each response above the peak is equal to the 
peak (see schematic). For a monotonic cell that either peak at the highest voltage or saturates, the MI 
would be 1. Non-monotonic were defined as cells with an MI < 0.75 and MI >= 0.75 indicated a 
monotonic cell. All index boundaries were subjectively placed after examination of the index histograms. 
While clear modes were apparent in the distribution of PI, MI appeared to be a continuum. 
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S2 Electrical response profile, for example, non-monotonic, rd10 RGC shown in Fig. 5d. (as 
in Fig. 4) Panels in the left column are positive voltage pulse responses, and right column panels are 
negative voltage responses. (a,b) (top) Spike train dot rastergram showing responses sorted into labeled 
voltage blocks with pulse duration sorted low to high from bottom to top of each block (480 rows in 
total). (bottom) Peristimulus time histogram (PSTH) from all 480 responses binned at 1 ms intervals 
with shaded 10 ms spike exclusion (grey) and 90 ms response integration (pink) periods indicated. (c,d) 
Fixed-duration, voltage response curves calculated from the responses in a and b. (e,f) Fixed-voltage, 
duration response curves. Thin grey bars at the bottom of panels c-f indicate the threshold. Error bars 
were omitted for clarity. 
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S3 Matrix tables of pairwise threshold comparisons and related number of RGCs used in 
Figure 6 (see Methods - Threshold Curves for inclusion criteria). (a,c) Voltage threshold 
comparisons for WT and rd10. Cathodic (-) voltage thresholds (bottom-left half, blue) and anodic (+) 
voltage thresholds (upper-right half, orange) as well as anodic vs. cathodic voltage thresholds (central 
diagonal, grey) are compared for nine (60, 100, 200, 300, 500, 1000, 2000, 3000, 5000 µs) constant-
duration voltage response curves (see Fig. 6a, c). Significant pairwise comparisons (p < 0.05) are shown 
in green with an arrow pointing to the duration with a higher voltage threshold relative to the other 
duration. All significant (green) comparisons support the hypothesis that voltage thresholds for shorter 
durations are higher than voltage thresholds for longer durations. For both WT & rd10, the numbers 
in the top and bottom rows of each table (black) indicate the number of RGCs included in each duration 
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of the response curve. Red numbers indicate the total number of RGCs included in the anodic (+) voltage 
threshold curve and blue numbers indicate the total number of RGCs included in the cathodic (-) 
voltage threshold curve. Purple numbers indicate the total number of RGCs included in all curves for 
that table (including both anodic and cathodic threshold curves). (b,d) Duration threshold comparisons 
for WT and rd10. Cathodic (-) duration thresholds (bottom-left half, blue) and anodic (+) duration 
thresholds (upper-right half, orange) as well as anodic vs. cathodic duration thresholds (central 
diagonal, grey) are compared for six (300, 500, 1000, 1500, 2000, 2500 mV) constant-voltage duration 
response curves (see Fig. 6b,d). Significant pairwise comparisons are shown in green with an arrow 
pointing to the voltage with a higher duration threshold relative to the other voltage. All significant 
(green) comparisons support the hypothesis that duration thresholds for lower voltages are higher than 
duration thresholds for higher voltages. As in a and c; black, red, blue, and purple numbers indicate 
the number of cells that were included in each curve. The absence of arrows in (grey) cells indicates 
that no anodic-cathodic threshold comparisons were significant. 
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2.2 Correspondence of electrical response patterns to 
visual response types 
As a follow up to the above study, we wanted to assess the correspondence between the 
electrical response pattern types – depending upon the monotonicity index and the polarity 
index (monotonic and non-monotonic; cathodic, anodic, and cathodic & anodic respectively) 
and the visual response types (ON, OFF, ON-OFF). For characterizing the visual responses, 
we used full-field flash stimuli (2s ON followed by 2s OFF, without any pause for 80 seconds 
– 20 trials, refer to Stimulation in the Methods section). We interleaved six full-field flash
stimuli blocks within the electrical stimulation blocks. Therefore, we provided in total 120 
trials and characterized the response index across all trials (otherwise known as Bias index 
or ON-OFF index) based on Carcieri  et al. 2003 i.e  
 Bias Index = (Aon  ̶ Aoff)/ (Aon + Aoff), 
where Aon and Aoff , are peak responses of ON and OFF respectively, relative to the baseline. 
Based on the bias indices, an index of > 0.5 to 1 was an ON response, < -0.5 to 1 was an OFF 
response and an index =<0.5 and >= - 0.5 was designated as an ON-OFF response (Carcieri 
et al., 2003). 
2.2.1 Distribution of visual response types for electrically 
responsive RGCs in wild-type(WT) and rd10 
The number of electrically responsive cells (electrode distance 200-283 µm) for WT 
and rd10 retinas was 68 and 174 cells respectively (Table 1 and S1). Of these, all the 
cells in WT retinas responded to full-field flash stimulus, however, in rd10 retina 
seven cells of 174 cells could not be visually classified, thus resulting in a total of 167 
cells which were responsive to the visual stimulus (Table 2.1 and A).  
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Table 2.1 & Fig 2.1 A: Distribution of electrically responsive RGCs into different 
visual response types. The table and stacked percentage bar chart represents the distribution 
of visual response types of RGCs which are electrically responsive at an inter-electrode distance 
of 200-283µm. Each percentage is calculated as (number of cells/total number of cells) * 100.  
 
The percentage of cells with ON-OFF responses were comparatively higher for both 
the mouse strains (62% for WT and 52% for rd10). This observation was in agreement 
with the previous studies in healthy mice retina (Kim  et al., 2010; Zhang  et al., 2012) 
and bullfrog retina (Xiao  et al., 2014). These studies showed that the majority of the 
RGC population function as feature detectors which respond transiently to both onset 
and offset of stimuli (i.e., ON-OFF response) receiving inputs from both ON and OFF 
bipolar cells. For the rd10 retina, all our observations were conducted at intermediate 
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stages of degeneration (P28-P37), where the majority of the rods are lost but the cones 
are still viable. Considering, the visual stimulus operated in the range from higher 
mesopic (OFF) to higher photopic (ON) range, where the cones are predominantly 
active, it was not surprising that the percentage of cells with ON-OFF responses were 
comparable to the wild-type retinas.
For pure ON and OFF responses, it was observed that in the WT retina, the RGCs 
with pure ON responses were more receptive to electrical stimulation than cells with 
pure OFF responses (Fig 2.1A. Previous studies with in vitro and in vivo healthy 
mouse retinas (Balkema  et al., 1982; Nirenberg and Meister, 1997, Carcieri  et al. 
2003), have shown that in response to full field flash stimuli a large fraction of the 
RGC population was responsive to the onset of the flash stimuli (ON) than the offset 
(OFF). However, in rd10 retinas, RGCs with pure ON and OFF responses were 
responsive to electrical stimulation, with slightly higher inclination towards RGCs 
with OFF responses. This slight shift towards OFF responses could be an indication 
that during the progression of the disease, the OFF responses are more preserved 
than the ON responses [ as seen in the rd1 model of aggressive degenration] (Stasheff, 
2008; Stasheff  et al., 2011).  
2.2.2 Correspondence of electrical response types with visual 
response types. 
From the above study, we could identify four different types of response patterns 
depending upon the polarity index (PI) and the monotonicity index (MI) as shown in 
S1. Briefly, as per the polarity index, we could classify the electrically responsive cells 
into cells which responded to only cathodic (-ve) monophasic stimulation and cells 
which responded to both monophasic cathodic (-ve) and monophasic anodic 
stimulation (+ve). None of the RGCs had a response to purely anodic stimulation. This 
is because during epiretinal stimulation, the RGCs have more preference for cathodic 
stimuli rather than anodic stimuli (refer to section 4.1.2 Preference for cathodic voltage 
pulses). As per the monotonicity index (MI) calculated from the constant duration 
voltage curves, the electrically responsive RGCs response patterns could be classified 
as monotonic response (response of RGCs increases with increasing amplitude and 
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saturates at higher amplitudes i.e. a strong correspondence between response and 
amplitude) and non-monotonic response (responses of RGCs fluctuates with 
increasing responses, i.e. weak correspondence between response and amplitude). In 
some cases, monotonic responses (only increasing responses) are differentiated from 
saturated responses (Barriga-Rivera  et al., 2017), however, for our study, we 
categorize both these responses under one category, i.e. the monotonic response. 
In order, to develop efficient stimulation paradigms for the retinal implants, it is not 
only necessary to identify these electrical response pattern types, but also to 
understand if such electrical response types could correspond to specific visual 
response types. In doing so, one could shed light on the potential hallmarks for 
preferential stimulation which is the final goal for an efficient retinal implant.  
   
 2.2.2.1 Heterogeneity of Visual Responses 
 
Fig 2.2: Scatter plot showing the diversity of visual response types based on MI and PI. 
(A) & (B) Scatter plot exhibiting a diversity of visual responses based on the monotonicity and 
polarity indices in WT and rd10 retinas respectively. The open circles in red, blue, and black 
represent ON, OFF and ON-OFF visual responses respectively. The dashed lines in blue and red 
represent the cut-off index for purely cathodic and anodic response respectively as described 
above.  The solid green line represents the cut-off for the monotonicity index (refer to S1 above). 
The scatter plot represents the diversity of visual responses in relation to electrical responses 
patterns in both the WT and rd10 retinas. 
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As stated earlier (refer to Conclusions, Implications to Retinal Prosthesis) the field of 
retinal prosthesis is currently stymied with an idiosyncrasy, which assumes the RGC 
population is homogenous. However, from the above scatter plot using a simple visual 
stimulus, like a flash there not only exist a diversity of responses among different RGC 
types but also within a given RGC type. In Fig 2.2 (A and B) based on the electrical 
response classification, the visual response types (ON, OFF, and ON-OFF) have a 
diversified response. Furthermore, within a group of visual response type, there is a 
significant spread which further validates the requirement for considering such 
variability while designing optimal stimulation paradigms. Therefore, using complex 
visual stimuli coupled with electrical response indices could potentially help in 
developing parameters for pathway-specific stimulation.  
2.2.2.2 Distribution of visual response types based on monotonicity 
and polarity indices. 
Monotonicity index 
In WT retinas, based on the monotonicity index, large fraction of all the visual 
response types, i.e. ON, OFF, and ON-OFF, showed a monotonic trend. Only a few 
cells in each visual category showed the non-monotonic trend as seen in Table 2.2 and 
Fig 2.3 (A). Unlike WT retinas, for the rd10 retinas, a large fraction of RGCs with ON 
responses had non-monotonic response trend[Table 2.2] Further the ON-OFF 
responses had equivalent fractions of monotonic and non-monotonic responses. 
However, large fraction of RGCs with OFF responses had monotonic response 
patterns in comparison to non-monotonic responses (Table 2.2 and Fig 2.3C). Such 
transitions in ON and ON-OFF cells from monotonic to non-monotonic response 
patterns but not in OFF cells possibly could support the observations from earlier 
studies, that during the disease progression the OFF pathway is relatively preserved 
for a longer duration in comparison to ON pathway (Stasheff 2008). 
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Table 2.2: Classification of visual response types based on Monotonicity Index (MI) in 
WT and rd10 retinas. Distribution of visual response types (ON, OFF and ON-OFF) in 
monotonic (blue) and non-monotonic responses (orange). The column represents the number of 
cells and fraction of cells in percentage (number of cells/ total number of cells with monotonic 
and non-monotonic response) for each visual type (in rows). 
Polarity index 
In WT retinas, based on the polarity index, a large fraction of ON RGCs responded to 
only monophasic cathodic stimulation. Whereas, both OFF and ON-OFF cells had 
comparable fractions responding to both only cathodic and cathodic-anodic 
stimulations (Table 2.3 and Fig 2.3B). However, in rd10 retinas, all the visual 
responses types had a larger fraction of cells responding to cathodic and anodic 
stimulation (Figure 2.3D). As stated in the paper, cells which were responsive to 
anodic stimulation also had responses to cathodic stimulation. None of the cells had 
only anodic responses. 
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Table 2.3: Classification of visual response types based on Polarity Index (PI) in WT 
and rd10 retinas. Distribution of visual response types (ON, OFF, and ON-OFF) in cathodic 
only (blue) anodic only (orange) and cathodic and anodic (grey). The column represents the 
number of cells and fraction of cells in percentage (number of cells/ total number of cells 
responding to only cathodic, only anodic, cathodic and anodic) for each visual type (in rows). 
Figure 2.3: Distribution of visual response types based on Monotonicity and Polarity 
Indices in WT and rd10 retinas. (A and C) Stacked percentage bar showing fraction of 
monotonic (blue) and non-monotonic (orange) response patterns in each visual response types 
(ON, OFF and ON-OFF) for WT and rd10 respectively. (B and D) Stacked percentage bar 
showing fraction of RGCs in each visual response types (ON, OFF and ON-OFF) responding to 
cathodic only (blue) & cathodic and anodic (grey) monophasic stimulation in WT and rd10 
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respectively. The 0% in the stacked bar shows that no RGCs responded to only anodic 
stimulation.  
2.2.2.3 Summary 
Taking together, the RGCs classification based on both monotonicity and polarity 
indices, for each visual response types we observed that in both WT and rd10, a large 
fraction of ON, OFF and ON-OFF cells had monotonic response patterns when 
stimulated with only monophasic cathodic stimulation (Fig 2.4 A and Table 2.4). For 
ON cells which responded to both monophasic cathodic and anodic stimulation, a large 
fraction had non-monotonic response pattern. However, for OFF and ON-OFF cells 
the response pattern was more inclined towards monotonic (Fig 2.4C). Similar 
observations were seen in rd10 retinas (Table 2.4 Fig 2.4B) with an exception that, for 
the ON-OFF cells which responded to both anodic and cathodic stimulation, the cell 
tend to display more non-monotonicity (Fig 2.4D).  
P a g e  | 77 
Table 2.4: Classification of visual response types based on Monotonicity and Polarity 
Indices in WT and rd10 retinas. Distribution of visual response types (ON, OFF and ON-
OFF) based on monotonicity and polarity indices (considering both indices simultaneously). 
Monotonic (blue) and non-monotonic responses (orange) have been categorized into cathodic 
and cathodic-anodic based on polarity index. The column represents the number of cells and 
fraction of cells in percentage (number of cells/ total number of cells) for each visual type (in 
rows). 
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Figure 2.3: Distribution of visual response types based on Monotonicity and Polarity 
Indices (considered simultaneously) in WT and rd10 retinas. (A and B) Stacked 
percentage bar showing fraction of monotonic (blue) and non-monotonic (orange) responses, in 
each visual response types (ON, OFF and ON-OFF) responding to only monophasic cathodic 
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stimulation for WT and rd10 respectively. (C and D) Stacked percentage bar showing fraction 
of monotonic (blue) and non-monotonic (orange) responses, in each visual response types (ON, 
OFF and ON-OFF) responding to both monophasic anodic and cathodic stimulation for WT 
and rd10 respectively. 
2.2.2.4 Limitations 
Although we could determine some subtle hallmarks (as shown above with the use od 
various indices like MI AND PI)  which could lay the foundation of pathway-specific 
stimulation, there remains a potential confound. The above observations were made 
at an intermediate stage of degeneration where most of the cone photoreceptors are 
still viable. However, in patients with the retinal implant, most of the photoreceptors 
are gone, with little to no light perception. Such circumstances correlate to late stages 
of degeneration (in mice) where no visual responses exist, and the retina is heavily 
rewired. Therefore, it is indeed crucial to determine changes in electrical response 
patterns during late stages of degeneration. Considering, visual stimuli cannot be 
used to categorize the RGCs at late stages, different experimental setups like patch 
clamping or calcium imaging interfaced with MEA (microelectrode array) recording 
needs to be used. Visualization of the retinal cell layers / retinal cells will provide us 
information regarding the state of degeneration and the extent to which the retina 
has been rewired. By electrically stimulating the preserved and viable pathway at
different stages of degeneration and understanding their responses, it would 
be feasible to design pathway-specific stimulus paradigms even at late stages 
of degeneration.  
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Chapter 3 
Publication 2 -Adaptation of visual responses in healthy 
and degenerating rd10 mice retinas during ongoing 
electrical stimulation. 
3.1 Synopsis and framework of the study: 
As a follow-up to the previous study (in Chapter 2, 2.1) we assessed the correspondence 
between the electrical response types (monotonic and non-monotonic responses; cathodic, 
anodic and cathodic & anodic responses) to the visual response types ( ON, OFF, ON-OFF 
types; Chapter 2, 2.2). During the analysis, few observations that piqued our interest were 
that the visual response parameters in response to full-field flash stimulus (especially the 
amplitude/firing rate) increased (when compared to the visual response parameters without 
electrical stimulation) after electrical stimulation (Figure 2, Jalligampala  et al. 2017). 
Furthermore, the relative weighting of ON and OFF response types changed following 
electrical stimulation. In classical neuroscience, a change in firing rate/ amplitude is often a 
measure to account for neural “adaptation.” Based on the first-hand observation we asked 
the following questions. (1) Does the increase in amplitude correspond to a phenomenon 
attributed to visual adaptation? (2) Does electrical stimulation alter the adaptation of visual 
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responses? (3) Are the adaptation effects due to invitro recordings?. To address these 
questions, we at first compared the test condition, i.e., the electrically responsive cells (refer 
to Responsive RGC inclusion criteria, Chapter 2, 2. 1) to an internal control condition from 
the same tissue, i.e. cells which were not electrically responsive. For the two conditions, we 
compared the changes in visual response parameters before and after electrical stimulation 
for both healthy and degenerating retinas. Additionally, as an appropriate control condition, 
we compared these changes between electrically responsive cells (test) and cells with only 
visual responses (i.e., the visual stimulation blocks were provided at the same time as 
provided for the cells in the test condition but without any electrical stimulation). 
 What surprised us is that, the increasing trend of amplitudes for ON and OFF responses, 
decreasing OFF latency responses and increasing ON and OFF durations were also observed 
for RGCs which were only visually responsive (i.e., without any electrical stimulation). 
However, when compared to the electrically responsive RGCs these changes were significant 
for the electrically responsive cells. This suggested us that although there are some ongoing 
changes attributed to visual adaptation and invitro changes, following electrical stimulation, 
this is further enhanced. What was also evident in most cells was that these changes were 
observed after delivering a lower voltage stimulation (300 millivolts) and were strengthened 
with increasing voltage values.  
The novelty of the study lies in the fact that, many earlier studies have researched on visual 
adaptation and electrical adaptation by itself, however, this is the only study that 
investigates the visual adaptation during ongoing electrical stimulation, thereby providing 
an opportunity to understand the complex interaction between the two. This study has a 
crucial implication in the field of the retinal prosthesis. While most of the stimulation 
paradigms for clinical implementation are determined from invitro studies (pre-clinical), it is 
necessary that such ongoing electrical stimulation changes need to be accounted for while 
determining appropriate stimulation parameters for future retinal implants. 
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Chapter 4 
Publication 3- Spatio-temporal aspects of electrical 
desensitization in healthy mouse retinal ganglion cells 
(RGCs). 
4.1 Synopsis and framework of the study: 
 Retinitis pigmentosa (RP) patients with retinal implants perceive the sensation of light when 
stimulated. These sensations are known as “phosphenes.” To provide the blind patients with 
the ability to perform daily tasks such as reading or navigating a room will require complex 
temporal and spatial patterns of electrical stimulations. Further such complex patterns 
would require hundreds or thousands of electrodes. By stimulating these electrodes in an 
appropriate spatiotemporal sequence, one can take into consideration the visuotopic 
organization of the retina to convey the desired information to the higher orders of the visual 
system. While clinical trials have shown some promising results in providing useful visual 
cues, there remains inconsistency among implanted patients. Further, testing in human 
subjects has shown that the electrode interactions significantly affect the resultant visual 
percepts (Wilke et al. 2011). Therefore, it is necessary to have a thorough understanding of 
the interaction occurring between repetitive stimuli both at the single electrode (temporal) 
as well as spatiotemporal interaction occurring between different electrodes.  
Various invitro studies have shown that the electrical responsiveness of RGCs decreases with 
repetitive stimulation (Freeman and Fried 2011, Jensen and Rizzo 2006) delivered at a single 
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electrode. Such reduction in RGC sensitivity is termed as “desensitization.” These findings 
may play an essential role in the fading of visual percepts as reported by implanted patients. 
Interestingly these subjects not only report losing the brightness of phosphene but also see 
marked changes in size, shape and even color (Perez-Fornos et al. 2012), which suggest that 
the phosphene fading is rather a complex phenomenon and employs both spatial and 
temporal interaction.  
In this study, we investigated the temporal aspects of desensitization, by providing trains of 
biphasic current pulses (delivered at a single electrode) at different frequencies and recording 
the RGC spiking responses to electrical stimulation using MEA in the healthy mouse retina. 
Additionally, we provided paired pulses of biphasic current pulse simultaneously at different 
interelectrode distances to study the spatiotemporal interaction of the electrical 
desensitization. 
We found a reduction of responses to continuous pulse trains, however in comparison to the 
previous studies this reduction was modest. Further, we found that for the shortest 
interelectrode distance the desensitization was most pronounced.  
Therefore, it is necessary to consider such spatiotemporal interactions while designing high-
resolution implants.  
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Chapter 5 
5.1 General Discussion 
5.1.1. Restoring vision to the blind 
The idea of restoring vision to the blind has long been thought to be fanciful. However, 
beginning as far back as the mid-1950s vision neuroscientists started to investigate the 
possibility of vision restoration to the blind by stimulating neurons of the visual pathway 
(Tassicker 1956; Brindley 1970). Most blindness occurring worldwide is caused by the defect 
in the eye. It can be caused, first by damage to the sensory membrane which lines the inner 
surface of the back of the eye.  Second, it can be caused due to optical impediments such as 
cataracts and keratoconus. Today, it is possible to cure blindness occurring due to optical 
impediments. In many parts of the world, cataract surgery is carried routinely by removing 
the opaque lens and replacing it with an artificial lens. Also, corneal transplants with natural 
and artificial corneas have proved to be successful. However, it should be noted, that in those 
parts of the world where such procedures are not available, blindness due to optical 
impediments remains common.  
The primary cause of untreatable blindness throughout the world today is a retinal 
degenerative disease.  Most often these diseases are caused because of loss of photoreceptor 
cells,  but also, in inner retinal neurons in case of glaucoma, where the loss of ganglion cells 
prevents the visual signals to be relayed ( via optic nerve) to higher visual centers like cortex. 
Because most retinal degenerative diseases are caused by loss of photoreceptors ( retinitis 
pigmentosa (RP) and age-related macular degeneration (AMD)), much emphasis is placed on 
the substitution for the loss of photoreceptor functions or restoration of the photoreceptive 
function in the blind eyes.  
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There is an enormous diversity of approaches which are currently underway to restore vision 
to the blind (refer to Introduction section, Current approaches to sight restoration). However, 
each of these approaches come with their own complexities and limitations. For example, 
approaches like optogenetics and gene therapy promise a targeted approach which could 
increase the vision resolution (spatial), however, the safety and efficacy of these approaches 
remain a concern for many clinicians. Likewise, stem cell therapy which introduces 
photoreceptors in the degenerated retina has not shown much success in restoring functional 
vision. Of the various approaches available currently, retinal prostheses have been clinically 
successful so far in restoring vision to blind patients. Although, being successful to restore 
light sensitivity and low-acuity vision in patients, there are some challenges which limit this 
approach. Some of the obstacles include reproducibility of phosphenes, limited stimulation 
frequencies, low spatial resolution, low contrast.Although, with success seen in patients, 
there is a lot we do not understand about the electrical stimulation at the retinal network 
level. Keeping this in our mind, this thesis aimed at unraveling facets of some of these 
challenges invitro at the retinal network level. Additionally, we proposed some measures 
which would help to address some of these challenges, to develop a better and improved 
implant for the blind.   
 
5.1.2.  Key take-home messages of the thesis   
5.1.2.1 Acknowledging Variability 
Up until recently, the field of retinal prosthesis considers the retinal ganglion cell (RGC) 
population to be homogenous. Based on these assumptions, many studies (Goo et al. 2011b; 
Ryu, Ye, Lee, Goo & Kim 2009; Jensen et al. 2003; Jensen & Rizzo 2007) estimated the 
standardized or optimal stimulation paradigms for stimulating the retinal circuit. However, 
a careful examination of recent studies  (Farrow & Masland 2011; Baden et al. 2016; Sümbül 
et al. 2014) has shown that there is a broad variability amongst different RGC types. This 
variability continues to complicate the simple characterization of the RGC responses to 
electrical stimulation. Therefore, to have a better understanding of the retinal 
electrostimulation for developing better implants, it is necessary to design stimulation 
paradigms that would acknowledge this variability. In our study, we went beyond the 
conventional threshold measurement method and developed an analytical framework that 
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assessed the full strength-duration-polarity of a population to identify the optimal stimuli for 
stimulation the retinal network ( Chapter 2, Publication 1).  
5.1.2.1 Hallmark for pathway-specific stimulation 
Recent studies (Sekhar et al. 2017; Ho, Smith, et al. 2018)have shown that different RGC 
types have different electrical input filters, suggesting that stimulation of the specific 
pathway is a feasible option for the next-generation implants. However, the current implants 
stimulate all the RGCs simultaneously. Therefore, in our study ( section 2.1 and 2.2) when 
the RGC populations are being stimulated simultaneously, we identified different electrical 
response patterns ( monotonic and non-monotonic; cathodic and cathodic-anodic)  which could 
correspond to different RGC types in healthy and degenerating retinas. It is necessary we 
identify such hallmarks, as with progression of the disease when these cell types cannot be 
visually classified; these electrical hallmarks would indicate the cell being stimulated and 
hence would help in developing cell-specific stimulation for the implants even when the 
neurons of the retina are extremely degenerated.  
5.1.2.1 Adaptation effects 
The outcome of clinical studies primarily depends on the success of the preclinical studies 
invitro or invivo. Therefore, it is necessary to have a deeper understanding of the various 
aspects observed at the preclinical level. In our study, we examined, how the visual responses 
of the RGCs adapt during ongoing electrical stimulation (Chapter 3). We observed that post 
electrical stimulation the responses of the RGCs increased significantly. Such ongoing 
adaptation effects, could hint at the level of plasticity occurring in the retina and needs to be 
accounted for while determining stimulation paradigms. 
5.1.2.1 Electrical desensitization 
Of the various challenges mentioned above, limited stimulation frequency and spatial 
resolution are the most important concerns for the prosthetic community. Patients with 
retinal implants (Zrenner et al. 2011; Stingl et al. 2017; Stingl et al. 2015) report the fading 
of visual percepts with repetitive stimulation ( high stimulation frequencies). This in invitro 
studies is referred to as desensitization (Freeman & Fried 2011; Jensen & Rizzo 2007; Im & 
Fried 2016). In our study, we investigated the spatial extent of desensitization and how the 
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spatial and the temporal component interaction have effects on the RGC response (Chapter 
4). We found that the desensitization is a local phenomenon (local to the stimulating 
electrodes) rather than a global phenomenon. Additionally, we proposed that with the 
increasing demand for high-density arrays, which would improve the spatial resolution, it is 
necessary to account for the spatial component of desensitization to design an efficient 
implant with good spatiotemporal resolution.  
 
5.1.3. Future directions 
There are a number of potential extensions to the research presented in this thesis. 
 
5.1.3.1 Electrical stimulation at different stages of degeneration. 
For this thesis, we used degenerating rd10 retina for studying the effects of electrical 
stimulation on the RGC responses. However, there was a  caveat to the present study.  The 
age at which the experiments were performed, the majority of the cones were still viable ( all 
the rod photoreceptor are gone). However, the patients with retinal implants have a bare 
minimum light perception with loss of the majority of photoreceptors. Additionally, the inner 
retinal circuitry is heavily rewired (Jones et al. 2016). Previous studies have shown that with 
progressive degeneration there is hyperactivity of the RGC responses (Stasheff 2008). 
Furthermore, the spontaneous responses tend to be more oscillatory (Ryu, Ye, Lee, Goo, Kim, 
et al. 2009; Goo et al. 2016; Park et al. 2015; Cho et al. 2016; Biswas et al. 2014). Therefore, 
it is necessary that the above-mentioned experiments ( Chapter 2-4) need to be performed at 
different stages of degeneration. Additionally, as most of the visual responses are gone 
towards the later stages of degeneration, interfacing techniques like calcium imaging and 
MEA recording would help in better understanding of the retinal rewiring.  
Often hyperactivity and oscillatory responses are considered to mask the electrically driven 
responses. However, recent studies (Ho, Lorach, et al. 2018)have shown that on electrically 
stimulating the degenerated retina,  a group of cells had a suppressive effect on electrical 
stimulation. It would be interesting, to develop stimulation paradigms that would enhance 
the electrically driven spikes by reducing such hyperactive responses. 
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5.1.3.2 Immunological staining to understand the impact of electrical 
stimulation  
Many studies(Cohen 2009; Eleftheriou et al. 2017) have shown that on electrical stimulation 
there is an increase in glial scarring measured by the release of  Glial Fibrillary Acidic 
Protein (GFAP).  This protein helps in evaluating the integrity of the retinal tissue to 
electrical stimulation. As in our study, we use high stimulation frequencies to evaluate the 
RGC responses; it is necessary to visualize how such high pulse rates affect the retinal circuit 
at the morphological level. One such method is the computational molecular phenotyping( 
CMP), which profiles the micro-molecules at subcellular resolution (Jones et al. 2011; Jones 
et al. 2003). Such CMP profiles along with tracking the diseased state of the retina can also 
help in identifying the various changes different retinal neurons undergo during electrical 
stimulation. As our study employed both suprathreshold stimulation and high-frequency 
stimulation, it is necessary to visualize how such stimulations affect the retinal circuitry. 
 
5.1.3.3  Developing a catalogue of electrical response profiles.  
For our study, we could identify only two broad categories of electrical response profiles based 
on the monotonicity index and the polarity index ( Refer to 2.1). Further, using simple full-
field flash stimulus, we were able to classify the cells into ON, OFF, and ON-OFF cells. 
However, a recent study by Baden et al. have shown that there are up to 32 different function 
RGC types in the retina (Baden et al. 2016). Therefore, corresponding to such functional 
visual types, it is necessary to develop a catalog of electrical response types which would 
correspond to these visual types. There is a possibility that for electrical stimulations 
multiple RGC types could combine to give a single electrical output. However, such 
assumption can only be tested by developing complex electrical stimulus (combining various 
electrical stimulation parameters into one stimulus) that would target these functional RGC 
types.  
5.1.3.4 High-density MEA recording. 
All our experiments were carried out on MEA which had an inter-electrode distance of 200 
µm. However, to achieve high resolution, it is necessary to repeat our experiments ( primarily 
the desensitization experiments) on a high-density MEA with closely space inter-electrode 
distances.  A previous study (Stett et al. 2007b)has shown that a minimum of 100 µm of the 
inter-electrode is required to for resolving between two points (using the electrical point 
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spread function). However, this study did not consider the aspect of spatial aspect of electrical 
desensitization, which plays a vital role in the stability of phosphene. Additionally, the study 
suggests that with increasing amplitudes the inter-electrode distance tend to increase, in 
order to resolve between two points. Thus, using high-density MEA ( hex-MEA) would shed 
more light on how close the electrodes can get before maximum desensitization is achieved.  
 
5.1.3.5 Working towards cell-specific stimulation  
Considering, this study (thesis) reiterates the need to acknowledge the variability of RGC 
responses and cell types; it is necessary to develop stimulation paradigms that would 
selectively target specific RGC types. A recent study from Sekhar et al. showed that different 
visual RGC types have different electrical input filters and these input filters were primarily 
sinusoidal in shape (Sekhar et al. 2017). This knowledge is extremely crucial in designing 
electrical stimulation paradigm which is specific to a cell type. Furthermore, Twyford et al. 
showed that a  specific cell type responds to a single phase of sinusoidal stimulus (Twyford 
& Fried 2015). Therefore, exploring such stimulation paradigms and perfecting them to 
interface with the hardware of the retinal implants would be extremely crucial.  
5.1.4. Concluding remarks 
5.1.4.1 How much encoding is required? Brain plasticity and the neural code  
There is an ongoing debate in the field of retinal prosthetics, regarding the necessity to have 
a complete and accurate restoration of the visual code. Proponents of the subretinal implants 
argue that an implant providing high visual acuity with sufficient image contrast should be 
enough to deliver meaningful visual percepts to patients. They hope that as long as the 
retinotopic map is preserved, by supervised learning, the brain will be capable of adapting 
and learning the new prosthetic language. On the other hand, the proponents of epiretinal 
implants argue that for the optimal performance of the implants, complete knowledge of the 
visual code is necessary to deliver meaningful visual percepts. This debate is likely to 
continue until each type of implant is tested in patients, and the behavioral performance is 
carefully assessed.   
5.1.4.2 Motivation from cochlear implants 
Currently, the field of retinal prosthetics bears a striking resemblance with the field of 
cochlear implants in the 1970s, during its developmental stage. The clinical performance of 
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the retinal implants today is at a subpar level and do not justify the broad adoption of the 
technology in the blind patients. Further, the visual percepts are crude and distorted, just as 
the percepts elicited by cochlear implants during the stages of development. Currently, the 
visual neuroscience community looks at the field of the retinal prosthesis with skepticism, 
and there is arguably no proof today that the retinal implants will elicit better visual percepts 
than crude phosphenes currently reported by patients. However, one can hope that through 
collaborative efforts from various research organizations and industry players the field will 
advance significantly within a few years and drastically improve the quality of life of 
implanted patients.   
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Abstract 
Objective: Over the years, the visual neuroscience community, has achieved a deeper 
understanding of the various aspects of visual adaptation and cell-classification. Recent 
studies have that there are up to 32 different types of functional retinal ganglion cell 
(RGC) types. Likewise, the field of a retinal prosthesis is increasing its understanding 
for electrical adaptation (like desensitization) and cell-specific stimulation. However, 
very little is known about the interaction of visual and electrical stimulation. As a first 
step to understanding such complex interaction, we evaluated the effect of electrical 
stimulation on the visual response parameters.   
Methods/Approach: Using full-field flash visual stimulus, we characterized various 
visual response parameters using micro-electrode array (MEA) in healthy and 
degenerating rd10 retinas, and evaluated the visual response changes to the 
monophasic voltage controlled pulses. 
Main Results: Apart from the time invitro and the adaptation effects occurring due to 
visual stimulation, the electrical stimulation strengthens the visual responses.  
Significance: Encoding of visual stimuli by retinal prosthetic devices may require the 
consideration of stimulation-induced changes in the retina.  
Keywords: MEA, electrical stimulation, response changes, latency, duration, ON/OFF 
index.  
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 Introduction 
 The issue of characterizing the retinal ganglion cells (RGCs) based on their 
morphological types or the functional types has been a long-standing debate in the field 
of visual neuroscience. While the morphological types of RGCs are slowly being 
identified based on molecular markers[cite], there has been a growing body of literature 
to understand the various functional types of RGCs. 
 Over the past century, many luminaries like Ramón y Cajal, Hartline, Barlow, & 
Kuffler, Lettvin, Hubel, and Wiesel have collectively contributed to today’s 
understanding of the information processing via the visual system (Kuffler 1953; 
Rodieck & Stone 1965; Hubel & Wiesel 1998; Hartline 1938; BARLOW 1953; Lettvin et 
al. 1959.)One such profound concept being the discovery of the visual receptive field 
(RF). The idea of RF was first introduced by Weber in 1846 in context of tactile 
stimulation (Weber 1846). Weber proposed a confined area known as sensory circles, a 
region over which the neuron was responsive to stimulation. 
 The history of visual RF can be traced back to 1938, from the works of Hartline, who 
found that by stimulating a small circular area in the retina one could elicit an 
excitatory response in the optic nerve fiber of the frog (Hartline 1938). He termed this 
area as the visual RF. Based on the responses, he classified the fibers as on, on-off and 
off, which corresponded to response to light on, the second to both light on and light off 
and third to light off. In 1953, Barlow and Kuffler established the lateral inhibition in 
the frog and cat eye’s respectively, by discovering the antagonistic center-surround 
organization of the RF ( Barlow 1953, Kuffler 1953). Kuffler further classified the RF as 
on-center RF (center stimulated by light) and off-center RF (center stimulated by dark). 
Furthermore, they extended this work to classify these RF as sustained and transient 
based on the stimulus size and state of adaptation. Shortly after that, Lettvin and Hubel 
& Wiesel in their iconic work classified the visual RF selective to different complex 
features (such as ̶  shape, size, orientation, the position of the stimulus relative to the 
background, movement, and ocularity; Letvinn 1959, Hubel & Wiesel 1959). A 
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recent study in mice retina by Baden and co-workers (Baden et al. 2016) have shown 
that there are at least 40 different physiological types of retinal output channels. 
Recent studies  (Sekhar et al. 2017; Ho et al. 2018) in the field of the retinal prosthesis 
have shown that different RGC types have different electrical input filters, suggesting 
the possibility for cell-specific stimulation.  
Apart from cell classification, there is a growing body of literature illuminating 
the various visual adaptations occurring in the retina(Tikidji-Hamburyan et al. 
2017; Tikidji-Hamburyan et al. 2015; Baccus & Meister 2002; Demb 2002) . While 
many studies have investigated visual adaptation and electrical adaptation (Freeman 
& Fried 2011) independently, little is known about the complex interaction between 
the two mechanisms. A recent study (Kara et al. 2002) investigated the interaction of 
electrical stimulation and visual stimulation on the spatial receptive field in the 
thalamus. They observed that in comparison to the spatial receptive of visual 
stimulation, the spatial receptive field for electrical stimulation was elongated 
suggesting a complex interaction between the two.  
In this study, using full-field flash stimulus, we characterize the cell ’s visual response 
parameters and evaluate how these responses change post electrical stimulation 
with voltage controlled pulses.  
 Materials and Methods 
Experimental Design 
In a previous study from our group (Jalligampala et al. 2017), we established an 
experimental and analysis framework, by which one could identify the optimal stimulus 
paradigms that will activate a majority of retinal neurons (RGCs) via epiretinal network 
stimulation. This stimulus was optimal for ‘blind’ experiments where the specific 
response properties for each cell was unknown. During the entire duration of the 
experiment, six visual stimulus blocks of full-field ‘flash’ stimulus were applied to 
monitor the stability of RGC responses. These visual blocks were interleaved before, 
after and within each electrical stimulation block spanning ~80 minutes of the entire 
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recording time Fig. 1(a). Apart from monitoring the stability of the RGC responses, the 
visual stimulus provided us with an opportunity to classify the cells into different 
physiological cell types based on their response to the visual stimulus. In our previous 
study, we pooled all the RGCs and did not distinguish them into different physiological 
cell types. However, in this study, we attempted to classify them into different response 
types and understand how various visual response parameters (refer to Data Analysis) 
change during ongoing electrical stimulation. For this study, the primary dataset came 
from the previous study (Jalligampala et al. 2017). To test our hypothesis if ongoing 
electrical stimulation alters the visual response parameters in healthy and 
degenerating mouse retinas, we compared the visual response changes (refer to Data 
Analysis, Visual response changes) between the test and control conditions (refer to Test 
and control conditions). Details of the test and control conditions (their corresponding 
cell counts) and the test comparisons are described below.er 
Test and control conditions 
Test Condition- The test condition was the visual response parameters obtained from 
RGCs which were responsive to electrical stimulation (see Jalligampala et al. 2017. 
Data Analysis, Responsive RGC inclusion criteria). Briefly, for a cell to be classified as 
electrically responsive, 1) at least three of the 96 responses (corresponding to the 96 
unique electrical stimuli, Fig. 1(a)) was greater than two standard deviations (SD) 
above the average spontaneous rate (threshold). 2) such responses had a high enough 
firing rate equivalent to at least 8.89 Hz (at least four spikes within the 5 x 90 ms 
integration windows of that stimulus). An additional inclusion criterion was included 
for the data set. Because electrical field strength falls with increasing inter-electrode 
distance from the stimulating electrode ̶ it was inappropriate for us to group the cells 
recorded at vastly different distances. Therefore only responses from cells recorded at 
the 8 electrodes surrounding the stimulating electrode (a distance of 200µm and 283µm) 
were included in the test condition. As these cells were near to the stimulating electrode 
(in red) Fig. 1(b, left panel) and were electrically responsive they were termed as 
nearby-responsive (NEARBY-R). 
Control Conditions- We compared the test condition to two different control conditions.  
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1) Internal control condition- As an internal control condition, we considered cells
which were electrically nonresponsive, i.e., cells which were not well-driven by the
electrical stimulation in the same recording (tissue) and were at an inter-electrode
distance >300µm from the stimulating electrode. The advantage of the internal
control condition was that the responses from these cells were from the same tissue.
Hence the factor of tissue variability is minimal. However, there is a caveat to this
control condition. Although these cells did not have robust electrical responses, it is
known the electrical responses can extend as far as 800µm from the stimulating
electrode (Eickenscheidt et al. 2012; Ryu et al. 2009; Stett et al. 2007, Jalligampala
et al. 2017, Wilke et al. 2011), thereby providing a small chance to respond to
electrical stimulation. As these cells included responses from a vastly different
distance(>300µm) and were electrically non-responsive hence they were termed as
distant-non-responsive (DISTANT-NR, Fig. 1(b) middle panel)
2) External control condition- A more appropriate control condition to strengthen our
hypothesis, was to stimulate the retinal tissue with only visual stimulus in the
absence of any electrical stimulation. Further, the visual stimulus was provided at
the same time point in the protocol (i.e., the same time point in the protocol which
included both electrical and visual stimulation, Fig. 1(a). Recording at the same
time point would account for any invitro changes occurring during the recording. An
advantage of this control condition was that the retinal tissue was not electrically
stimulated, hence providing a better comparison to the test condition. However, a
caveat to this condition is that there could be some inter-tissue variability. As these
cells were only visually responsive and recorded from all 59 electrodes, they were
termed as visual-only responsive (VISUAL-OR, Fig. 1(b) right panel)
Therefore, comparing the test condition to the above two control conditions can account 
for the potential caveats and can provide a more meaningful comparison.  
Animals 
The animals were housed under standard white cyclic lighting, mimicking regular daily 
rhythms. They had free and ample access to food and water. Adult wild-type C57Bl/6J 
(Jackson Laboratory, Bar Harbor, ME, USA) and rd10 (on a C57Bl6/J background; 
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Jackson Laboratory) strains were used, with age ranging from post-natal day 28 to 35 
for both strains. For each strain, three male and two female mice were used. For 
external control, condition age-matched mice were used for both strains. For each strain 
of the control mice, two male mice were used. All procedures were approved by the 
Tübingen University committee on animal protection (Einrichtung für Tierschutz, 
Tierärztlichen Dienst und Labortierkunde directed by Dr. Franz Iglauer) and performed 
by the Association for Research in Vision and Ophthalmology (ARVO) statement for the 
use of animals in ophthalmic and visual research. All efforts were made to minimize the 
suffering and usage of  number of animals. 
Retinal preparation 
For dissecting the retina, the mice were anesthetized by CO2 inhalation. Following CO2 
inhalation, the mice were checked for absence of withdrawal reflex by pinching the 
between-toe tissue and then euthanized by cervical dislocation. Under normal room 
lighting, the eyes were removed to carbogenated (95% O2 and 5% CO2) artificial 
cerebrospinal fluid (ACSF) solution containing the following (in mM): 125 NaCl, 2.5 KCl, 
2 CaCl2, 1 MgCl2, 1.25 NaH2PO4, 26 NaHCO3 and 20 Glucose, pH 7.4. For each eye, the 
cornea, ora serrata, lens and vitreous body were removed, the retina was detached from 
the pigment epithelium, and the optic nerve was cut at the base of the retina. Special 
care was taken to remove all traces of vitreous material from the inner surface of the 
retina to optimize contact between the nerve fiber layer and recording electrodes. The 
retinas were maintained in carbogenated ACSF until needed. For recording, a retinal 
half was mounted with the ganglion cell layer down on a planar multielectrode array 
(MEA). Two small paint brushes were used to orient and flatten the retinal half without 
risking damage to the MEA. A dialysis membrane (Cellu Sep, Membrane Filtration 
Products Inc., Seguin, Texas, USA) mounted on a custom Teflon ring was lowered onto 
the retina to press it into closer contact with the MEA (Meister et al. 1994). After 
securing the MEA under the preamplifier, the retina was continuously superfused with 
carbogenated ACSF (~6 ml/min) maintained at 33o C using both a heating plate and a 
heated perfusion cannula (HE-Inv-8 & PH01; Multi Channel Systems, Reutlingen, 
Germany). A stabilization time of >30 minutes was provided prior to recording the data. 
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Microelectrode array (MEA) and Data acquisition 
For recording the spiking responses from the RGCs, a planar MEA containing 59 
circular titanium nitride electrodes (diameter: 30µm, interelectrode spacing: 200µm; 
Multi Channel Systems, Reutlingen, Germany) arrayed in an 8X8 rectilinear grid 
layout, and with Indium tin oxide (ITO) electrode tracks insulated by Silicon Nitride 
(Si3N4) on a glass substrate was used. Four electrodes were absent from the four corners 
of the grid, and one electrode was substituted with a large reference electrode. The 
impedances of the electrodes were approximately 200-250kΩ at 1 kHz, measured using 
a NanoZ impedance meter (Plexon Inc., TX, USA) in saline water. The MEA60 system 
(MCS, Reutlingen, Germany) was used for data acquisition including: the RS-232 
interface, a 60 channel preamplifier with integrated filters and a blanking circuit (MEA 
1060-Inv-BC) controlled by MEA_Select software to reduce recording noise by grounding 
any defective electrodes and to assign electrical stimulation waveforms to the selected 
electrode. Data were collected using the MC_Rack program on a personal computer 
running Windows XP and fitted with MC_Card data acquisition hardware and an 
analog input card to record stimulus trigger signals. The raw data were recorded at a 
rate of 50 kHz/channel with a filter bandwidth ranging from 1 Hz - 3 kHz and 
amplification gain of 1100. 
Electrical Stimulation 
A detailed description of the electrical stimulation is provided in our previous study (see 
Stimulation section, Material and Methods Jalligampala et al. 2017). Briefly, the 
stimulus pulses were generated using a stimulus generator (STG 2008, Multi Channel 
Systems, Reutlingen, Germany) and delivered from the ganglion cell side of the retina 
(epiretinally) via one of the 59 electrodes – which was always an interior electrode and 
chosen based on proximity to electrodes with robust neural signals to ensure a 
maximum number of recorded neurons. As the retinal network can be activated from 
either side of the retina by reversing the polarity of stimulation (Im & Fried 2015; 
Boinagrov et al. 2014, Eickenscheidt et al. 2012), due the ease of accessing the retina, 
the electrodes of the MEA were used to simultaneously stimulate and record from the 
ganglion cell (epiretinal) side of the flat-mounted retina. The stimulus(Fig. 1(a), left 
panel) consisted of monophasic rectangular voltage pulses, each with one of the 
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following amplitudes (0.3, 0.5, 1.0, 1.5, 2.0, 2.5 V) and durations (60, 100, 200, 300, 500, 
1000, 2000, 3000, 5000 μs). To reduce the possibility of electrolysis and electrode 
degradation only voltage/duration combinations that fell within safety, limits were 
delivered (Microelectrode Array (MEA) Manual 2010).Additionally, to explore any 
particular preference of the cells to pulse polarity, we included both cathodic (-V) and 
anodic (+V) stimuli. Within each increasing voltage block, the durations were presented 
in 5 sequential, uniquely randomized sets, for a total of 5 repetitions for each 
voltage/duration combination, with an interval of 5 s after each pulse to allow the 
recovery of RGC responsiveness. Additionally, for each experiment, the beginning 
polarity was randomly chosen and alternated with subsequent blocks after that. Before 
and after each stimulation block, spontaneous activity was recorded for ~30 seconds. 
Visual stimulation  
Visual stimuli were presented to the retina from below through the transparent MEA 
by a commercially available DLP-based projector (K10; Acer Inc., San Jose, California, 
USA). The image was focused and centered onto the plane of the retina directly over the 
MEA with a custom-built series of optical components and manual microdrive with 3 
degrees of freedom. Visual stimuli were controlled with custom software.  Each visual 
stimulus block consisted of a full-field (~3 x 4 millimeters) ‘flash’ stimulus, cycling 2 
seconds ON( 40 klx) followed by 2 seconds OFF (20 lux),  20 times without pause (mean 
illuminance = 20 klx, 99.9% Michelson contrast, Fig. 1(a), right panel). The brightness 
range chosen covered a wide range of intensities occurring in the natural environment 
(Rodieck 1998). The six visual stimulus blocks were interleaved before, after, and within 
an electrical stimulation experiment that spanned ~80 minutes of recording time, 
including the first and last flash blocks. 
Data processing and Inclusion criteria 
Commercial spike sorting software was used to process the raw data (Offline Sorter, 
Plexon Inc., TX, USA). Raw voltage traces (data from both electrical and visual 
stimulation) were first filtered (using low-cut, 12 point Bessel filter at 51 Hz to exclude 
line noise); then putative events were detected using a threshold crossing method (4 
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standard deviations below the mean of the amplitude histogram). These events were 
sorted into clusters with an automated routine (Standard Expectation Maximization) to 
assign noise events as well as spiking events from up to 10 cells recorded on each 
electrode to separate units. Finally, as a quality control step, multiple sorting solutions 
were manually inspected to identify the best solution and to occasionally modify this 
solution to minimize Type I and Type II errors in the attribution of events to different 
sources (Sekhar et al. 2016). Units were only judged to contain the spike train from a 
single RGC and considered for the analysis presented here if they: 1) had a clear lock-
out period in the ISI histogram and autocorrelogram. 2) absence of a peak in the cross-
correlogram between different cells which would indicate that a single cell had been 
incorrectly split into 2 or more units. 3) good separation in principal component space of 
a biphasic waveform whose shape is typical of extracellularly recorded action potentials, 
and 4) stability of the waveform shape and firing rate over the entire experiment. Time 
stamps of these sorted spikes were collected with NeuroExplorer (Plexon Inc, TX, USA) 
and exported to MATLAB for further analysis. Accordingly, a total of 2078 WT cells (16 
retinal halves) and 1880 rd10 cells (9 retinal halves) were included in our dataset 
(containing cells for test condition and internal control condition). For external control 
condition, a total of 366 WT cells (3 retinal halves) and 573 rd10 cells (3 retinal halves) 
were included post data processing. A detailed description of the cell count for 
electrically responsive cells and visually responsive cells for the test and control 
conditions are provided in Table 1.  
Data Analysis 
Determining the visual response parameters: For each visual block of 20 
repetitions, the responses were quantified according to the methods of Carcieri  et al. 
(Carcieri et al. 2003) Fig 1. (c). Briefly, a mean post-stimulus time histogram (PSTH) 
was generated by aligning each of the 20, 4-s responses, at a ten-millisecond binning 
resolution and averaging firing rates across all 20 repetitions. The PSTH was smoothed 
with a Gaussian filter of σ = 50 milliseconds. To compensate for cells with high firing 
rates, a baseline firing rate and corresponding SD were calculated for each cell by 
averaging the firing rates during the last 250 milliseconds of each response phase (ON 
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and OFF, 40 samples per 20-cycle stimulus block). The peak firing rate of each phase 
(A1 and A2) was identified to determine peak latency (Tp1 and Tp2) and amplitude (A1 
and A2). The duration/ transience of each response phase (D1 and D2) was defined as the 
time over which the responses fall from peak firing rate (A) to A/e over baseline (i.e., A1 
to A1/e and A2 to A2/e). Amplitude, latency, and duration of response were excluded from 
analysis if the amplitude did not exceed baseline firing rate + 2SD. Additionally, care 
was taken to remove any nonsignificant peaks arising from noisy data or ‘false’ response 
peaks arising from sustained responses of one phase extending into the following phase 
and being detected as a peak. To classify the RGC according to their response polarity, 
an ON/OFF index was calculated from the amplitudes of ON (A1) and OFF (A2) 
responses according to the equation,(A1 - A2) / (A1 + A2). Using the ON/OFF index we 
classified the cell into OFF (-1 to -0.5), ON-OFF (-0.5 to 0.5) and ON (0.5 to 1).  
Visual response changes: For testing our hypothesis, we compared the changes in 
visual response parameters before and after electrical stimulation (for the test and two 
control conditions) Fig 1. (d). At first, we compared the response parameters of the 
visual block before any electrical stimulation was delivered to the retina, to the response 
parameters of the visual block after the entire electrical stimulation protocol was over. 
The visual block prior to any electrical stimulation was termed as “first” block (in red). 
The visual block after ~80 minutes of electrical and visual stimulation was termed as 
“last” block (in green). However, for most cells, we observed that the visual response 
parameters changed after stimulating at lower voltages (0.3 and 0.1V, ~20minutes) as 
seen from the, and rastergram. Hence the visual block following 20 minutes post 
electrical stimulation (lower voltage stimulation) was termed as “second” block (in 
blue). It should be noted that although we provided 0.1 V (both cathodic and anodic 
pulses) due its uneven current waveform and inconsistent charge delivery (Refer to 4.1 
Comparison to previous data, Discussion section, Jalligampala et al. 2017) was excluded 
from the analysis. For all the statistical comparisons, the non-parametric Wilcoxon’s 
ranksum test (MATLAB; The Mathworks, Natick, MA) was used with a significance 
threshold of 0.05. 
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Results 
I. Overall distribution of response parameters
Using full-field flash stimulus, we evaluated the distribution of visual response 
parameters for multimodality. The response parameters measured were the latency of 
the response to flash on (light, ON) and flash off (dark, OFF), duration of the response 
to flash on (light, ON) and flash off (dark, OFF) and the relative amplitudes of the 
response to flash on (light, ON ) and flash off (dark, OFF) (refer methods Data Analysis 
for definition). If each of the response parameters divided into more than one mode, it 
would indicate that the RGCs divided naturally into more than one class. The 
multimodality was examined for both the test (Nearby-R) and control conditions 
(Distant-NR and Visual-OR) and both the strains of the mice (i.e., WT and rd10).  
Test Condition: 
Nearby-R: WT -Latency: Both ON (Fig. 2 Col 1, Row 1) and OFF (Fig. 2 Col 2, Row 
1) latencies had a unimodal distribution. Based on the multimodality boundaries for
latencies described in Carcieri et al. (< 400 ms for short latencies and >400 ms for long 
latencies) majority of the cells had short latency response for both flashes  of ON and 
OFF. Duration/Transience: The duration of ON response (Fig. 2 Col 3, Row 1) had 
a bimodal distribution whereas for the OFF responses (Fig. 2 Col 4, Row 1) the 
distribution was rather unimodal. Based on the multimodality boundaries for the 
duration of responses described in Carcieri et al. (<200 ms for transient cells and > 200 
ms for sustained cells) the ON responses had both transient and sustained responses. 
Whereas, the OFF responses were primarily transient. ON/OFF index: Based on the 
relative amplitude of the response to flash ON and flash OFF a bias index was calculated 
(refer to methods, Carcieri et al. 2003). The distribution of the cells based on the bias 
index (termed as ON/OFF index for our study) was trimodal dividing the cells into 
purely ON (+1), purely OFF (-1) and ON-OFF (centered around 0) (Fig. 2 Col 5, Row 
1). The cells which responded to the only flash on (light) were classified as purely ON 
cells. The cells which responded only to flash off (dark) were classified as purely OFF 
cells. Cells which responded to both flashes on (light) and off (dark) were classified as 
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ON-OFF cells. However, based on the distribution, the number of purely ON were 
higher in comparison to purely OFF cells.  
Nearby-R: rd10 -Latency: Both ON (Fig. 2 Col 1, Row 2) and OFF (Fig. 2 Col 1, 
Row 2) responses had latencies with multimodal distribution (primarily bimodal) with 
both short and long latencies. Duration/Transience: Duration of both ON (Fig. 2 Col 
3, Row 2) and OFF (Fig. 2 Col 4, Row 2) responses had a bimodal distribution 
containing both sustained and transient responses. ON/OFF index: Similar to the WT 
retinas, based on the bias index the cells in the rd10 retina had a trimodal distribution, 
classifying the cells into purely ON, purely OFF, and ON-OFF cells (Fig. 2 Col 5, Row 
2). In contrast to WT retinas, the number of purely OFF cells were comparatively higher 
in comparison to purely ON cells.  
Control Conditions: (i) Internal Control 
Distant-NR: WT -Latency: Similar to the previous observation of the test condition 
(Nearby-R) both ON and OFF responses had latencies with unimodal distribution, 
predominantly the short latency response (< 400 ms, Fig. 2 Col 1, 2, Row 3). Duration/ 
Transience: Although the duration of the ON responses had both transient and 
sustained responses, the distribution was rather unimodal with continuity from 
transient to sustained responses (< 200 ms transient cells, >200 ms sustained response, 
Fig. 2 Col 3, Row 3). However for the duration of OFF responses were transient with 
unimodal distribution (Fig. 2 Col 4, Row 3). ON/OFF index: Similar to the observation 
in Nearby-R WT cells the distribution based on the bias index was trimodal (Fig. 2 Col5, 
Row 3), classifying the cells in purely ON, purely OFF and purely ON-OFF. 
Additionally, the number of purely OFF cells were substantially less in comparison to 
purely ON cells. 
Distant-NR: rd10 -Latency: Similar to the previous observation of the test condition 
(Nearby-R) both ON and OFF responses had latencies with multimodal distribution 
(bimodal) with both short and long latencies (< 400 ms, short and >400 ms long Fig 2. 
Col 1, 2, Row 4). Duration/ Transience: Duration of both ON and OFF responses had 
a multimodal distribution (bimodal) with both transient and sustained cells (Fig. 2 Col 
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3,4 Row 4). ON/OFF index: Based on the bias index the distribution of the cells was 
trimodal (purely ON, purely OFF, ON-OFF). However, unlike the test condition 
(Nearby-R) the number of purely OFF cells were comparatively lower in comparison to 
purely ON cells (Fig. 2 Col 5, Row 4).   
Control Conditions: (ii) External Control 
Visual-OR: WT -Latency: Similar to the test and internal control condition the latency 
distribution for both ON and OFF responses was unimodal with a short latency (< 400 
ms Fig. 2 Col 1,2, Row 5) response. Duration/Transience: The distribution of 
duration of ON responses were bimodal with both transient and sustained responses 
(Fig. 2 Col 3, Row 5). For the duration of OFF responses, the distribution was unimodal 
with transient responses (Fig. 2 Col 4, Row 5). ON/OFF index: Similar to the 
observation for the test and internal control the distribution of the cells was trimodal 
(purely ON, purely OFF and ON-OFF) and the number of purely OFF cells were 
comparatively lower to purely ON cells (Fig. 2 Col 5, Row 5).  
Visual-OR: rd10-Latency: Similar to previous observations in test and internal control 
condition the distribution of latencies for ON and OFF response was bimodal with both 
short and long latency response (Fig.2 Col 1, 2 Row 6). Duration/Transience: The 
distribution of duration of both ON and OFF responses was multimodal (bimodal) with 
both transient and sustained responses (Fig. 2 Col 3,4 Row 6). ON/OFF index: Similar 
to our previous observation in the internal control condition the distribution based on 
the bias index was trimodal (purely ON, purely OFF and ON-OFF). The number of 
purely OFF cells were comparatively lower than purely ON cells.  
For the rd10 retina, although the OFF responses had latencies with a bimodal 
distribution, the number of cells with short latencies (<400 ms) were comparatively 
higher than the long latency responses (>400 ms). Additionally, for the distribution of 
the duration of OFF responses, the number of transient cells (< 200 ms) were higher in 
comparison to sustained cells (> 200 ms).  
It should be noted, that for the overall distribution of response parameters described 
above (Fig. 2) we could observe a discrepancy between the number of cells for latency, 
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duration, and the ON/OFF index (see the ‘n’ values for Figure. 2). As mentioned above 
(refer Data Analysis) while examining the visual response parameters (latency and 
duration) for flash ON and flash OFF we excluded any cell which had a response 
amplitude at latencies <100 ms (arising from responses extending from an earlier 
phase). Additionally, cells with non-significant amplitude peaks were also excluded 
while examining these response parameters. However, while determining the ON/OFF 
index of the cells, relative response amplitudes from both ON and OFF is considered. 
Hence for cells which had a response amplitude, either for ON or OFF were included in 
the cell count. Only cells which neither had a response for flash on or flash off were 
excluded from the cell count of ON/OFF index. 
II. Distribution of response parameters based on ON/OFF index 
Next, we evaluated the distribution of visual response parameters (latency and 
duration) of the cells classified as ON (+0.5 to 1), OFF (-1 to -0.5 ) and ON-OFF (- 0.5 to 
0.5) cells based on the ON/OFF index (Carcieri et al. 2003, Sekhar et al. 2017). We 
evaluated the distribution for the test and control conditions and both the strains (WT 
and rd10 retina). 
WT ON- latency: For the test condition ( Nearby-R) and the internal control condition 
( Distant-NR) the distribution of ON response latency was unimodal ( Fig. 3 Col 1, Row 
1 & 3) with short latency response (< 400 ms). However, for the external control 
condition (Visual-OR) the distribution of ON latency was bimodal with both short and 
long latency responses (>400 ms) (Fig. 3 Col 1, Row 5). Duration/Transience: For 
the test condition and the control conditions ( both internal and external controls) the 
distribution of duration of ON responses was multimodal (primarily bimodal) (Fig. 3 
Col 1, Row 2, 4 and 6) with both transient (< 200 ms) and sustained responses (> 200 
ms). 
WT OFF-latency: For the test and the control conditions (both internal and external 
control conditions) the distribution of OFF response latency was unimodal with short 
latency responses ( Fig. 3 Col 2, Row 1, 3 and 5). For the internal control condition 
(Distant-NR) we did observe few long latency responses. However, most of the cells had 
a distribution which was primarily unimodal. It should be noted that we did observe a 
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cell count peak at 0. This peak corresponded to the really short latency response 
amplitudes (< 100 ms). To show the entire cell count distribution for OFF cells, we 
included these cells in the histogram. Duration/Transience: For the test condition the 
distribution for the duration of OFF responses was unimodal with transient responses 
( Fig. 3 Col 2, Row 2). However, for both the control conditions the distribution was 
multimodal (bimodal) with both transient and sustained responses (> 200 ms) (Fig. 3 
Col 2, Row 4 and 6). 
WT ON-OFF-latency: For both the test and control conditions the distribution of ON-
OFF response latency was unimodal with short latency responses ( Fig. 3 Col 3, Row 1, 
3 and 5). Duration/Transience: For both test and control conditions the distribution 
was multimodal (bimodal) with both transient and sustained responses. (Fig. 3 Col 3, 
Row 2, 4 and 6).  
rd10 ON- latency: For both the test and control conditions the distribution of the 
latency of ON responses was multimodal (bimodal) with both short and long latency 
responses ( Fig. 3 Col 4, Row 1,3, and 5). Duration/Transience: Similar to the 
latency distribution, the distribution of the duration of ON responses was multimodal 
(primarily bimodal) with both transient and sustained responses (Fig 3. Col 4, Row 2, 
4 and 6). For the control conditions, some of the cells had sustained responses lasting 
up to 2 seconds. 
rd10 OFF- latency and duration/transience: For both the test and control conditions 
the distribution was rather obscure ( for both latency and duration) with a majority of 
cells peaked around zero ( response amplitude of latency < 100 ms). The remaining cells 
were distributed at various time scales and had no particular distribution. This suggests 
that the cells contributing to the overall distribution of OFF latency and OFF duration 
( Fig. 2) were primarily the cells with ON-OFF responses ( Fig 3. Col 5, Row 1-6). 
rd10 ON-OFF -latency and duration/transience: For both the test and control 
conditions the distribution of the ON-OFF response latency was multimodal ( primarily 
bimodal) with both short and long latency responses. For all the 3 conditions we did 
observe cells which had long latencies >1 second and in some cells a latency up to 2 
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seconds was observed (Fig. 3 Col 6, Row 1, 3 and 5). Likewise, the distribution of 
duration of ON-OFF responses was bimodal for both the test and control conditions with 
both transient and sustained responses, with few cells having a sustained response up 
to 2 seconds ( Fig. 3 Col 6, Row 2, 4 and 6)  
III- Diversity in alteration of visual responses to electrical stimulation
To evaluate how electrical stimulation alters the visual response parameters, we plotted 
the rastergram and PSTH’s of the cell’s response to full-field flash stimulus (Fig. 4). 
These example cells were both electrically and visually responsive. The rastergram 
shows the visual response to all the six flash blocks presented before, after and within 
the electrical stimulation blocks. The PSTH (above) represents the average response (20 
trails) of the ‘first block,’ i.e., before electrical stimulation. The PSTH (below) shows the 
average response (20 trails) of the ‘last block,’ i.e. after the entire electrical stimulation 
protocol was over.. We observed diversity in the alteration of the visual responses. For 
our study, our definition of neural adaptation was the change in the cell’s firing rate/ 
amplitude. Therefore, to evaluate the effect of electrical stimulation, we observed how 
the cell’s firing rate changed post electrical stimulation. Apart from the changes in firing 
rate/amplitude, observed in all the example cells (Fig. 4 a-e), we observed changes in 
other visual response parameters (latency, duration and ON/OFF index). For some cells, 
we observed that post electrical stimulation the latency of the responses became shorter 
(Fig. 4. b and e, ON responses).For some cells, we observed a change in the transiency 
of the responses, i.e., the cells which were transient before electrical stimulation became 
sustained post electrical stimulation (Fig. 4. c and d). Interestingly, we observed that 
for some cells, a change in polarity, i.e., before electrical stimulation the cell responded 
to a single phase of the flash stimulus, however after post electrical stimulation the cell 
responded to both the periods/phases of the flash stimulus (Fig 4.e, ON to ON-OFF). 
It should be noted, that such diversified responses were also observed during Visual-OR 
condition. 
III- Quantifying the alteration in visual responses in response to electrical
stimulation 
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As described above our primary measure of alternation of visual responses (adaptation) 
in response to electrical stimulation was the change in the cell’s relative firing 
rate/amplitude. Apart from measuring the changes in firing rate, we measured the 
changes in latency and duration of visual responses. We represented each of these 
response parameters in notched box-whisker plot (plotting the median and the 
quartiles) to show the variation across various comparisons. As mentioned above (refer 
to methods Fig 1. d, visual response changes, and experimental design) we started out 
with measuring the changes of the ‘first block’ to the ‘last block.’ However, from the 
rastergram ( also see Fig. 4), we observed changes in visual response parameters were 
as early as ~20 minutes (second block) into the recording time (i.e., after the 2 electrical 
stimulation blocks of 0.1 and 0.3 V, subthreshold stimulus). Therefore, we measured the 
changes of visual response parameters from the ‘first block’ to the ‘second block.’ Finally, 
we measured the changes of the visual responses from the ‘second block’ to the ‘last 
block’ (~ 60 minutes time difference). We compared these changes for the test condition 
(Nearby-R) and control conditions (internal and external control). The statistical 
comparisons are presented in Table 2. The number of cells for each block (of the box 
plot) is presented in Table 3. 
WT retinas: 
(1) First Vs. Last Block (red vs. green): Amplitude- For both ON and OFF
response, there was a significant increase (across all quartiles) in the relative
amplitude (firing rate) from the first block to the last block for all the three
conditions (test and both the controls, Fig. 5.1 a-c). However, when comparing
the magnitude of pre and post stimulation changes between the test (Nearby-R)
and the control conditions ( Distant-NR and Visual-OR), we found the increase
in ON and OFF amplitudes to be significantly greater for the test condition (or
electrically responsive cells, Table 2, numbers in red). Latency- For the latency
of ON responses we did not observe any statistical difference between the first
and the last block for all the 3 conditions. The latency of OFF responses
significantly decreased for all the 3 conditions. However, when comparing the
magnitude of pre and post stimulation changes between the test and external
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control condition (Visual-OR), we found the decrease in OFF response latency to 
be significantly greater for the test condition. There was no statistical difference 
in latency of OFF response between the Nearby-R and Distant-NR (Fig 5.2. a-c) 
Duration/Transience: For all the 3 conditions, there was a significant increase 
in duration of ON responses, from the first to the last block. However, on 
comparing the test and control conditions, these changes were not significant 
(Fig 5.3 a-c). Likewise, for the duration of OFF responses, we saw a significant 
increase from the first to last block only for the control conditions ( Visual-OR 
and Distant-NR). When compared to the test condition there was no significant 
difference.   
(2) First Vs. Second Block (red vs. blue): Amplitude- For both ON and OFF
responses, there was a significant increase in the relative amplitude from the
first to the second block for all the 3 conditions. However, when comparing the
magnitude of pre and post stimulation changes between the test and control
conditions, we found the increase in ON amplitudes to be significantly greater
for the test conditions. However, the increase in OFF response amplitudes was
significantly greater for the test condition in comparison to the internal control
condition ( Distant-NR). There was no statistical difference between the test and
external control condition (Visual-OR) (Fig 5.1 a-c). Latency- Only for the
internal control condition, the latency of the ON responses significantly
decreased from the first to the second block. There was no significant decrease
in the test and external control condition. Additionally, when the test and control
conditions were compared, there was no significant difference (Fig, 5.2 a-c). For
the OFF response latency, there was a significant decrease in latency from the
first to the second block. On comparing the test and control conditions, the
decrease in latency of OFF responses was significantly greater for the test
condition. Duration/Transience- Only for the internal control condition
(Distant- NR) there was a significant increase in duration of the ON responses
from the first to the second block. For the test condition, there was a significant
decrease in duration of the OFF responses from the first to the second block. For
the external control ( Visual-OR) there was a significant increase in duration of
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the OFF responses from the first to the second block. There were no significant 
changes for the Distant-NR. On comparing the test to the Visual-OR, we found a 
significant difference (Fig. 5.3 a-c).  
(3) Second Vs. Last Block (blue vs. green): Amplitude- Only for the Visual-OR
condition there was an increase in ON response amplitude from the second to
the last block. However, comparing the test and control conditions, there was no
statistical significance. There was no increase in OFF response amplitude from
the second to the last block for all the 3 conditions (Fig. 5.1 a-c). Latency-
Likewise, for both ON and OFF response latency we observed no statistical
difference between the second and the last block for all the 3 conditions (Fig. 5.2
a-c). Duration/Transience- There was a significant increase in duration of the
ON responses for all the 3 conditions. However, comparing the test to the control 
conditions the magnitude of increase in ON response duration was significantly 
greater for the test condition (Fig. 5.3 a-c). For all the 3 conditions, there was no 
significant increase from the second to last block. However, we observed a 
statistical difference between the test and control conditions which could be due 
to the outliers ( supplement S1.3).  
rd10 retinas: 
(1) First Vs. Last Block (red vs. green): Amplitude- Only for the Visual-OR
condition there was a significant increase in ON and OFF response amplitudes
from the first to the last block. Comparing the test to control conditions there was
no statistical difference between the test and control conditions for ON response
amplitudes. However, comparing the test to the control conditions only for the OFF
response amplitudes the magnitude of changes from the first to the last block was
significantly higher for the control conditions (Visual-OR).Comparing the changes
between the test and external control (Distant-NR) for the OFF response
amplitudes, the magnitude of change was significantly greater for the test
condition (possibly due to outliers, Fig. 5.1 d-f). Latency- There was a significant
increase in ON response latency from the first to last block for the test (Nearby-R)
condition. However, compared to the control conditions, there was no statistical
P a g e  | 23 
difference. For both the control conditions, there was a significant decrease in OFF 
response latency, from the first to the last block. Comparing the test to control 
conditions, the magnitude of decrease was significantly higher for both the control 
conditions (Fig. 5.2 d-f). Duration/Transience- Only for the control conditions 
(both), there was a significant decrease in the duration of OFF responses from the 
first to the last block. However, compared to test condition there was a statistical 
difference. Likewise, there were no changes in duration of ON responses for all the 
3 conditions.(Fig. 5.3 d-f).  
(2) First Vs. second Block (red vs. blue): Amplitude-Only for the Visual-OR there
was a significant increase in response amplitude from the first to the second block.
However, there was no statistical difference between the test and control conditions.
(Fig. 5.1 d-f). Latency and Duration -Only for the Visual-OR, there was a
significant decrease in the latency of OFF response, and for the duration of OFF
responses from the first to the second block. This magnitude of decrease was
significantly higher for the Visual-OR condition when compared to the test (Nearby-
R) condition (Fig, 5.2, 5.3 (d-f)).
(3) Second Vs. Last Block (blue vs. green): Amplitude- There was a significant
increase in ON and OFF response amplitudes from the second to the last block for
Visual-OR. There was no significant change from the second to the last block for the
test and internal control condition. However comparing the test to both the control
conditions, the magnitude of increase in ON response amplitude was higher for the
Visual-OR than the test condition. Likewise, the magnitude of increase in OFF
response amplitude was significantly higher for Visual-OR in comparison to test
condition. In comparison to the Distant -NR, the magnitude of change for the test
condition was significantly higher for the test condition (Fig 5.1 d-f). Latency and
Duration- There was a decrease in ON latency from the second to last block for the
Distant-NR. However, it was not significant. But in comparison to the test condition,
the magnitude of the decrease was significantly higher for the Distant-NR condition.
Although there was a significant decrease in latency and duration OFF responses
for the control condition from the second to last block, there was no statistical
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difference when compared to the test condition (Fig 5.2, 5.3 d-f). For details of 
outlier refer to the supplement (S1.1, S1.2, S1.3). 
IV- Change in the ON/OFF ratio
In Fig. 6 we compared the relative weighting of the ON and OFF response before and 
after electrical stimulation for the test and control conditions. For the WT retinas, we 
observed a change in ON/OFF ratio from the first to the second block for all the 3 
conditions.This change in ratio was primarily the change from the purely ON (0.5 to1) 
to ON-OFF (-0.5 to 0.5) responses. The change in ON/OFF ratio was substantially large 
for the visual-OR condition, suggesting that this weighting of the ON and OFF 
responses are primarily caused by adaptation of the retina to visual stimulus. 
Furthermore, such adaptation is rather fast as seen by the change from the first to the 
second block for all the conditions (Fig. 6 a-c). In comparison to the second block, there 
was no substantial change in the ON/OFF ratio for the last block, suggesting that these 
changes although, occurring early on remains consistent till the end of the 
experiment.There were no changes from purely OFF to ON-OFF cells for the WT retina. 
Interestingly, for the rd10 retinas, the above observation (ON to ON-OFF) was true only 
for the external control condition (Visual- OR). For both the Nearby-R and the distant-
NR we found no change in the ON/OFF ratio between the three visual blocks. This 
suggested that the electrical stimulation prevents the change in the ON/OFF ratio in 
the rd10 retinas. Similar to the WT retinas there was no change from purely OFF 
response to ON-OFF response (Fig. 6 d-f). The number of cells contributing to each 
visual block for the test and control condition is presented in Table 4.  
Discussion 
In the present study, we investigated the changes of visual response parameters 
(latency, duration, amplitude) before and after electrical stimulation. We demonstrated 
that, while the time invitro and visual adaptation increase the neuronal responsiveness 
by increasing the firing rate (amplitude) of the cell, electrical stimulation further 
strengthens these visual response changes.  
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Multimodality - Cell Classification 
To evaluate if our dataset could naturally divide into more than one class, we examined 
our dataset for multimodality. While for the majority of visual responses in WT retina 
we observed a unimodal distribution, for the rd10 retina we observed a rather 
multimodal distribution. This was not surprising, as the age (P28-P40) of the 
degenerating rd10 mouse considered in our study had a substantial amount of viable 
cone photoreceptors which would contribute to the long latency, sustained responses. 
However, what was intriguing is that for most of the visual responses for WT retinas 
the responses had a shorter latency and rather a transient response. As the 
photoreceptors (both rods and cones) are still intact, it was surprising that we did not 
observe a substantial amount of long latency response. Additionally, for our dataset 
which showed weak multimodality, the physiological response properties were rather a 
continuum (Carcieri et al. 2003, Rodieck 1998). One reason for this could be the use of 
full-field stimulus rather than a spot stimulus optimized to the receptive field center of 
each cell. Simplifying our stimulus, allowed us to gather an enormous amount of data. 
However, this simplification could significantly impair the ability to classify the visual 
responses of individual cells. Therefore, a set of visual stimuli addressing the spatial 
domain may be better to differentiate between the cell classes.   
rd10 changes predominant for OFF responses 
 For our rd10 dataset, we observed the majority of response changes for the OFF 
responses. Further, comparing the test to control conditions ( primarily the Visual-OR) 
these responses were most significant. Previous studies (Stasheff et al. 2011)have shown 
that with progressive degeneration, for rd10 retinas both the ON and OFF responses 
are equally affected. However, for rd1 retinas, which is an aggressive form of retinal 
degeneration (RP), the OFF pathway remain preserved for a longer time span in 
comparison to the ON pathway (Stasheff et al. 2011). Therefore, our observation could 
suggest that towards later stages of degeneration the OFF pathway would be preserved 
for a longer time span allowing the opportunity for cell-specific stimulation.  
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Role of invitro adaptation 
It is often observed that over the course of long-term invitro recordings the physiological 
properties of the tissue changes. Such changes can lead to changes in visual as well as 
electrical responses. Some of these changes could result from a change in pH, 
temperature, and oxygen supply. A recent study by Maturana et al. demonstrated that 
by changing the temperature, the electrical response properties of the ganglion cells 
were altered. They showed with increased temperature (34o C, similar to our 
temperature) the responses of the RGC to electrical stimulation were more stimulus-
locked, with shorter latency and shortened duration(Maturana et al. 2015). While their 
observation was primarily for electrical responses, it could well be extended to the visual 
responses, suggesting that some of the changes in the visual responses could be 
attributed to the changes developed over time invitro. Therefore, to control for this 
adaptation, we used an external control condition (Visual -OR) which would also have 
an adaptation effect developed over time invitro, making it a suitable control condition 
to measure the real changes attributed to electrical stimulation.  
 Contribution from visual adaptation 
Work in human ERG (electroretinogram) from Peter Gouras and colleagues (Gouras & 
MacKay 1989) have shown a gradual increase in amplitude (of the a-wave and b-wave 
component) during light adaptation, over a period of approximately 20 minutes 
suggesting that the photoreceptors are involved in the rise in amplitudes. Additionally, 
this phenomenon occurred during suprathreshold light levels. This observation could 
explain the immediate response (~20 minutes) in the Visual-OR condition. Additionally, 
our flash ON stimulus was in the suprathreshold range which further supports our 
observation in Visual-OR condition. This increase in response is thought to reflect the 
redepolarizarion of the cones, after the initial hyperpolarization to an adaptation field. 
Such redepolarization also redepolarizes the horizontal cells. Therefore, apart from the 
invitro adaptation effect, the adaptation to visual stimulus also plays a role in the 
increased response in the test and the external control condition (Visual-OR).     
Characterizing visual type before electrical stimulation 
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As we have shown in this study, that the electrical stimulation can alter visual
response parameters, it is strongly recommended that we characterize the visual 
responses for extracellular recording (like MEA) before any electrical 
stimulation. Such characterization is essential in healthy retinas or early 
degenerating retinas, as it is tough to classify the cells during the late stages of 
degeneration when the visual responses are completely lost. In earlier studies (Goo et 
al. 2011 , Ryu et al. 2009) it has been seen that the different RGCs are considered as 
one homogeneous population. In doing so, it becomes challenging to identify how 
electrical stimulation affects the visual pathways (ON and OFF) individually. It could 
be argued, that patch-clamp technique or calcium imaging could identify 
individual cell types morphologically and electrophysiologically. However, it is 
also crucial for these experimental setups that the identified cells need to be visually 
characterized first.  
Providing a steady-state- electrical stimulation 
The observed increase in response amplitude is the result of alterations in cell 
physiology or network connectivity. In this case, this effect may also change how the 
retina responds to electrical stimulation. Such effect may have been overlooked in 
earlier studies as only a few investigators habituate the retina to ongoing electrical 
stimulation before examining its electrical responsiveness. An investigation of the 
cellular and network changes induced by ongoing electrical stimulation – particularly 
focusing on electrical responsiveness will shed light on this possibility. One way to 
investigate this would be, providing the retina with an electrical noise stimulation 
(Sekhar et al. 2017). This would influence the cellular and network responsiveness by 
bringing it to a steady state of electrical stimulation. Once the retina, is adapted to a 
steady state of electrical stimulation, it would be interesting to see how the electrical 
responsiveness would be affected with single pulses at threshold or supra-threshold 
electrical stimulation. Therefore, for future investigations of prosthetic stimulation it 
would be highly advisable to develop such electrical paradigms which would account 
for the ongoing network responsiveness. 
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Changes in ON/OFF ratio 
In our study, we observed a change in relative weighting for ON and OFF responses, 
with a shift of purely ON responses to ON-OFF. This shift was mostly observed for WT 
retinas for all the three conditions and the rd10 retinas only for the Visual-OR condition. 
Such observations have been reported in a previous study in healthy retinas (Tikidji-
Hamburyan et al. 2015). This study showed that on full-field stimulation, at some light 
levels the cell was classified as OFF and in other light levels some cells were classified 
as ON/OFF.  This suggests that the changes in the weighting of ON and OFF responses 
are mostly occurring due to adaptation to visual stimulus. These changes primarily 
occurred from the first to the second block and remain constant till the last block. One 
possible reason for this observation is that the first visual stimulus is presented after 
30 minutes of no light stimulation, i.e., adapted to dark condition. However, post 
electrical stimulation or invitro adaptation the retina was in a different adapted state. 
However, for rd10 retina we did not observe changes in the test and internal control 
(Distant -NR). A possible reason for this observation is that the electrical stimulation 
prevents any modifications of the weighting of the ON and OFF responses. If this holds 
true, then post electrical stimulation, although with the rewiring the physiological 
properties of the pathway would be preserved for exploring pathway-specific 
stimulation. It would be worth exploring the change in ON/OFF ratio at different time 
points of degeneration.    
Limitations 
For the current study, we simplified the full-field stimulus. While with this 
simplification we could gather responses from thousands of RGCs, the ability to 
categorize the visual response of individual cells is impaired. For example, if an ON cell 
has a strong enough OFF surround, it may be categorized as ON-OFF or OFF with the 
present stimulus. Similarly, response latencies and durations can be contaminated 
when a full-field stimulus is used. Therefore, using stimulation spots to elicit a response 
in the visual receptive field would help in classifying the cell's response accurately.  
Implications to the field of retinal prosthesis 
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The increase in response amplitude observed in this study is the result of alteration in 
the network connectivity and the cell physiology. In this case, this effect may also 
change how the retina responds to electrical stimulation. One reason that such an effect 
may have been overlooked in previous studies is that few investigators habituate the 
retina to ongoing electrical stimulation before examining its electrical responsiveness. 
An investigation of the cellular and network changes induced by ongoing electrical 
stimulation – particularly focusing on electrical responsiveness will shed light on this 
possibility. Given the likelihood that ongoing electrical stimulation will be shown to 
influence cellular and network responsiveness, it is advisable to develop paradigms of 
ongoing background electrical stimulation for future investigations of prosthetic retinal 
stimulation.  
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Figure and Table Legends 
Fig.1 : (a) Stimulation Protocol, Test and Control condition & comparisons: 
Electrical stimuli were presented over a range of voltage/duration combinations. 
Constant-voltage stimulus blocks consisted of 5x repetitions of 9 durations. Within each 
repetition, the durations were randomized. 5s separated pulses. Voltage blocks were 
presented from lowest to highest amplitude. Subsequent voltage blocks were separated 
by 150 sec or greater.  A block of full-field flash stimulus (20 repetitions of 2s ON & 2s 
OFF) was interleaved between voltage blocks throughout the experiment. Voltage-
duration combinations that exceeded safety limits were omitted (grey triangle).(b) The 
different test ( Nearby-R) and control conditions (internal- Distant-NR and external -
Visual -OR). (c) Flash response characterization using according to Carcieri. et al. 
2003. The top row shows spike rasters of a full-field flash stimulus (20 trails, 2s ON 2s 
OFF). A1 and A2 represent the relative (relative to the baseline) response amplitude for 
ON and OFF. Tp1 and Tp2 time to peak (latency) for ON and OFF. D1 and D2 
( durations) for ON and OFF, after A1 where the response is still above A1/e.  (d) 
Visual response changes were evaluated for the first (red) to second (blue) and 
first(red) to (last)  using the average PSTH. PSTH binned at 2 ms intervals for 
all responses. Smoothed histogram (Gaussian smoothing filter, sigma = 4 ms) 
Fig, 2: Evaluating multimodality: Overall distribution of response parameters for 
ON and OFF responses for WT and rd10 retinas for the test (Nearby-R) and the control 
conditions (Distant-NR and Visual-OR). Responses measure were latency, duration, 
relative response amplitudes for computing the ON/OFF index. 
Fig. 3: Evaluating multimodality based on ON/OFF index: Overall distribution of 
response parameters of ON, OFF  and ON/OFF RGC types for WT and rd10 retinas for 
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the test (Nearby-R) and the control conditions (Distant-NR and Visual-OR). Responses 
measures were latency and duration. 
Fig. 4: Diversity of alternation of visual responses to electrical stimulation. (A-
E) .Rastergram is depicting response for all six visual blocks. 1,2 and 6 were evaluated 
for response changes. (Top) PSTH shows the average PSTH for first block. (Bottom) 
shows the average PSTH for the last block. PSTH binned at 2 ms intervals for all 
responses. Smoothed histogram (Gaussian smoothing filter, sigma = 4 ms). 
Fig 5.1: Box-whisker plot for response amplitude. Box plots for ON (solid line) and 
OFF (dashed) responses shown for first (red), second (blue) and last (green) for WT  (a-
c) and rd10  (d-f) retinas for the test (Nearby-R, a,d) and control conditions (Distant-
NR b,e and Visual-OR  c, f ). 
Fig 5.2: Box-whisker plot for response latency. Box plots for ON (solid line) and 
OFF (dashed) responses shown for first (red), second (blue) and last (green) for WT  (a-
c) and rd10  (d-f) retinas for the test (Nearby-R, a,d) and control conditions (Distant-
NR b,e and Visual-OR  c, f ). 
Fig 5.3: Box-whisker plot for response duration. Box plots for ON (solid line) and 
OFF (dashed) responses shown for first (red), second (blue) and last (green) for WT  (a-
c) and rd10  (d-f) retinas for the test (Nearby-R, a,d) and control conditions (Distant-
NR b,e and Visual-OR  c, f ). 
Fig 6: Changes in ON/OFF ratio. Percentage bar is showing the  relative weighting 
of ON, OFF and ON-OFF responses for first, second and last block, for WT (a-c) and 
rd10 retina (d-f) for all the three conditions (Nearby-R, Distant -NR and Visual -OR). 
Table 1: Retinal ganglion cell (RGC) counts for WT and rd10 for test and control 
conditions.  “Distances” are recording distances relative to the stimulating electrode. 
For the definition of ‘responsive’ (see Jalligampala et al. 2017, Methods- Data Analysis). 
Table 2 : For the plots in Fig. 5 (5.1, 5.2, 5.3), the nonparametric Wilcoxon ranksum 
test (MATLAB, p<0.05) was used to determine significant changes. For each 
condition (near & 
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responsive, distant & non-responsive, and control) and each mouse strain (wt and rd10) 
we tested whether each visual response parameter differed between First vs. Second, 
First vs. Last and Second vs. Last flash stimulus blocks. For each of these tests, the 
quartiles of the First, Second and Last response parameter distributions are provided 
along with the p-value of the test. P-values for these tests are presented between the 
middle and right data blocks. Green boxes identify significant increase. Red boxes 
identify  significant decreases .Bold p-values indicate significance .Red p-values indicate 
significance between test and control conditions.  
Table 3 : Cell counts for each of the box-whisker plot ( for Fig 5.1, 5.2 and 5.3). 
Table 4: Cell counts for ON, OFF and ON-OFF and Total  for evaluating change in 
ON/OFF ratio. shown in Fig. 6  
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Table 1
Test Condition (Nearby R)
WT rd10
All distances Total 2078 1880
Electrically 
responsive
354 1188
Visuall responsive 2076 1763
200-283 µm
(nearby electrode 
distance)
Total 216 232
Electrically 
responsive
68 174
Visually responsive 68 167
Internal Control Condition (Distant NR) 
WT rd10
All distances Total 2078 1880
Visually responsive 2076 1763
Non responsive & 
>300µm
Total 1576 632
Visually responsive 1574 579
External Control Condition (VisualOR)
WT rd10
All distances
Total 366 573
All distances
Visually responsive 363 517
Table 2
First Vs Last  TEST CONDITION TEST VS INTERNAL  INTERNAL CONTROL CONDITION TEST VS EXTERNAL  EXTERNAL CONTROL CONDITION 
WT rd10 WT rd10
quartiles 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75
First 9.3431 15.4841 27.4666 5.6429 10.9961 17.4988 3.5161 9.9709 19.5954 2.597 5.9124 13.2933 6.4723 15.2725 24.9348 4.9872 11.3673 21.2146
Last 18.2528 31.8701 53.3581 5.6191 9.553 19.8047 8.3216 16.3089 30.5685 2.6942 6.5979 14.7771 11.8034 21.7521 34.413  6.8246  12.7532 20.9129
p-value 3.90E-04 0.4869 0.0032 0.3460
First 7.549 13.912 26.0128 5.1156 10.2896 21.9326 1.4897 5.0812 11.7408 1.3893 3.468 9.9291 3.3704 12.2762 27.4184 2.0415 4.4851 9.4341
Last 18.8978 31.685 48.4855 5.6929 11.0224 21.1205 3.6051 9.6971 21.0333 1.7064 3.3422 7.2785 8.9486 22.6461 50.364 3.7832 8.1316 16.3549
p-value 8.12E-07 0.0152 0.0251 2.83E-06
First 0.22 0.25 0.285 0.225 0.305 0.645 0.23 0.26 0.31 0.23 0.29 0.58 0.21 0.23 0.26 0.245 0.38 0.71
Last 0.22 0.25 0.28 0.2575 0.38 0.7225 0.22 0.26 0.32 0.23 0.31 0.65 0.21 0.23 0.27 0.26 0.35 0.6375
p-value 0.5353 0.3179 0.0516 0.2181
First 0.24 0.27 0.3325 0.21 0.255 0.38 0.26 0.29 0.35 0.2 0.26 0.52 0.25 0.26 0.29 0.21 0.48 1.15
Last 0.2275 0.25 0.28 0.2 0.23 0.425 0.22 0.25 0.28 0.18 0.22 0.52 0.23 0.25 0.27 0.17 0.19 0.34
p-value 0.2981 0.0495 0.0137 2.42E-06
First 0.1 0.135 0.205 0.09 0.15 0.32 0.09 0.12 0.18 0.1 0.14 0.29 0.09 0.12 0.21 0.1 0.16 0.3525
Last 0.13 0.2 0.31 0.09 0.19 0.36 0.11 0.16 0.25 0.095 0.15 0.34 0.1 0.15 0.32 0.1 0.19 0.35
p-value 0.1583 0.7435 0.0885 0.9437
First 0.09 0.1 0.12 0.09 0.12 0.19 0.08 0.095 0.12 0.08 0.1 0.17 0.08 0.09 0.11 0.09 0.12 0.185
Last 0.08 0.1 0.1225 0.08 0.11 0.1675 0.08 0.1 0.12 0.08 0.09 0.12 0.09 0.1 0.13 0.08 0.09 0.1325
p-value 0.3965 0.6564 0.2179 0.6474
First Vs Second
WT rd10 WT rd10
quartiles 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75
First 9.3431 15.4841 27.4666 5.6429 10.9961 17.4988 3.5161 9.9709 19.5954 2.597 5.9124 13.2933 6.4723 15.2725 24.9348 4.9872 11.3673 21.2146
Second 17.3452 29.3097 48.9727 5.7751 11.1358 16.9478 8.0905 16.9723 31.4854 2.8302 6.8679 14.6147 10.6987 19.3735 29.1273 5.8462  10.5321 17.9857
p-value 8.30E-03 0.1895 1.03E-04 0.3605
First 7.549 13.912 26.0128 5.1156 10.2896 21.9326 1.4897 5.0812 11.7408 1.3893 3.468 9.9291 3.3704 12.2762 27.4184 2.0415 4.4851 9.4341
Second 11.3932 26.853 44.9023 5.9759 12.5064 25.4325 3.1439 8.9588 19.1156 1.8444 4.0977 9.1503 9.9069 24.0762 43.6085 3.6157 6.623 12.4977
p-value 3.34E-04 0.8186 0.3180 0.3825
First 0.22 0.25 0.285 0.225 0.305 0.645 0.23 0.26 0.31 0.23 0.29 0.58 0.21 0.23 0.26 0.245 0.38 0.71
Second 0.2225 0.24 0.26 0.2425 0.34 0.6575 0.23 0.26 0.29 0.23 0.34 0.64 0.2 0.22 0.26 0.24 0.37 0.61
p-value 0.6276 0.3263 0.1410 0.4559
First 0.24 0.27 0.3325 0.21 0.255 0.38 0.26 0.29 0.35 0.2 0.26 0.52 0.25 0.26 0.29 0.21 0.48 1.15
Second 0.23 0.25 0.28 0.21 0.24 0.36 0.24 0.27 0.3 0.2 0.24 0.5225 0.23 0.26 0.28 0.18 0.21 0.5975
p-value 0.9853 0.2745 7.85E-04 0.0015
First 0.1 0.135 0.205 0.09 0.15 0.32 0.09 0.12 0.18 0.1 0.14 0.29 0.09 0.12 0.21 0.1 0.16 0.3525
Second 0.11 0.14 0.2375 0.1 0.21 0.36 0.1 0.14 0.21 0.1 0.16 0.34 0.09 0.11 0.27 0.1 0.17 0.4
p-value 0.2906 0.3726 0.8565 0.3712
First 0.09 0.1 0.12 0.09 0.12 0.19 0.08 0.095 0.12 0.08 0.1 0.17 0.08 0.09 0.11 0.09 0.12 0.185
Second 0.08 0.09 0.11 0.08 0.12 0.2 0.08 0.1 0.12 0.08 0.1 0.14 0.09 0.1 0.13 0.08 0.1 0.17
p-value 0.0014 0.4258 4.27E-06 0.0424
Second vs Last
WT rd10 WT rd10
quartiles 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75 0.25 0.5 0.75
Second 17.3452 29.3097 48.9727 5.7751 11.1358 16.9478 8.0905 16.9723 31.4854 2.8302 6.8679 14.6147 10.6987 19.3735 29.1273 5.8462  10.5321 17.9857
Last 18.2528 31.8701 53.3581 5.6191 9.553 19.8047 8.3216 16.3089 30.5685 2.6942 6.5979 14.7771 11.8034 21.7521 34.413  6.8246  12.7532 20.9129
p-value 1.76E-01 0.8267 0.2959 0.0212
Second 11.3932 26.853 44.9023 5.9759 12.5064 25.4325 3.1439 8.9588 19.1156 1.8444 4.0977 9.1503 9.9069 24.0762 43.6085 3.6157 6.623 12.4977
Last 18.8978 31.685 48.4855 5.6929 11.0224 21.1205 3.6051 9.6971 21.0333 1.7064 3.3422 7.2785 8.9486 22.6461 50.364 3.7832 8.1316 16.3549
p-value 0.1201 9.33E-05 0.3814 3.55E-12
Second 0.2225 0.24 0.26 0.2425 0.34 0.6575 0.23 0.26 0.29 0.23 0.34 0.64 0.2 0.22 0.26 0.24 0.37 0.61
Nearby-R vs. Visual-OR
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0.0039 0.1383 2.58E-23 0.0911 3.01E-08 1.66E-05
8.73E-05 0.9035 3.60E-42 0.0798 8.94E-05
La
te
nc
y 
(s
ec
) ON
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Near vs. Visual only Visual Only Control
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0.0155
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4.19E-01 0.8226 6.84E-01 0.6828 0.0366
 
)
Last 0.22 0.25 0.28 0.2575 0.38 0.7225 0.23 0.26 0.32 0.23 0.31 0.65 0.21 0.23 0.27 0.26 0.35 0.6375
p-value 0.2636 0.035 0.3640 0.2270
Second 0.23 0.25 0.28 0.21 0.24 0.36 0.24 0.27 0.3 0.2 0.24 0.5225 0.23 0.26 0.28 0.18 0.21 0.5975
Last 0.2275 0.25 0.28 0.2 0.23 0.425 0.22 0.25 0.28 0.18 0.22 0.52 0.23 0.25 0.27 0.17 0.19 0.34
p-value 0.1404 0.1164 0.1659 0.7593
Second 0.11 0.14 0.2375 0.1 0.21 0.36 0.1 0.14 0.21 0.1 0.16 0.34 0.09 0.11 0.27 0.1 0.17 0.4
Last 0.13 0.2 0.31 0.09 0.19 0.36 0.11 0.16 0.25 0.095 0.15 0.34 0.1 0.15 0.32 0.1 0.19 0.35
p-value 0.0221 0.5745 0.0160 0.8883
Second 0.08 0.09 0.11 0.08 0.12 0.2 0.08 0.1 0.12 0.08 0.1 0.14 0.09 0.1 0.13 0.08 0.1 0.17
Last 0.08 0.1 0.1225 0.08 0.11 0.1675 0.08 0.1 0.12 0.08 0.09 0.12 0.09 0.1 0.13 0.08 0.09 0.1325
p-value 0.0056 0.4092 9.34E-04 0.2803
La
te
nc
y 
(s
ec
) ON
0.2419 0.1724 0.0037 0.614 0.0989 0.4522
OFF
0.6038 0.3483    1.3479e-29
 1.02E-02 0.0575 1.52E-04
Du
ra
tio
n 
(s
ec
)
ON
1.34E-02 0.5471 2.81E-06 0.4079 9.20E-03 0.9893
OFF
0.0952 0.3558 0.7763 1.59E-02 5.16E-01 2.48E-02
Table 3 WT (CELL COUNT) rd10 (CELL COUNT)
NEARBY- (RESPONSIVE) NEARBY- (RESPONSIVE)
AMPLITUDE LATENCY DURATION AMPLITUDE LATENCY DURATION
VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST
ON 68 67 66 68 67 66 68 67 66 ON 132 135 129 132 135 129 131 133 129
OFF 53 58 53 53 58 53 53 58 53 OFF 146 131 128 146 131 128 146 131 127
DISTANT- (NON RESPONSIVE) DISTANT- (NON RESPONSIVE)
AMPLITUDE LATENCY DURATION AMPLITUDE LATENCY DURATION
VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST
ON 1398 1527 1532 1398 1527 1532 1396 1523 1527 ON 531 529 529 531 529 529 526 523 520
OFF 1104 1317 1256 1104 1317 1256 1096 1315 1250 OFF 426 395 398 426 395 398 414 388 394
VISUAL ONLY VISUAL ONLY
AMPLITUDE LATENCY DURATION AMPLITUDE LATENCY DURATION
VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST VISUAL TYPE FIRST SECOND LAST FIRST SECOND LAST FIRST SECOND LAST
ON 356 354 357 356 354 357 355 354 356 ON 452 443 455 452 443 455 449 439 453
OFF 270 306 304 270 306 304 267 301 302 OFF 341 341 340 341 341 341 332 328 333
Table 4
WT
ELECTRICALLY RESPONSIVE (NEAR-BY) TOTAL CELL COUNT
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 27 9 32 40% 13% 47% 68
SECOND BLOCK-20MINS 21 8 39 31% 12% 57% 68
LAST BLOCK-80 MINS 20 8 39 30% 12% 58% 67
DISTANT(NON-RESPONSIVE) 
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 709 153 585 49% 11% 40% 1447
SECOND BLOCK-20MINS 658 155 749 42% 10% 48% 1562
LAST BLOCK-80 MINS 672 142 745 43% 9% 48% 1559
VISUAL ONLY
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 157 37 164 44% 10% 46% 358
SECOND BLOCK-20MINS 94 38 226 26% 11% 63% 358
LAST BLOCK-80 MINS 99 29 234 27% 8% 65% 362
rd10
ELECTRICALLY RESPONSIVE (NEAR-BY) TOTAL CELL COUNT
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 33 44 86 20% 27% 53% 163
SECOND BLOCK-20MINS 41 39 83 25% 24% 51% 163
LAST BLOCK-80 MINS 39 36 84 25% 23% 53% 159
DISTANT (NON-RESPONSIVE) 
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 232 80 268 40% 14% 46% 580
SECOND BLOCK-20MINS 249 75 258 43% 13% 44% 582
LAST BLOCK-80 MINS 261 78 247 45% 13% 42% 586
VISUAL ONLY
ON OFF ON-OFF ON % OFF % ON-OFF %
FIRST BLOCK 280 69 164 55% 13% 32% 513
SECOND BLOCK-20MINS 219 73 216 43% 14% 43% 508
LAST BLOCK-80 MINS 220 69 220 43% 14% 43% 509
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Abstract:  
 
Objective:  Over the past two decades the field of retinal prostheses has achieved significant 
milestones by restoring visual percepts in patients suffering from retinitis pigmentosa (RP) 
and age-related macular degeneration (AMD). It has been demonstrated invitro that, 
repetitive electrical stimulation of the retinal network, results in a reduced sensitivity of the 
retinal neurons to respond to further stimulation. Such reduction in the  RGC response is 
known as desensitization. This phenomenon is believed to contribute to visual percept fading 
often reported by human implant subjects. Although desensitization has been well 
characterized at fixed spatial locations (τ, the time constant), little is known about how far 
in space desensitization extends (λ, space constant). Here we investigate the lesser-known 
spatial aspect of desensitization in the healthy mouse retinas. 
Approach: We recorded the RGC responses to paired-pulse stimulation using micro-electrode 
array (MEA). By systematically varying the paired-pulses across different inter-electrode 
distance and different interpulse intervals we studied the spatiotemporal interaction of 
electrical desensitization.  
Main Results: Spatiotemporal interaction of desensitization varies as a function of space and 
time. We identified that for the shortest inter-electrode distance (200 µm) the level of 
desensitization was maximum in comparison to other inter-electrode distance.  For 200 µm 
inter-electrode distance we saw a gradual decrease in responses for interpulse intervals from 
1 s (1 Hz)  to 100 ms (10 Hz), with maximum desensitization observed at 10 Hz. Interestingly, 
with further increase in frequencies, we observed an increase in RGC response. 
Significance: Knowledge of these spatiotemporal interactions of electrical desensitization is 
essential for developing effective patterns of stimulation for the next generation retinal 
prostheses. 
 
Keywords: retinal prosthesis, electrical stimulation, spatiotemporal interactions, MEA, 
spatial, desensitization   
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Introduction: 
Around four million people suffer from the blinding diseases of retinitis pigmentosa (RP) or 
age-related macular degeneration (AMD), with estimated worldwide prevalence rates of 1 in 
4000 each for AMD and RP (Hamel, 2006; Hartong et al., 2006; Mariotti S., 2012; Resnikoff 
and Foster, 2005). Currently, there is no cure for these diseases, but a few treatment 
strategies are being investigated. Such potential treatments include neuroprotection, 
photoreceptor restoration via stem cells, optogenetics, gene therapy and neuroprosthetic 
stimulation. Each of these modes of treatment has shown the potential for success in animal 
models (Bennett et al., 2016; Nirenberg and Pandarinath, 2012; Schwartz et al., 
2015)However, prosthetic stimulation remains the only treatment to be approved for clinical 
use in human subjects (da Cruz et al., 2013; Stingl et al., 2017, 2015; Zrenner et al., 2011). 
The relative success of neuroprosthetic stimulation is possible because, while the retinal 
photoreceptors cease to transform incident light into neural signals and subsequently die, 
the other retinal neurons survive. This remaining retinal circuitry provides a substrate for 
sight restoration via prosthetic stimulation. Accordingly, it has now been demonstrated that 
humans blinded by retinitis pigmentosa can regain limited visual perception through the 
application of electrical pulses to the retina (Zrenner et al. 2011, Stingl  et al. 2017, daCruz 
et al. 2013). However, as efforts to optimize artificial stimulation of the retina have proceeded, 
some practical impediments have been identified. Notable among these is the observation by 
human patients implanted with retinal prostheses that the visual percepts (phosphenes) 
evoked by an electrical pulse may fade with repeated stimulation (Zrenner et al. 2011, Stingl 
et al. 2015, Stingl et al. 2017). Furthermore, phosphenes fade more quickly with progressively 
shorter delays as the frequency of electrical stimulation is increased (e.g., pulses at 7 Hz fade 
after 7 seconds) (Freeman and Fried, 2011; Im and Fried, 2016; Jensen and Rizzo, 2007). For 
a retinal implant to provide optimal visual percepts, it is important that this limited temporal 
resolution is increased. Serendipitously, recent in vitro animal experiments have 
demonstrated that the spiking responses of retinal ganglion cells to electrical stimulation 
also decrease under repetitive stimulation in a frequency-dependent manner (Fried et al. 
2006, Jensen & Rizzo 2007, Ryu et al. 2009, Freeman & Fried 2011). Because these retinal 
ganglion cells (RGCs) are the only neurons that carry visual information from the retina to 
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the brain, it is suspected that this desensitization of RGC responses may be partially 
responsible for the perceptual fading reported by human patients. 
Although we are beginning to understand the frequency dependence and time course of 
desensitization (Im & Fried 2016, Freeman & Fried 2011, Jensen & Rizzo 2007) the distance 
to which desensitization extends across the retina remains unexplored. On the one hand, 
desensitization may extend only as far as the distance at which electrical stimulation can 
activate RGC action potentials (spikes). On the other hand, if desensitization is mediated by 
feedback in the retinal circuit, the area of desensitization could be significantly larger or 
smaller than that of electrical activation.  
When the retina is electrically stimulated, two categories of spikes are recorded from RGCs 
(Fried et al. 2006). First are the ‘direct spikes’ which originate from direct electrical 
depolarization of the RGC membrane, and second is the ‘indirect spikes’  which are elicited 
through synaptic input to RGCs from neurons upstream of RGCs. The phenomenon of rapid 
desensitization is believed to be a property of indirect RGC spikes originating from 
stimulation of the retinal network (Freeman and Fried 2011, Im and Fried 2016). However, 
a recent study (D. Tsai et al., 2011; David Tsai et al., 2011)has shown that the ‘direct spikes’ 
can be desensitized at sufficiently high frequencies. Furthermore, Freeman and Fried (2011) 
were able to demonstrate that desensitization resulting from a 16 Hz pulse train consists of 
a fast component (time constant, τ, = 176 msec), and a slow component (τ = 14 seconds). 
However, because RGCs display many different spiking patterns in response to electrical 
stimulation, it remains unclear whether the two temporal components of desensitization are 
specific to certain types of RGCs or are universal. Indeed, it is believed that there may be 
upwards of 40 different functional RGC types whose unique visual response patterns are 
governed by a variety of different retinal sub-circuits (Baden et al., 2016). These same circuits 
are likely to influence how each RGC type desensitizes in response to electrical stimulation. 
Further, how the spatial (λ) and the temporal (τ) component of desensitization interact for 
different RGC types remains poorly understood. Therefore, a full understanding of the 
desensitization phenomenon will likely require accurate identification of the individual RGC 
types. 
In light of these facts, the primary goals of the present study are as follows: (1) to determine 
the spatial extent of desensitization. By using paired-pulse stimulation and varying them 
across various inter-electrode distance and different interpulse intervals we can identify the 
spatial extent of desensitization. Further, we systematically investigate how such 
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parameters influence the spatiotemporal interaction of electrical desensitization. (2) In 
addition to exploring the spatial extent of desensitization, we validate the observations from 
previous studies for the temporal component of desensitization. (3) Based on the visual 
response to the full-field flash visual stimulus, we classify the cells into ON, OFF and ON-
OFF RGC types (Carcieri et al., 2003). Upon classifying the cells, we attempt to understand 
the spatial and temporal aspects of desensitization for these  RGC types.  
Methods: 
Experimental Design 
The data contained here represents the first-ever study to describe the spatial extent of 
electrical desensitization (space constant, λ) of the retinal network in the healthy mouse 
retina. Apart from confirming the earlier observations of the temporal component of 
desensitization (time constant, τ), this study further explores the spatiotemporal interaction 
of desensitization. While most of the previous studies used rabbit and cat retinas (Cicione et 
al., 2014; Freeman and Fried, 2011; Im and Fried, 2016; Jensen and Rizzo, 2007) to examine 
the aspects of desensitization, we used healthy mice retinas to explore the spatiotemporal 
interaction of desensitization. Our choice of mice was based on the easy access to the animal 
and suitable comparison to the diseased mice model of RP. For this study, our choice for 
healthy mice retina was to make comparisons to previous observations which investigated 
the temporal aspects in healthy retinas and to shed light on the spatial aspects of 
desensitization when the retinal circuit is intact and functional. Having a proper 
understanding of the healthy retina would help in developing suitable stimulation paradigms 
for degenerated retinas.  
As a first step, we performed experiments to determine the current threshold for epiretinal 
network stimulation using microelectrode arrays (MEAs). While many previous studies 
(Boinagrov et al., 2014; Goo et al., 2011a; Jensen et al., 2005; Ryu et al., 2009b) have 
attempted to understand the stimulation thresholds of the retinal network to current 
stimulation, there still exists variability among research groups (and studies) while 
determining the appropriate current threshold (Jalligampala et al., 2017). This means that 
the current threshold for one experimental setup might not be appropriate for another. Hence 
to account for this variability, we established the current threshold for our experimental 
setup. A total of 3 retinal tissues from 3 mice were used to determine the current threshold.  
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After determining the threshold, we sought out to investigate the spatial and temporal 
aspects of desensitization in the mouse retina to epiretinal network stimulation (current 
pulses). For determining the temporal aspects, we delivered trains of pulses to the retinal 
tissue via a single electrode of the MEA. Unlike, previous studies (Freeman and Fried, 2011; 
Jensen and Rizzo, 2007) which used the same cells (patch clamp recording) and same tissue 
to determine the threshold as well as the temporal aspects of desensitization, we used 
different mice (and different retinal tissues) to investigate the temporal component of 
desensitization. Our choice to use different mice/ different retinal tissue was based on the 
difference in our method for threshold determination (refer to Data Analysis Threshold 
determination) and the difference in experimental set up (patch clamp as opposed to our 
MEA recording). Further, it is known that the tissue property changes post electrical 
stimulation (hysteresis), hence to remove any stimulus-specific confound we used different 
retinal tissues. A total of 3 retinal tissue from 2 mice were used to examine the temporal 
component of desensitization.  
Lastly, to determine the spatial extent and spatiotemporal interaction of desensitization, we 
delivered paired-pulse current stimuli (at two different electrodes of the MEA) over different 
inter-electrode distances. To examine, this, a total of 3 retinal tissue from 2 different mice we 
used. Thus, taken together, a total of 6 mice and 9 retinal tissues were used for this study. A 
detail of the number of RGCs for each condition and the stimulation protocol is described 
below. ( refer to Electrical stimulation and Results).  
Animals 
The animals were housed under standard white cyclic lighting, mimicking regular daily 
rhythms. They had free access to food and water. Adult wild-type (wt) C57Bl/6J (Jackson 
Laboratory, Bar Harbor, ME, USA) strains were used, with age ranging from post-natal day 
60 to 120. The age range was chosen to make comparisons to the diseased model of RP (rd10 
mice, refer to Future Studies), at a late stage of degeneration (complete loss of 
photoreceptors and heavy rewiring), which corresponds to the age at which the human 
subjects are currently being implanted.  No gender specificity was considered for the study. 
All procedures were approved by the Tübingen University committee on animal protection 
(Einrichtung für Tierschutz, Tierärztlichen Dienst und Labortierkunde directed by Dr. Franz 
Iglauer) and performed in accordance with the Association for Research in Vision and 
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Ophthalmology (ARVO) statement for the use of animals in ophthalmic and visual research. 
All efforts were made to minimize the number of animals used and their suffering. 
Retinal Preparation 
For retinal dissection, mice were anesthetized by CO2 inhalation, checked for absence of 
withdrawal reflex to a pinch of the between-toe tissue, and then euthanized by cervical 
dislocation. Under normal room lighting, the eyes were removed to carbogenated (95% O2 and 
5% CO2) artificial cerebrospinal fluid (ACSF) solution containing the following (in mM): 125 
NaCl, 2.5 KCl, 2 CaCl2, 1 MgCl2, 1.25 NaH2PO4, 26 NaHCO3 and 20 Glucose, pH 7.4. For each 
eye, during the dissection process, performed under dim light conditions, the cornea, ora 
serrata, lens and vitreous body were removed, the retina was detached from the pigment 
epithelium, and the optic nerve was cut at the base of the retina. Special care was taken to 
remove all traces of vitreous material from the inner surface of the retina to optimize contact 
between the nerve fiber layer and recording electrodes. Retinas were maintained in 
carbogenated ACSF until needed. For recording, a retinal half was mounted with the 
ganglion cell layer down on a planar microelectrode array. Two miniature paintbrushes were 
used to orient and flatten the retinal half without risking damage to the microelectrode array 
(MEA) and the retina, and a dialysis membrane (CelluSep, Membrane Filtration Products 
Inc., Seguin, Texas, USA) mounted on a custom Teflon ring was lowered onto the retina to 
press it into closer contact with the MEA (Meister et al., 1994).After securing the MEA under 
the preamplifier, the retina was continuously superfused with carbogenated ACSF (~6 
ml/min) maintained at 33o C using both a heating plate and a heated perfusion cannula (HE-
Inv-8 & PH01; Multi Channel Systems, Reutlingen, Germany). An adaptation time of >30 
minutes was provided before recording the data. 
Microelectrode array & Data Acquisition 
For recording the spiking responses from the RGCs,  a planar MEA, containing 59 circular 
titanium nitride electrodes (diameter: 30µm, interelectrode spacing: 200µm; 
60MEA200/30iR-ITO, Multi Channel Systems, Reutlingen, Germany) was used. The array 
was in an 8X8 rectilinear grid layout, with indium tin oxide (ITO) electrode tracks insulated 
by silicon nitride (Si3N4) on a glass substrate. Electrodes were absent from the four corners 
of the grid, and one electrode was substituted with a large reference electrode. The impedance 
of the electrodes in saline water were approximately 200-250 kΩ at 1 kHz (as measured with 
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the NanoZ impedance meter from MCS, Reutlingen, Germany).  The MEA60 system (MCS, 
Reutlingen, Germany) was used for data acquisition including: the RS-232 interface, a 60 
channel preamplifier with integrated filters and a blanking circuit (MEA 1060-Inv-BC) 
controlled by MEA_Select software to reduce recording noise by grounding any defective 
electrodes and to assign electrical stimulation waveforms to the selected electrode. Data were 
collected using the MC_Rack program on a personal computer running Windows 7 and fitted 
with MC_Card data acquisition hardware and an analog input card to record stimulus trigger 
signals. The raw data were recorded at a rate of 50 kHz/channel with a filter bandwidth 
ranging from 1 Hz - 3 kHz and amplification gain of 1100. 
Electrical Stimulation and recording 
Stimulus pulses were generated using a stimulus generator (STG 4008; Multi Channel 
Systems, Reutlingen, Germany). The stimuli were delivered from the ganglion cell side of the 
retina (epiretinal) via one of the 59 electrodes (in case of determining the spatial extent two 
electrodes were used, refer to Spatial component of desensitization) which was always 
an internal electrode to ensure a maximum number of nearby recording electrodes and 
chosen based on proximity to electrodes with robust neural signals (Jalligampala et al 2017). 
Although subretinal implants deliver electrical stimulation from the photoreceptor side of 
the retina to activate the retinal network, it is well established that the desired network 
stimulation can be achieved by stimulating from either side of the retina (Im & Fried 2015, 
Boinagrov et al. 2014, Jalligampala et al. 2017 and Sekhar et al. 2016). Therefore, to have 
easy access to the acute retinal tissue,  the electrodes of the MEA were used for both 
stimulating and recording. Before and after electrical stimulation, spontaneous spikes from 
the RGCs were recorded for 2 min each as a control measure to monitor overall effects of 
electrical stimulation on the retinal circuitry. 
Threshold stimuli: To determine the thresholds for activation of RGCs, the retina was 
stimulated with constant current stimuli (biphasic, cathodic first, rectangular pulses with no 
interphase gap). The current stimulus amplitudes (1, 2, 3, 4, 5, 7.5 and 10 µA at 500 µs per 
phase) were provided sequentially from lower to higher amplitudes. Within each amplitude 
block, there were a total of 30 trails and each biphasic pulse was separated from another by 
5 s. Each stimulus block was separated from the next by a minimum of 120 s  while recording 
spontaneous activity for 60 s of the 120 s. A single electrode from 59 electrodes was used to 
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deliver the current pulses, and the remaining 58 electrodes were used for recording. For a 
definition of the threshold refer to Data Processing and Data Analysis, Threshold 
determination. Once the threshold was obtained from the population, current amplitudes 
at 2.5 X threshold and 2 X duration per phase (i.e., 1000 µs per phase) was used for 
investigating the temporal as well as spatial components of desensitization. Our selection of 
2.5 X threshold and 2 X duration was to ensure that the stimulus delivered was high enough 
to account for the cell to cell threshold variability and could stimulate majority of retinal 
ganglion cells via epiretinal network stimulation.  
Temporal component of desensitization (τ):  Pulse train stimulation- To gauge the effect 
of multiple stimuli, pulse trains of ten biphasic current pulses (2.5 X threshold, 10 µA ) were 
delivered via a single electrode to the retina at different frequencies (2, 4, 10, 16, 20, 25, 40, 
62,5 Hz). The frequencies were provided in sequential order from the lower value to higher 
values (i.e., 2Hz to 62.5Hz) Within each frequency, the stimulus train (10 current pulses) was 
repeated five times with five seconds in between consecutive pulse trains (Fig. 1a). 
 The spatial component of desensitization (λ): To examine the spatial extent and the 
spatial and temporal interaction of desensitization, the retina was stimulated with a paired-
pulse paradigm consisting of a conditioning/priming pulse followed by a test pulse. To 
determine the space constant (λ), the location of the electrode (inter-electrode distances) that 
delivers the conditioning pulse or “priming” pulse was varied with respect to the test pulse 
(which was always provided to a fixed electrode. The paired pulses were charge-balanced 
biphasic current pulses ̶ 10 µA amplitude, with duration of 1000 µs per phase). The paired-
pulse stimulus set (interpulse intervals of 1000, 500, 100, 50, 25 ms) was presented for 
different inter-electrode distances (1000, 800, 600, 400, 200 µm) in decreasing order, i.e., from 
the farthest (1000 µm) to the nearest (200 µm). Within a given distance the entire paired-
pulse stimulus set was presented in decreasing order, i.e., from 1000 ms (longest) to 25 ms 
(shortest). Each interpulse interval was repeated ten times with two seconds in between 
consecutive paired-pulse before the next interpulse interval was presented. Due to large 
stimulation artifacts at the electrode delivering the test pulse, the responses from the 
neighboring 8 electrodes ( 7 recording and 1 recording as well as stimulating, for 200 µm 
interelectrode distance) surrounding the test pulse were used for analysis (Fig. 1b). Note: 
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For plotting the normalized response of the RGC as a function of inter-electrode distance, the 
inter-electrode distances were calculated between the different conditioning pulse electrodes 
and the recording electrode recording the RGC spikes.   
Visual Stimulation 
Visual stimuli were presented to the retina from below through the transparent MEA by a 
commercially available DLP-based projector (K10; Acer Inc., San Jose, California, USA).  The 
image was focused and centered onto the plane of the retina directly over the MEA with a 
custom-built series of optical components and manual microdrive with 3 degrees of freedom. 
Visual stimuli were controlled with custom software.  Each visual stimulus block consisted 
of a full-field (~3 x 4 millimeters) ‘flash’ stimulus, cycling 2 seconds ON( 40 klx) followed by 
2 seconds OFF (20 lux),  20 times without pause (mean illuminance = 20 klx, 99.9% Michelson 
contrast, The brightness range was chosen covered a wide range of intensities occurring in 
the natural environment (Rodieck, 1998). A minimum of four visual stimulus blocks (in case 
of spatial desensitization there were 6 visual blocks) were interleaved before, after, and 
within each electrical stimulation experiment (for threshold and temporal desensitization) 
that spanned ~60-90 minutes of recording time, including the first and last flash blocks. 
. 
Data Processing & Data Analysis 
The stored raw data were processed using commercial spike sorting software (Offline Sorter, 
Plexon Inc., TX, USA). Raw voltage traces were first filtered (using low-cut, 12 point Bessel 
filter at 51 Hz to exclude line noise); then putative events were detected using a threshold 
crossing method (4 standard deviations below the mean of the amplitude histogram). These 
events were sorted into clusters with an automated routine (T-distribution Expectation 
Maximization) to assign noise events as well as spiking events from up to 5 sources recorded 
on each electrode to separate “units.” Finally, as a quality control step, multiple sorting 
solutions were manually inspected to identify the best solution and to occasionally modify 
this solution to minimize Type I and Type II errors in the attribution of events to different 
sources. Only units with a distinct waveform, interspike interval lock-out period, which 
demonstrated a refractory period in their autocorrelogram and was stable during the entire 
course of the experiment, were considered and included in the analysis presented here. Time 
stamps assigned to the detection threshold crossing of these sorted spikes were collected with 
NeuroExplorer (PlexonInc, TX, USA) and exported to MATLAB for further analysis. 
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Threshold determination: The spiking response was integrated over the interval spanning 
10 to 100 milliseconds  ( refer to 3.2 Diversity of RGC responses, Jalligampala et al. 
2017) after pulse onset and averaged across the 30 repetitions of the seven stimulus 
amplitudes. Likewise, a spontaneous rate, chosen to best characterize the baseline firing rate 
within the context of ongoing electrical stimulation, was calculated from the 1 s of recording 
time before each pulse and averaged across all 210 responses (30 repetitions for seven 
stimulus amplitudes). The threshold was defined as the average spontaneous rate + SD 
(standard deviation). The threshold current amplitude was defined as the lowest current 
whose response exceeded the threshold as defined above. 
Temporal component of desensitization (τ): For a single RGC, for each frequency pulse 
train, the responses were normalized to the first pulse response. For frequencies, less than 
10 Hz, an integration window of 10-100 ms was considered for counting the number of spikes. 
For higher frequencies, (> 10 Hz) the counting window began at 10 ms and lasted until the 
next pulse. 
Spatial component of desensitization (λ), Normalization 1: To quantify the spatial 
extent of desensitization the spiking responses of the “test” pulse was integrated over the 
interval spanning 10 to 100 milliseconds. The responses were normalized to the average 
response ( 10 repetitions) for the longest interpulse interval (1000 ms) and at the farthest 
distance (1mm) test pulse which is expected to show the least desensitization.  
Normalization 2:  As an alternate metric to quantify the spatial component of 
desensitization, for each inter-electrode distance the spiking responses of the test pulse ( 
response window of 10-100 ms) were normalized to the average response of the test pulse at 
the longest interpulse interval for that distance (1000 ms for each distance). This 
normalization would allow us to quantify the spatial component of desensitization during 
ongoing electrical desensitization as opposed to normalization 1, which normalizes the 
responses to the least desensitized pulse.  For all the statistical comparisons, the non-
parametric Wilcoxon’s rank sum test (MATLAB; The Mathworks, Natick, MA) was used with 
a significance threshold of 0.05. 
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Results: 
RGC response characteristics and variability 
In accordance with previous studies((Boinagrov et al., 2014; Goo et al., 2011b; Ryu et al., 
2009a, 2009b)it was feasible to elicit electrically driven RGC spikes by epiretinal network 
stimulation using biphasic current pulses. In total, 434 single units of RGCs showing 
electrically driven spiking activities were identified from 3 different retinal patches. Fig. 1a. 
shows an example raw waveform of a single RGC responding to biphasic current stimulation. 
It was observed that the electrically driven RGC spikes were concentrated 10-50 ms post-
stimulation as seen from the rastergram and poststimulus time histogram (PSTH) on Fig. 
2b and 2c. The spiking response was integrated 10 to 100 ms post-stimulation. As typical for 
our data, few spikes were observed within the first 10 ms post-stimulus ( Fig. 2b grey shaded 
area). These spikes resulted from the direct RGC stimulation and were obscured with 
stimulation artifacts (which often lasted for few milliseconds), thus excluded from our 
analysis. Similarly, a longer response window (>100 ms) would not be preferable as for mice 
retinas the overall spontaneous rates are higher in comparison to the chick or rabbit retinas. 
Therefore, a longer response window would lead to a larger contribution from the 
spontaneous rates leading to a decreased signal to noise ratio of the evaluating response. 
Additionally, the 10 to 100 ms latency range minimizes the spike activation via 
photoreceptors, as these spikes are lost during late-stage degeneration. Thus, our selection 
of  10-100ms integration window was to represent indirect RGC stimulation through the 
activation of presynaptic neurons- bipolar cells. The intensity of the RGC responses was 
measured by calculating the number of evoked spikes in the 10-100ms response integration 
window. Fig. 2d shows the firing rate of the RGC as a function of pulse amplitudes. For the 
example cell, it was seen that with an increase in amplitude the cell’s firing rate increased 
monotonically. 
 Many RGCs (186/434) showed a steady monotonic increase of RGCs firing rate with increase 
in current amplitude (Fig. 3a). A  cell had a monotonic response when the cell’s firing rate 
increased linearly with increasing current amplitudes. For these cells, the correlation 
coefficient between the evoked RGC spikes and the pulse amplitudes were larger than 0.7. 
With further increase in amplitude the monotonic responses saturated and in some cases, 
there was a slight decrease in response for the highest current amplitudes. These cells, from 
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earlier studies, have been categorized as well-modulated RGCs (Ryu et al 2009). For some 
cells (29/434), the responses decreased with increasing current amplitudes and were referred 
as monotonically decreasing RGCs (Fig. 3b).  In some cases (219/434) the RGC responses 
were uncorrelated with, increasing current amplitude (Fig. 3c). These RGCs were referred 
to as nonmonotonic RGCs or poorly-modulated RGCs. This suggests that the responses to 
electrical stimulation vary from cell to cell and that, while determining electrical thresholds, 
the variability of RGC monotonicity is an essential factor which needs to be considered.  It 
was seen that the thresholds for stimulation were variable from one cell to another, Fig .3d 
shows the average response pattern of the entire population (inclusive of all response 
patterns, n=434, mean+ SE).  Further, Fig. 3e shows the average response pattern of the 186 
well-modulated RGCs. It can be seen that for the firing rates for the well-modulated RGCs 
were comparatively higher in comparison to the firing rate of the entire population. On 
calculating the thresholds for the entire population (4.0 +/- 0.5 µA, charge density 
:0.64mC/cm2) and for the well-modulated RGCs (2 +/- 0.2 µA, charge density: 0.311mC/cm2), 
there was a two-fold difference between the thresholds further emphasizing the need to 
acknowledge the RGC variability while establishing thresholds for optimal stimulation.  
Temporal component of desensitization ( time constant, τ)-  Response to Pulse train 
stimulation 
To evaluate the desensitizing effect of multiple pulses on RGC responses via retinal network 
activation, pulse trains consisting of ten biphasic current pulses at 2.5 X threshold (10 µA) 
and variable frequencies were applied to the retina (Methods). In general, the number of 
spikes in response to the tenth pulse were lower in comparison to the first pulse spiking 
response. Example cells demonstrating desensitization of the normalized RGC responses to 
pulse train stimulation at different frequencies are shown in Fig. 4a(i-iii). In accordance, 
with a previous study (Freeman & Fried 2011), the amount of desensitization and the RGCs 
responses to pulse trains were variable. For a few cells, the level of desensitization was 
negligible at the tenth pulse (and at times facilitated Fig. 4a(i) for 2 Hz), whereas some cells 
had no response by the tenth pulse, reemphasizing the importance of considering ganglion 
cell variability when examining desensitization at the population level. Apart from cell-to-
cell variability, within individual cells, there was variability of response to repetition of the 
same stimulus. Such response variability could be a prime factor in the large error bars for 
the different frequencies at different pulses ( Fig. 4a(i-iii)). , Fig. 4b shows the normalized 
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spiking response averaged across the entire population (n=155). For most frequencies ( 2, 4, 
10, 16, 20, 25 Hz)  although there was a clear trend of decreasing response with subsequent 
pulses and increasing frequencies the level of desensitization was modest in comparison to 
previous studies (Jensen & Rizzo 2007, Freeman & Fried 2011). This modest decrease (Ryu 
et al. 2009) could be attributed to the higher spontaneous rates in mice retina in comparison 
to rabbit retinas which could increase the overall noise level.  However, for higher frequencies 
like 40 Hz,  we observed a potentiating response to subsequent pulses (Fig. 4b red). On the 
same lines, a study from Jensen & Rizzo (2007) also found an interesting pattern of response 
to interleaved pulses, but differing from our observations, their overall RGC response 
decreased in comparison to the first pulse and alternated in amplitude between successive 
pulses in a ‘sawtooth’ fashion. Likewise, for 62.5 Hz we observed irregular responses to 
subsequent pulses. To evaluate the level of desensitization for the entire population, we made 
pairwise comparisons between pulse rates by comparing the normalized response of the 
second pulse with the tenth pulse (Jensen & Rizzo 2007). We observed that for frequencies of 
16, 20 and 25 Hz the level of desensitization was significantly more in comparison to 2, 4, 10 
and 40 Hz (Table 1 (a)).  
Next, we attempted to classify the entire population into different cell types ( purely ON, 
purely OFF, and ON-OFF) based on their visual responses. For our population majority of 
the cells were classified as purely ON (n=74) and ON-OFF (n=71). Only 10 cells were 
classified as purely OFF cells. As low cell count could lead to faulty statistical comparisons, 
the purely OFF cells were not represented in the figures or statistical tests. Fig. 5a shows 
the average normalized response of the ON visual response type population (n=74). In lines 
to the previous observation from the entire population, there was a clear trend of decreasing 
spiking activity with higher frequencies and subsequent pulses. However, for the ON cells, 
at 40Hz although the overall spiking response was higher, there was no potentiating response 
to subsequent pulses. Instead, there was a reduced response (of the tenth pulse) when 
compared to the first pulse. By multiple pairwise comparisons as described above, for 16, 20 
and 25 Hz the level of desensitization was significantly higher in comparison to 2, 4, 10, 40 
Hz. Additionally, at 62.5 Hz, the level of desensitization was significantly more in comparison 
to 2Hz. (Table 1 (b))   Fig. 5b shows the average normalized response of the ON-OFF visual 
response type population (n=71). Frequencies at 2, 4, 10, 16, 20 and 25 Hz showed a decreased 
response to the tenth pulse in comparison to the first pulse, However, for higher frequencies 
(40 and 62.5 Hz), especially for 40 Hz the facilitation was very pronounced. Multiple pairwise 
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comparisons between frequencies showed that at 40 Hz the responses were significantly 
potentiated (less desensitized) in comparison to 2, 4, 10, 20  and 25 Hz (which had a higher 
level of desensitization, Table 1 (c)). This could suggest that the components of the OFF 
pathway could potentially contribute to a potentiating mechanism in the retina when 
stimulated at 40 Hz.   
Take together; these results indicate that across a population (1) the level of desensitization 
increases with increase in pulse rates (2) There exists a considerable variability in between 
cells and within a single cell in response to repetitive stimulation.  
The Spatiotemporal interaction of electrical desensitization- 
I. Determining the spatial extent (space constant, λ) (when normalized to the
least desensitized pulse, Normalization 1)
There remains an inadequate understanding of the RGC response arising from the retinal 
network when the electrical stimulus interval is varied simultaneously both in space and 
time. To explore this interaction, the retina was stimulated at different interpulse intervals 
while varying the interelectrode distances between the “priming/ conditioning” and the “test” 
pulse (Methods). The neighboring 8 electrodes around the test pulse were used to examine 
the interactions of space and time in desensitization.  Example cells (Fig. 6 a(ii)) show 
normalized responses of RGCs as a function of the interpulse interval for various 
interelectrode distances. For the shortest inter-electrode distance (200 µm), the level of 
desensitization was most pronounced. For distances >200 µm the level of desensitization was 
comparatively less and for some distances (800-1000µm there was facilitation of response 
(Cicione et al., 2014).  In example cell, Fig. 6 a(ii)  for 200 µm the level of desensitization 
was maximum for 10 Hz (100 ms). With shorter interpulse intervals (50 ms and 25 ms) there 
was an increase in response. In example cell, Fig. 6 a(i)   for 200µm the level of  RGC response 
desensitization was maximum irrespective of the of the interpulse interval, suggesting a 
strong dependence on inter-electrode distance.  
Fig. 6 b(ii) demonstrate desensitized RGC responses for the same example cells as a function 
of interelectrode distance for different interpulse intervals. As discussed above for most of 
the RGCs the shortest distance (200 µm) had the most pronounced desensitization. It should 
be noted that for the single cell examples the inter-electrode distances are actual distances 
between the conditioning pulse electrode and the recording electrode. However, for the 
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population plot, we binned the actual inter-electrode distances to the inter-electrode 
distances between the test pulse and conditioning pulse ( i.e., for an inter-electrode distance 
of 283 µm we binned it to the nearest distance, i.e., 200 µm). This was done after visualizing 
the distribution of cells at different inter-electrode distances and for a better representation 
of the response pattern. Fig. 6 (c & d) shows population plot for the normalized response as 
a function of interpulse interval and inter-electrode distance respectively ( n=43). In line with 
the example cells, we observed that the level of desensitization in comparison to other inter-
electrode distance was maximum for the shortest distance (200 µm) and at an interpulse 
interval of 100 ms (10 Hz). However, similar to temporal aspects of desensitization the 
desensitization was modest even for the shortest distance (200 µm). Multiple pairwise 
comparisons (Table 2(a)) showed that across all interpulse intervals the level of 
desensitization was maximum for the shortest distance (200 µm). However, there was a weak 
dependence on the interpulse intervals (Table 2(b)) suggesting that the spatial component 
of desensitization (λ) is a crucial factor and needs to be considered while developing new 
stimulation paradigms. Although the population of RGCs showed this common trend, it 
should be noted that within this population of RGCs there exists a notable heterogeneity of 
responses (Jalligampala et al. 2017, Ryu et al. 2009, Im & Fried 2016). Therefore, as a next 
step, we categorized the population in ON (n=14), OFF (n=3) and ON-OFF (n=26) cells 
(Carcieri et al. 2003). As stated above the number of OFF cells were low in our dataset, hence 
were not represented in the figures.  For ON-OFF cells (Fig. 7a(i) & b(i)) the trend for the 
shortest distance (200 µm) was similar to that of the population.  For the ON cells (Fig. 7a(ii) 
& b(ii)) the level of desensitization was maximum at 100 ms (10 Hz) across all inter-electrode 
distances.  
II. Determining the spatial extent (space constant, λ) during ongoing electrical
desensitization( when normalized to the longest interpulse interval of each
inter-electrode distance, Normalization 2).
As an alternate metric for measuring the spatial limit during ongoing electrical 
desensitization, we normalized the RGC responses to the response to the longest interpulse 
interval (1000 ms) at each inter-electrode distance. It should be noted that the cells which 
did not have a response at the longest interpulse interval (1000 ms) were excluded from the 
analysis. Hence the total population count decreased from 43 cells to 30 cells. 
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In agreement to previous observations described above, the level of desensitization was 
maximum for the shortest distance (200 µm) in comparison to other inter-electrode distance 
(Fig. 8a). Further,  for 200 µm there was a decreasing trend of RGC responses for interpulse 
intervals from 1000 ms (1 Hz) to 100 ms (10 Hz). However, for 50 ms (20 Hz) and 25 Hz (40 
Hz), the responses tend to increase. This trend was consistent for ON-OFF cells (n=18, Fig. 
8b), however for the ON cells (n=9, Fig. 8c) although this trend was existent, it was very 
weak.Due to low cell count for OFF cells (n=3) the data was not represented in the figure. 
Multiple pairwise comparisons for all cells (n=30) showed that for 100 ms (10 Hz) and 50 ms 
(Hz) the level of desensitization was maximum for the shortest distance (200 µm) in 
comparison to other inter-electrode distance (Table 3(a)). Due to low cell count for ON and 
ON-OFF cells no significant statistical trend was observed (Supplement S1). Interestingly, 
for 25 ms ( 40 Hz) there was no statistical difference between the shortest inter-electrode 
distance and other inter-electrode distance. This was in agreement with the facilitation 
observed at 40Hz (temporal aspects of desensitization),  suggesting there exist some 
potentiating mechanisms in the retina when stimulated at 40 Hz.  
Discussion 
In this present study, we have investigated the spatial extent of electrical desensitization in 
the retinal network, using current-controlled pulses in adult healthy mice retinas. Further, 
we explored the interaction between the spatial and the temporal components of 
desensitization. Our main findings were as follows: (1) In agreement with our previous study 
(Jalligampala et al. 2017), there exists a heterogeneity of RGC responses to electrical 
stimulation. We could classify the RGC responses to monotonically increasing cells, 
monotonically decreasing cells and non-monotonic cells. Unlike our previous study 
(Jalligampala et al. 2017) where the percentage of monotonic cells were higher for the WT 
retinas, we saw a comparatively equal distribution for both monotonic and non-monotonic 
cells.    This heterogeneity of RGC responses affected the threshold determination, thereby 
making it a crucial point to consider while determining optimal stimulation paradigms. (2) 
In accordance, to previous desensitization studies (Jensen & Rizzo 2007, Freeman & Fried 
2011) that investigated the temporal component (τ, the time constant) of desensitization, we 
observed that the level of desensitization decreased with subsequent pulses and increasing 
frequencies. However, the level of desensitization was modest in comparison to the previous 
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studies. Further, we observed that there was variability of responses to different pulse rates 
(for most cases suppressive and some frequencies like 40Hz a facilitatory response) from one 
cell to another and within a single cell further reiterating the fact that variability of responses 
is a critical component which needs to accounted while determining stimulation parameters 
for electrical desensitization. (3)  While investigating the less understood spatial component 
of desensitization (λ, space constant), we observed that for the shortest inter-electrode 
distance (200µm) between the “conditioning” and “test” pulse the level of desensitization was 
more pronounced in comparison to other inter-electrode distances. Further, while exploring 
the spatiotemporal interaction of electrical desensitization, we observed that there was a 
strong dependence on the spatial component and a rather weak dependence on the temporal 
component.  
Acknowledging variability of RGC responses 
Cell to Cell Variability  
There is a growing body of work illuminating the diversity of RGC types found in the 
mammalian retina.  While this variability is most evident in the morphology of RGCs (Seung 
and Sümbül, 2014; Sümbül et al., 2014), it can also be seen at the physiological responses of 
the RGCs (Baden et al. 2016). This diversity in RGC population strongly suggests that the 
sensitivity and the response patterns of the RGC to various electrical stimulation could vary 
considerably. Recent studies have attempted to address this variability in responses to 
different electrical stimulation ( Jensen & Rizzo 2007, Jensen et al 2005, Im and Fried 2016, 
Jepson et al., 2013). In this present study, we consider it highly likely that the variability of 
responses ( Fig. 3 a-c) and thresholds observed owe to the diversity of the RGC population. 
Coupling the cell type identification similar to that of Baden et al. 2016  with high density 
MEA-based electrical stimulation will shed how different RGC types differ in their responses 
to electrical stimulation. Further, such variability could potentially serve as a basis for 
selective stimulation of different visual pathways. 
Another source of population variability could be the distance from the stimulating electrode 
that is assigned to each RGC based on the electrode on which it was recorded. For 
determining the threshold, we pooled the cells which were electrically responsive at all 
electrodes. Further, using a MEA although we know the location of the recording electrodes, 
we do not know the exact location of the cell with respect to the recording electrodes. It is 
well known from the previous literature ( Jalligampala et al. 2017,  Ryu et al. 2009, 
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Eickenscheidt et al., 2012; Stett et al., 2007) that electrical responsiveness decreases with 
increasing distance. Therefore, the actual location of the RGCs from the stimulating electrode 
could potentially lead to variability in the effective stimulus strength, thereby affecting the 
optimal thresholds for stimulation.  
Single Cell Variability  
Apart from cell-to-cell variability, there existed high variability within an individual cell for 
repetitions of the same stimulus. This variability could be specific for mouse retina which has 
comparatively higher spontaneous rates in comparison to the rabbit retina which has a 
relatively low spontaneous rate. (Lee et al., 2013, Im & Fried 2015, Im & Fried 2016].  Such 
response variability could play a vital role in the large error bars seen for our single cell 
examples.  
Temporal component of desensitization  
RGC response decrease with increasing pulse rates 
In agreement with the previous studies (Jensen & Rizzo 2007 and Freeman & Fried 2011), 
the overall trend of decreasing spiking activity with increasing frequencies and subsequent 
pulses was observed for our dataset. However, this decrease was modest in comparison the 
previous studies from rabbit retinas. This modest decrease could be specific to mouse retina 
which has a relatively high spontaneous rate. A similar study performed in mouse retina 
(Ryu et al. 2009) also showed a modest level of desensitization further supporting our 
observation. Interestingly, for 40 Hz we observed an overall facilitatory response with 
subsequent pulses. There are different possibilities which could reason this facilitatory 
response. (1) Synchronization of the RGC responses with the stimulus through the resonance 
of the oscillating network of excitatory and inhibitory neurons could result in a modified 
response (Crapper and Noel 1963). If this holds true, then this mechanism could explain our 
observation and the observation seen in the Jensen and Rizzo 2007 study. 
(2) Facilitatory responses at higher stimulation rates (like 40 Hz) could be a consequence of
the charge storing properties of the neural membranes. Previous studies ( Freeman & Fried 
2011), have shown that a time constant of >100 ms is required to dissipate the charge on the 
membrane. Therefore, at shorter interpulse intervals (like 25 ms) there could be a summation 
of the charge with increasing number of pulses resulting in the likelihood of a spiking event. 
(3) This facilitatory response could arise from cell-specific / pathway-specific stimulation.
Recent studies (Ho et al., 2018; Im and Fried, 2016) have shown that with increasing 
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frequencies ( like 20 and 40Hz) the  responses of ON cells exhibited a reset behavior in which 
a new stimulus suppressed  responses to any previous stimuli and initiated its own responses 
that were highly similar to the response from a single stimulus in isolation. Another study 
using ERG (electroretinogram)  recordings in human subjects (Gauvin et al., 2017) showed 
that delivering shorter duration flashes initiated a facilitatory effect of the OFF ERG ’s which 
has a 40 Hz component. Although with our visual classification we did not observe an explicit 
reset behavior for ON cells, it could be seen that for 40 Hz the overall firing rates were higher. 
Interestingly, for ON-OFF cells the facilitation was rather prominent, suggesting that the 
OFF pathway could play a vital role in the facilitatory response.  
Testing of all the above possibilities is currently beyond the scope of this present study and 
remains warranted for future investigations. 
 Mechanisms for Temporal Desensitization 
Several mechanisms have been presented in the literature behind RGC desensitization 
including the role of the retinal network as well as amacrine cell inhibition ( with GABA and 
glycine) (Fig. 9). However, it must be noted that the RGC desensitization persists in the 
absence of amacrine cell inhibition (Freeman & Fried 2011).  Tsai et al. showed that with 
high-frequency stimulation there is a decline in the RGC voltage-gated sodium current (Tsai 
et al. 2011). Additionally, studies from Sanchez et al. have shown that the RGC exhibit spike 
rate adaptation which could be attributed to specific K+ channels on the RGCs (slow K 
channels and Calcium-activated K channels), suggesting desensitization of direct spikes 
arising from RGC stimulation. Studies from Freeman and Fried and Jensen & Rizzo 
suggested that the mechanism of rapid desensitization occurs upstream of the spike 
generator further supporting the role of many potential synaptic mechanisms that are 
independent of amacrine cells inhibition. Such mechanisms include the depletion of the 
readily releasable pool (RRP) of synaptic vesicles, desensitization of the postsynaptic 
receptors (NMDA and AMPA/Kainate receptors).  However, to explore the various 
mechanisms and to discern the precise mechanisms of desensitization will require further 
investigations.  
Spatiotemporal interaction of desensitization  
Spatial spread of electrical stimulation- a trade-off between spatial resolution and 
spatial extent of desensitization 
P a g e  | 23 
To improve the efficiency of the current retinal prosthetic devices, it is necessary to provide 
an artificially elicited vision which is not only temporally dynamic but also of high spatial 
resolution. In recent years, many studies have investigated various electrode configurations 
and stimulation paradigms that would increase the spatial resolution of the retinal implant. 
The ability to discern various spatial patterns across an electrode array depends partly on 
the number of stimulation sites on the array and partly on the spread of the electric current 
within the retina. To achieve a high spatial resolution, several hundred electrodes are needed 
to provide a useful perception. However, the current spread in the retina ( when stimulated 
at a single electrode) can effectively reduce the number of stimulation channels thereby 
confining the spatial resolution (Gerhardt et al., Lovell, Stett 2007, hossenizadeh 2017). One 
strategy that shows promising results in improving the spatial resolution of retinal 
prostheses is simultaneous stimulation of multiple electrodes. Interactions that occur when 
combinations of electrodes are stimulated simultaneously are capable of increasing the 
repertoire of visual percepts that can be elicited compared to conventional single-electrode 
stimulation. However, stimulating multiple electrodes simultaneously could lead to electrical 
crosstalk in between the electrodes of the array (Wilke et al. 2011). Numerous studies 
(Cicione et al., 2012; Dumm et al., 2014; Jepson et al., 2013; Matteucci et al., 2013)have 
investigated various strategies which could potentially reduce the effects of crosstalk. These 
strategies include current steering or current focussing by simultaneously stimulating 
multiple electrodes and appropriate choice of return electrode configuration (like bipolar, 
tripolar and hexagonal). Although these strategies help in crosstalk effects, they restrict the 
temporal resolution thereby resulting in fading of phosphenes. A recent study of cortical 
activity (Cicione et al. 2014) showed that a minimum spacing of 2.5-3 mm between the retinal 
electrodes ( suprachoroidal implant array) is required to eliminate crosstalk and suppression 
of responses when stimulated with higher frequencies. Considering our proximity to the 
retina, an inter-electrode distance >200 µm could limit crosstalk and desensitization to a 
substantial extent. Therefore, for an efficient retinal implant, it is crucial to find the best 
trade-off between the acceptable spatial resolution and the spatial extent of desensitization.  
Effect of Interpulse interval 
In our study for the shortest inter-electrode distance (200 µm), we observed the maximum 
level of desensitization at an interpulse interval of 100 ms (10 Hz). Our results were in 
agreement with previous studies with human subjects (Zrenner et al. 2011, Stingl et al. 2017,  
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Stingl et al. 2015), which showed maximum phosphene fading for frequencies ~ 10 Hz. 
However, interestingly in our data, we saw that for frequencies of 20 and 40 Hz the responses 
tend to increase ( or show less desensitization effects). This effect was in agreement with our 
observation of temporal desensitization. 
Limitations 
1) The current study was performed in adult healthy mouse retinas. However, for the
applicability of the results found here to human clinical trials, it is necessary that
these experiments need to be performed in late-stage degenerated retinas. Several
differences between the healthy and degenerated retinas may alter the responses to
repetitive stimulation. Although the photoreceptors are gone the inner retinal
circuitry, which is the prime target for subretinal and suprachoroidal implants
undergo several changes during the process of the degeneration (Gargini et al., 2007;
Menzler and Zeck, 2011; Stasheff, 2008). Therefore, further testing in the degenerated
retina will be necessary to understand how such spatiotemporal interactions change
during the process of the degeneration.
2) Due to large stimulus artifacts of the test pulse, we were unable to record any ganglion
cell activity at the test pulse electrode. Therefore, we measured the activity in the
surrounding 8 electrodes. However, the large inter-electrode distance ( 200-283 µm)
could potentially result in a weak spatiotemporal interaction (as seen from our data
with a modest level of desensitization at 200 µm). Therefore, a high-density MEA with
closely spaced electrodes would help in a better approximation of the spatial extent of
desensitization.
Conclusions 
Implications for Retinal Prosthesis 
It is well known from the previous literature that electrical desensitization plays a vital role 
in the fading of visual percepts also known as phosphenes observed by patients upon 
repetitive electrical stimulation of the retina (Cicione et al., 2014; Freeman and Fried, 2011; 
Jensen and Rizzo, 2007). However, phosphene fading is rather complicated and varies from 
one subject to another. Upon repetitive stimulation, the phosphenes not only loses its 
brightness (temporal) but also patients report a marked change in size, shape and at times 
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color of the phosphenes (Perez-Fornos et al., 2012). Therefore, understanding the 
spatiotemporal interaction of desensitization is crucial for understanding the fading of visual 
percepts. Our results along with previous other studies (Freeman & Fried 2011, Ciocine et 
al.  2014, Jensen & Rizzo 2007) raise the possibility that the desensitization we observe at 
the retinal level ( RGC desensitization) could be contributing to the fading of visual percepts. 
However, our results do not preclude the possibility that alternative mechanisms like 
saccadic suppression (Bremmer et al., 2009)and adaptation of neurons in the thalamus or 
visual cortex could contribute to the fading of phosphenes.  
 Strategies to limit desensitization 
Apart from understanding the spatiotemporal interaction of desensitization, it is necessary 
to develop strategies which could potentially limit desensitization. Davuluri et al. showed 
that by using time-varying pulses (i.e., each pulse has a different duration and amplitude 
when compared to the preceding pulse while keeping the charge at threshold level) different 
population of neurons could be stimulated (due to different pulse width and amplitudes, 
(Davuluri and Weiland, 2014). By stimulating different population of neurons, the “electrical 
image” on the retina might continuously shift (like microsaccades) thereby helping in limiting 
electrical desensitization. 
Derived from our study, one possible strategy to lower desensitization effect/perceptual 
fading would be to stimulate the retina at interleaving electrodes separated by distances 
>0.2mm, with varying interpulse intervals.
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Figure and Table Legends: 
Fig. 1: (A) Schematic Temporal desensitization protocol. To examine the effects of 
multiple stimulus pulses, trains of ten stimuli (2- 62.5Hz, each frequency repeated 5x with 5 
s between each repeat) were also applied (Cathodic first biphasic 10μA, 1ms per phase). 
(B) Schematic representation of spatiotemporal desensitization protocol: Cathodic
first biphasic 10μA, 1ms per phase paired-pulses were delivered at priming and test pulse. 
For each inter-electrode distance ( 1mm to 0.2 mm), i.e. the distance between 
priming/conditioning pulse and test pulse (always fixed), the different interpulse intervals 
(arrow numbered 1.) were presented at two different electrodes from the highest to the lowest 
interpulse interval (1000 ms to 25 ms) with a stimulus amplitude of 10 µA, repeated 10 times 
for each interval. After the entire cycle of interpulse intervals was completed for an 
interelectrode spacing, the priming pulse was moved to the next inter-electrode distance 
closer to the test pulse (arrow numbered 2.). The responses from the neighboring electrodes 
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(red) surrounding the test pulse electrode (open circle) were used for analysis as the responses 
from the test pulse electrode were masked by the stimulus artifact, although in some rare 
case, we were able to record responses from the test pulse electrode (open black). The priming 
pulse was represented by a solid black circle.  
Fig 2: Representative ganglion cell recording. a) Digitized voltage trace of responses to 
biphasic current pulses.  Stimulus artifacts indicated with black arrow and spikes in red. 
Zoom level 80 ms 20µV. b) Rastergram of all responses for this cell. The same spike train is 
shown in a) are identified with an arrow ( 3µA). c) Peristimulus time histogram binned at 2 
ms intervals for all responses. Smoothed histogram (Gaussian smoothing filter, sigma = 4 
ms) is overlaid. The grey bar covering b-c indicates the 10 ms excluded from the response. 
The yellow bar is the 90 ms of response integration. e) Response plotted as a function stimulus 
amplitude. Each point is an average of 30 trails. Error bar denotes Mean ± S.E. 
Fig. 3: Ganglion Cell Variability. Example cells are showing ganglion cell response 
variability to increasing current amplitude. (A-C) The stimulus-response curve for single 
cells showing monotonically increasing response, monotonically decrease response and non-
monotonic response to current amplitudes. (D) Average behavior of all the RGCs. Mean ±S.E. 
(E) Average behavior of well-modulated RGCs. Mean ±S.E.  Threshold defined as 
spontaneous rate+ SD. 
Fig. 4: Response to Repetitive Pulse Trains. A(I-III) Example cells showing normalized 
spiking response (mean +/- SD) to trains of pulses delivered at different frequencies (low to 
high,  see legend ). All cells are desensitized with increasing frequencies. Interestingly for 40 
Hz, most cells exhibited abnormally high responses. (B) Population average pulse train 
responses show a clear trend of decreased spiking activity in response to higher frequencies 
as well as decreasing responses for subsequent pulses (Mean± SE). For each frequency, the 
responses were normalized to the first pulse response. For higher frequencies like 40Hz and 
62.5Hz, the response pattern may be unreliable due to very short integration windows. Error 
bars are not shown for clarity. Note: For frequencies less than 10 Hz, an integration window 
of 10-100 ms was considered for counting the number of spikes; for higher frequencies, the 
counting window began at 10 ms and lasted until the next pulse. 
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Fig. 5. Response to Repetitive Pulse Trains (for RGC types): Population responses from 
ON (A) and ON-OFF (B) cells (error bars mean+/- SE). Due to a low number of OFF cells 
(n=10) in the entire cell population they were not plotted in the panel. 
Fig. 6: Spatial extent of desensitization. A (I-II) Example cells are showing normalized 
spiking response as a function of the interpulse interval for different distances. All cells show 
desensitization (reduced responses) at the shortest distance and at shorter durations (0.1- 
0.025s). Responses were normalized to the response for 1 s intervals at 1 mm distance which 
is expected to show the least desensitization. B(I-II) For the same cells normalized spiking 
response as a function of inter-electrode distances for different interpulse intervals. (C-D) 
Show population plot of normalized response for both interpulse intervals and inter-electrode 
distances, respectively. Desensitization appears weak except at distances greater than 0.4 
mm. The x axis is plotted in log scale. For all cells the shortest distance was statistically
different in comparison to other inter-electrode distance across all interpulse intervals. 
(p<0.05 , Wilcoxon ranksum test) 
Fig. 7: Spatial extent of desensitization (for RGC types): A(I) B(I) Population plot  ON-
OFF cells for both interpulse intervals and interelectrode distance respectively. A(II) b(II) 
Population plot of pure ON cells for both interpulse intervals and inter-electrode distance 
respectively. Error bars for single cells is SD. Error bars for population plot is Mean+/- SE. 
X-axis plotted in log scale.
Fig. 8: Alternate metric for spatiotemporal extent of desensitization. To quantify the 
spatiotemporal aspects of desensitization during the course of electrical stimulation, we 
normalized the responses for each distance to the response at the longest time interval (1s). 
(A)Show population plot of all cells. The responses were desensitized for the shortest
distance. However, for interpulse intervals (1s-0.1s), the cells show an increased desensitized 
responses. For shorter intervals (0.05-0.025s) there was an increasing trend, which could be 
attributed to either shorter interpulse intervals or some harmonics in the neural system. 
Note the “n” variation is due to the fact that cells which did not have a response at the longest 
duration were excluded from the analysis due to normalization .(B) Show population plot of 
ON-OFF cells which show a similar trend as mentioned above. (C) Show population plot of 
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pure ON cells. For distances (<=0.6mm) the desensitization was maximum at 0.1s (10Hz). 
Error bars for single cells is SD. Error bars for population plot is Mean+/- SE. For all cells, 
the interpulse intervals (0.05 and 0.1s) were statistically significant in comparison to other 
durations (p<0.05, Wilcoxin Ranksum Test) 
Fig . 9: Possible Neural Mechanisms. Desensitization occurring via retinal network could 
be accounted by mechanisms like receptor (NMDA, AMPA) desensitization, inactivation of 
calcium currents due to run down of the concentration gradient neurotransmitter depletion, 
inhibitory amacrine feedback, decline in sodium current and adaptation of spike rates in 
ganglion cells via slow activating channels like K and L-type VGCC (voltage gated calcium 
channels).  
Table 1: Pairwise comparisons between pulse rates. (A) All cells (B) ON cells (C) ON-
OFF Cells. For All cells and ON cells the 16, 20, 25 Hz was significantly more desensitized 
that 2, 4, 10 and 40 Hz. For OFF cells all the frequencies except 62.5Hz were significantly 
more desensitized than 40Hz. (p<0.05 Wilcoxon ranksum test.) 
Table 2: Pairwise comparisons for spatiotemporal interaction of desensitization. 
(Normalization 1) (A) Comparison between different inter-electrode distances at constant 
interpulse intervals. (B) Comparisons for different inter-pulse intervals at constant inter-
electrode distances. For the shortest distance the cells were more desensitized. (p<0.05 
Wilcoxon ranksum test) 
Table 3: Pairwise comparisons for spatiotemporal interaction of desensitization. 
(Normalization 2) (A) Comparison between different inter-electrode distances at constant 
interpulse intervals. For 0.05s and 0.1s the desensitization was maximum for 200 µm. 
(p<0.05 Wilcoxon ranksum test) 
S1: Pairwise comparisons for spatiotemporal interaction of desensitization. 
(Normalization 2)-RGC types (B) and (C). Comparison between different inter-electrode 
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distances at constant interpulse intervals. There was no clear trend for desensitization. 
(p<0.05 Wilcoxon ranksum test) , probably due to low cell counts. 
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Table 1
A) All cells (n=155)
Frequency(Hz) 2 4 10 16 20 25 40 62.5
2 0.5444 0.7646 9.60E-04 0.0215 9.56E-04 0.3037 0.349
4 0.4387 0.0014 0.0215 7.81E-04 0.0719 0.4423
10 0.0027 0.0253 0.0019 0.5 0.3187
16 0.6182 0.2708 1.26E-04 0.4629
20 0.1938 0.0023 0.7484
25 3.37E-04 0.3594
40 0.1159
62.5
B) ON Cells (n=74)
Frequency(Hz) 2 4 10 16 20 25 40 62.5
2 0.2901 0.773 1.81E-04 0.0019 1.22E-05 0.445 0.0217
4 0.6344 0.0056 0.0131 1.57E-04 0.7729 0.075
10 0.0126 0.0478 0.0019 0.6752 0.081
16 0.9737 0.0928 1.98E-02 0.917
20 0.117 0.0495 0.7464
25 3.10E-03 0.5669
40 0.095
62.5
C) ON-OFF Cells (n=71)
Frequency(Hz) 2 4 10 16 20 25 40 62.5
2 0.7932 0.5142 3.72E-01 0.8737 6.93E-01 0.0333 0.2762
4 0.661 0.1166 0.5042 0.35 0.016 0.3454
10 0.1135 0.3485 0.2691 0.047 0.4885
16 0.4463 0.8921 1.40E-03 0.1512
20 0.7187 0.0115 0.2597
25 1.92E-02 0.2487
40 0.6734
62.5
Wilcoxon Ranksum Test,  p<0.05,  pairwise comparisons comparing  ratio of  normalized response of 2nd pulse  
to 10th pulse across all frequencies for all cells and visually responsive cells.
Table 2
A)All cells ( across interpulse interval ,n=43) B) All cells (across inter-electrode distance)
Interpulse interval Interelectrode distance
1000ms 500ms 100ms 50ms 25ms 1mm 0.8mm 0.6mm 0.4mm 0.2mm
1 mm vs  0.8 mm 0.0215 0.5366 0.822 0.4839 0.607 1 s vs  0.5 s 0.9673 0.8458 0.707 0.3876 0.5804
1 mm vs  0.6 mm 0.1901 0.2977 0.3056 0.3529 0.6313 1 s vs 0.1 s 0.4916 0.3871 0.2116 0.3182 0.0657
1 mm vs  0.4 mm 0.5767 0.2612 0.2817 0.9483 0.5948 1 s  vs  0.05 s 0.8184 0.6909 0.8969 0.8323 0.3678
1 mm vs 0.2 mm 0.032 0.0288 1.97E-04 0.0155 0.008 1 s vs 0.025 s 0.0353 0.675 0.8255 0.938 0.8283
0.8 mm vs 0.6 mm 0.8934 0.6163 0.4727 0.8055 0.8968 0.5 s vs 0.1 s 0.839 0.4493 0.0895 0.0751 0.21
0.8 mm vs 0.4 mm 0.6192 0.5862 0.5278 0.6314 0.8288 0.5 s vs  0.05 s 0.7921 0.7921 0.8256 0.2897 0.7433
0.8mm vs 0.2 mm 0.0166 0.0107 0.0018 0.0026 0.0123 0.5 s vs 0.025 s 0.3527 0.873 0.5196 0.419 0.7476
0.6 mm vs 0.4 mm 0.7954 0.8764 0.9586 0.5252 0.9311 0.1 s vs  0.05 s 0.6562 0.6718 0.164 0.5195 0.4293
0.6 mm vs 0.2 mm 0.0456 0.003 0.0043 0.0031 0.0374 0.1 s vs 0.025 s 0.3992 0.6623 0.243 0.2855 0.1021
0.4 mm vs 0.2 mm 0.0605 0.0034 0.0018 0.0186 0.0202 0.05 s vs 0.025 s 0.263 0.9724 0.7393 0.6844 0.4759
Comparisons(Inter-
electrode distance)
Comparisons(Inter-
electrode distance)
Wilcoxon Ranksum Test p<0.05,  for constant interpulse interval  and constant inter-electrode distance 
Table 3
A) All cells (n=30) Interpulse interval
Comparisons(Inter-
electrode distance) 500ms 100ms 50ms 25ms
1 mm vs  0.8 mm 0.9293 0.501 0.228 0.1276
1 mm vs  0.6 mm 0.4732 0.2901 0.363 0.0369
1 mm vs  0.4 mm 0.3476 0.3708 0.8533 0.2279
1 mm vs 0.2 mm 0.5005 0.0058 0.0061 0.0666
0.8 mm vs 0.6 mm 0.6733 0.5246 0.7281 0.4775
0.8 mm vs 0.4 mm 0.3628 0.7957 0.2902 0.5791
0.8mm vs 0.2 mm 0.441 0.0175 0.0592 0.3327
0.6 mm vs 0.4 mm 0.7004 0.7842 0.3591 0.2166
0.6 mm vs 0.2 mm 0.1824 0.0541 0.0426 0.6097
0.4 mm vs 0.2 mm 0.0998 0.0225 0.0129 0.1956
Wilcoxon Ranksum Test p<0.05,  for constant interpulse interval  
S1
 ON cells (n=9) Interpulse interval
Comparisons(Inter-
electrode distance) 500ms 100ms 50ms 25ms
1 mm vs  0.8 mm 0.7163 0.8629 0.4216 0.6833
1 mm vs  0.6 mm 0.0893 0.1891 0.0534 0.3511
1 mm vs  0.4 mm 0.6209 0.5318 0.7494 0.6209
1 mm vs 0.2 mm 0.665 0.2868 0.1422 0.4233
0.8 mm vs 0.6 mm 0.1978 0.0295 0.1177 0.1966
0.8 mm vs 0.4 mm 0.3994 0.1976 0.9177 0.7795
0.8mm vs 0.2 mm 0.8785 0.1189 0.2571 0.1825
0.6 mm vs 0.4 mm 0.0152 0.1541 0.0984 0.0932
0.6 mm vs 0.2 mm 0.4342 0.7794 0.8167 0.422
0.4 mm vs 0.2 mm 0.1303 0.1821 0.1359 0.0988
ON-OFF cells (n=18) Interpulse interval
Comparisons(Inter-
electrode distance) 500ms 100ms 50ms 25ms
1 mm vs  0.8 mm 0.7159 0.4665 0.2887 0.0289
1 mm vs  0.6 mm 0.0998 0.8121 0.6691 0.0903
1 mm vs  0.4 mm 0.6924 0.8493 0.9117 0.1997
1 mm vs 0.2 mm 0.7877 0.0423 0.2052 0.3265
0.8 mm vs 0.6 mm 0.1541 0.6804 0.1136 0.9243
0.8 mm vs 0.4 mm 0.7636 0.6807 0.296 0.3422
0.8mm vs 0.2 mm 0.5361 0.1492 0.669 0.6692
0.6 mm vs 0.4 mm 0.342 0.9369 0.7756 0.486
0.6 mm vs 0.2 mm 0.0492 0.0608 0.0931 0.837
0.4 mm vs 0.2 mm 0.3827 0.0548 0.1831 0.9747
Wilcoxon Ranksum Test p<0.05,  for constant interpulse interval  for different visual response types
